CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Depariment Crime Laborator
270 8 Stone Avenue Tucson, AZ 83701-1917

I hereby certifv that these documents are a true and correct copy of the /%"\ '}D"'D
periodic maintenance® for the Intoxilyzer 8000 Serial Number
20-00326Y4 maintained by the Tucson Police Department 9'
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A guality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A 2,
for a 0.100AC solution are 0.090AC 10 0.110AC.

Date: :,zg-:;g;& cal1 .099 AC Cal2 p.097] AC
Between the dates of I/7/10 and .;t/‘fA‘f}

- [ F
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon
The instrument was returned to service on _~—

__émﬂég Crost

Sarah L. Cione
g/ ﬂf/m

ADPS QAS Permit # 33353

SUBSCRIBED AND SWORN to before me this ~ SMA day of

_m:m.aﬁ ,20/0 .
WM&L
|
3 f rmﬁw PUBLIC-ARI 1f*u !
~+4) PIMA COUNTY
*Includes documents specified in A A C. R13-10-104.A.5 S~ Ny Comm. Exp. Mar. 17, 3

Notary Public

Pursuant to section 28-1327, Arizona Revised Stamutes, this documsnt &= 2 cenified duplicae of the
mformation contained in computer storage devices of the Tocson Police Depanment.
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number : 80-002264

02/04/2010 13:50:45
Standard Lot#: 654682

Last Changed By: J. HAWKINS #4240
QAS: S. CICONE #508616
TUCSON PD

Operator: 5. CIONE #506186
TUCSON FD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivaticn Pericd? Yes

Test g/ 210L Time

Air Blank 0.000 13:51:27
Diagnostic Test Pass 13:51:54
Air Blank 0.000 13:52:21
0.100 Cal Check 0.099 13:52:40
Air Blank 0.000 13:52:10
Subject Test 0.000 13:53:24
Air Blank 0.000 13:53:52
Five Minute Wait ABT*

Air Blank 0.000 13:54:31

*Seguence Aborted

Not a Successfully Completed Test Sequence

Pursusnt o section 25-1327, Anzona Revised Statutes, this document 5 3 cerrified duplicae of the information contzined 1n computer
storage devices of the Tocson Police Department.
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number : 80-002264

02/04/2010 13:55:00 H
Standard Lot#: 654682

Last Changed By: J. HAWKINS #4240

QAS: 5. CIONE " #50016
TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 13:55:24
Air Blank TPS*= 13:55:-32

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursuant 1o section 28.1327, Arizona Fevised Statutes, this document 1s a certified duplicate of the information conlamned I COMpuies
soorage devices of the Tucson Police Department



INTOXILYZER 8000 %

Location: TUCSON POLICE DEPT

Serial Number : 80-002264 h
02/04/2010 13:55:40

Standard Lot#: 654682

Last Changed By: J. HAWKINS #4240

QAS: S. CIONE #506186

TUCSON ED

Operator: 5. CIONE #50616

TUCsSUN FPD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13:56:45
Diagnostic Test Pass 13257212
Air Blank 0.000 13:57:40
0.100 Cal Check 0.099 13:57:58
Air Blank 0.000 13:58:28
Subject Test 0.168* 14:01:36
AlT Blank U.u00 14:02:70
Air Blank 0.000 14:02:37
Subject Test XAX** 14:03:06
Air Blank 0.000 14:03:39

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuant to section 261327, Arizona Revised Statutes, this document i a certified duplicate of the mformanon contamed in compuier
storace devices of the Tucson Police Department



INTOXTLYZER 8000 g, 7

Location: TUCSON POLICE DEPT
Sarial Wumber: 80-002264

A A PR A .
Wiei WEE Eew s “ha

Standard Lot#: 654682 /@H
Last Changed By: J. HAWKINS ¥#42401

QAS: 5. CIOCRE #50616

TUCSON PD
Tast gl 210L Titna
air slank 0.000 14:04:29
Cal Check G.097 14:04:-28
Air Blank 0.000 14:05:217
T .
Sasph Diond

Opnrafar's Signaturs

Pursuant to section 28-1327, Anizona Revised Statutes, this document 15 o certified duplicate of the information contzined in computer
yorzge devices of the Tuzson Police Deparment



THIS ACPOAT SREDARED PURSUART 0 DOTY IMEBDEZD BY
= i et
E.2.C. Zi3-30-104(E

ARIZONA DEPARTMENT ©F PUBLIC SAFETY

INTDYXIZVYZIER MODEL BOOD

STANDARD QURELITY ASSURRECE FPROCEDURES /{5\

STANDARD CALIBRATION CHECKE PROCEDURE

QR Spescialiist 5;;(‘&’_1 Cfﬂf‘rﬂ. " ASENCY Tucscn Police Desartment

DATE cl/‘f/f{} v 249

inToxilyzer Seriazl & ?D-Ot}ﬂé"f Location DUI HQ

—

Ensure that gas tank is azttached To instrument and contains a

standard alcohol concentration solution €. (00 AC.
GE
Pogpr & standard alcohol concentration solutlion AC,

into & clear dry simulasor and essemble the simulater. Ensure
chat & tight sesl h&s bean made., Turd on the simuiator and
allow temperature to rsacn 34°C = 0.2°C

Intexilyzer B000 display reads “PUSH BUTTON TO STARRT"

Go to the *“Control Testing Menu". Select *D" for dry
coatrol +est or "B for wWet control Test. ASter
sgplaction is made —ress ENTER.

Air blsnk completed.
Calibration check completed., Test resultis 0. 0 9 AC.
Air pilsak completed.

Remove printed record. Attach the record to the completed
checklist.

SIGNATURE ;ﬁmm}:l (iong

DE23 Torm Exh &2 {(Rev. 05-061)

Pursiant 1o sectian 28- 1327, Arizona Hevised Starutes, this docursent 15 ¢ coriified dupiicats of the informanon corsained i

comptiter storope devices of the Tecson Poiicr Department



INTOXTLYZER B00Q ,7 r7-g{:

Location: TUCSON POLICE DEPT
Serial Number: 80-002264

A2/04/2010 13:4%:09
Standard Lot#: A54682 /‘%l'\

Last Changed By: J. HAWKINS #42401

TUCSON PD

Tast g/210L Time

Air Blank Qo000 13:49: 36

Cal Check 0.099 13:49:55

Air Blank 0.000 13:50:24
ok Cond

Operator s Signature

Pursuant 1o section 28-1327, Arizona Revised Statutes. this document is a certified duphcate of the information contained m computer
storage devices of the Tueson Police Department



