CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-1917

. AN g0
I hereby certify that these documents are a true and correct copy of the 2’],
periodic maintenance* for the Intoxilyzer 8000 Serial Number
gV~ocv22 LY maintained by the Tucson Police Department \
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: 12-9~(° Call O.(9] AC Cal2 0.1b2 AC

Between the datesof |1 ~([~(D and |2-9~-lo
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on N / A-
The instrument was returned to serviceon N //

Mmmj

Clare L. Conley

|2 ~10-~1(0

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this ID% , day of
.20 O .

OFFICIAL SEAL

ROSA REYNA
&5/ NOTARY PUBLIC-ARIZONA
-PIMA COUNTY

Notary Public

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327. Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



EXHIBIT G-4

YZER MODEL 800

AGENCY Tucson P
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( v~) 1. Display reads “PUSHE BUTTON TO START”

1. Clock time check
_al 2. Date check.
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Bursuant to section 28-1327, Arizona Revised Staruies, this document is a certified duplicare of the information contained in
compuier storage devices of the Tucson Police Depariment



INTOXILYZER 8000 :Zﬁﬂbfl

Location: TUCSON POLICE DEPT Q}$\
Serial Number : 80-002264

12/09/2010 11:14:13 ,@b\

Standard Lot#: 719919

=

Last Changed By: J. HAWKINS #42401
QAS: C. CONLEY #34517
TUCSON PD
Operator: C. CONLEY ' #34517
TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 171

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 11215202
Diagnostic Test Pass 11215229
Air Blank 0.000 11215257
0.100 Cal Check 0.101 11:16:15
Air Blank 0.000 11:16 245
Subject Test 0.000 T1:17:29
Air Blank ABT* 1T 217236
Air Blank 0.000 11218205

*Sequence Aborted

Not a Successfully Completed Test Sequence

¥ m‘ 1o s::no_r_- _28-_'..:.1 1. Anzcna Revised Starurss, fis documen: is 2 certfied aupiicate of tne miormanon contaimed m compuzer
Storage asvices of the Tucson Police Dizparmen:.



INTOXILYZER 8000 ?;1$§7

Location: TUCSON POLICE DEPT

Serial Number : 80-002264 A
12/09/2010 11:18:12 . 4$R
Standard Lot#: 719919 .

Last Changed By: J. HAWKINS #42401

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 11:18:39
Air Blank IPS**® 11 :18=47

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

:'ursuam. 1o section _28-_132':. Anzonz Revised Stamues, tms document is & certified duplicars of the informanon contamned m compurer
Storages cevices 0f the Tucson Policz Deparmen:. ' '



INTOXILYZER 8000 L ‘{m

Location: TUCSON PCLICE DEPT

Serial Number : 80-002264 DAN
12/09/2010 11:19:19

Standard Lot#: 719919 = 4bb\
Last Changed By: J. HAWKINS #42401

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 17 220207
Diagnostic Test Pass 11:20:34
Air Blank 0.000 11227 202
0.100 Cal Check 0.101 11321220
Air Blank 0.000 11221250
Subject Test 0.213% 11:24:58
Air Blank 0.000 11225231
Air Blank 0.000 11:25:58
Subject Test XXX** 11 226544
Air Blank 0.000 11287=18

*Deficient Sample
**Invalid Sample
Begin new deprivation period

" Not a Successfully Completed Test Sequence
SUIsuETT 10 secnon 28-1327, Anzona Revised Stamme:

. S 1S QOCUmEN: 15 2 cerdfied quphicars of fos miormenon contamed m compus
SLoT2g= cevicesof the Tueson Folics Diepzrmmen: - C iy OmpHEST



INTOXILYZER 8000 AN
Location: TUCSON POLICE DEPT g J’b

Serial Number: 80-002264

12/09/2010 11:33:13 QN
Standard Lot#: 719919

Last Changed By: J. HAWKINS #42407 \\

QAS: C. CONLEY #34517 @
TUCSON PD

Test g/210L Time

Air Blank 0.000 11:33:41

Cal Check 0.102 11:34:00

Air Blank 0.000 11:34:29

Wpne berdy

Operator's Sibnature

SursnzTt o n 28,1397 2 W caf Qen - : s o 3
- -IS‘H-E.. el S-mﬂ:. 28-1327. Anzons Revised Stanmes, fhis Aocument is 2 cerdned aushizzars of ips micmmanon conianed m o oree
sLorage devicssof tne Tucson Poiles Deparmment o -
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number: 80-002264 ’] @D/)

12/09/2010 115712337
Standard Lot#: 719919 w
Last Changed By: J. HAWKINS #42401

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 11:13:04
Cal Check 0.101 123223
Air Blank 0.000 T1213:53

Mo ool

Operator's Signat!.lre

Fursuant o s:cno‘-:;‘ZSLLBZ?, Anzonz Revised Starutss, this documsnt is 2 certfied duphicate of the miormmanon contamed mn compuier
storage asvicesof the Tucson Police Deparmment '



