CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboraiory U’\ o
L. U
VA

I hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 8000 Serial Number
B0-002265 maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the Instrument on the following
dates, The acceptable accuracy limits, as defined in AAC. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date:_ /- [1-2008 (g 0.b] AC Cal2__ ), /00 4c

Between the dates of [ 2+ /b 200 1 and__[. /[ 2008

the instrument was operating properly and accurately,

The instrument wes taken out of service for repair on
The instrument was returned to service on

(__}Qb@((«ub/

LY

Terry 8. Gallegos
I 1]- 2008

ADPS QAS Permit # 33169

SUBSCRIBED AND SWORN to before me this // , day of
Sinisc ,20.0¢-.

KATHY A KINNEY %“ér’m /4/%4%,3;

PUBLIC-ARIZONA 7T
ML BiMA COUNTY
sy Comm. Sxp. Sent 4, 2008

Notary Public

*Includes documents specified in A.A.C. R13-10-] 04.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
mformation contained in computer storage devices of the Tucson Police Department.



EXHIBIT G-z

THIS REPCRT PREPARED PURSUANT TO DUTY IMPOSED BY -\.\'%'Dté
A.A.C. R13-10-104(n)
ARIZONA DEPARTMENT OF PUBLIC SAFETY log' %
STANDARD QUALITY ASSURANCE PROCEDURES /fjl'?
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

oA SPECIALIST@V/L{ ()’(L//'CE,O_S ZARY ) neENCY Tucson Pclice Department
DATE L)/ ZOOSCJ CJ TIME 03"7"(&

INTOXILYZER SERIAL # 80 002265 tocarion La_,é)

( I)/ 1. Display reads “PUSH BUTTON TO START™

DIAGNOSTIC TESTS

{ I'/)/ 1. Clock time check.
( ‘/)/ 2. Date check.

OPERATICNAL TESTS
{
( - Error recognition logic system functioning. —
Not a Successfully Completed Test Sequence printed &
3. Proper sample recognition system.
Not a Successfully Completed Test Sequence printed
Deficient sample printed.
( l)/4. Standard Calibration Check standard 0. )00 AC

Result: o, { DO AC

‘5, 1. Alcohol-free subject test result 0. 0OO AC.
)2
Yy

(

Instrument isg operating properly and accurately. VES /NO

COMMENTS Ihg-ﬂfupka‘.;{— br@ﬁf 76) lab f(D Cw/i@
| SQAP fety, < '

SIGNATURE C—Zé/‘*\aﬂ é) !ﬂﬁlél/-

DPS Form Exh C-4 {(Rev. 05-01)

Pursuant to seciion 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Depariment



Pursuznt 1o -

feaala}

INTOXILYZER 8000
Location: TUCSON POLICE DEPT
serial Number : 80-002265

b~

;&r?

W

01/11/2008 08:47:51
Standard Lot#: 7198017 _
Last Changed By: T. GALLEGOS #28847
QAS: T. GALLEGCS #28847
TUCSON PD CRIME LAB

Operator: T. GALLEGOS #28847

TUCSON PD CRIME LAB

Subject: SQAP, SQAP
DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Ailr Blank 0.000 (08:48:45
Diagnogstic Test Pass 08:49:12
Alr Blank 0.000 08:49: 3¢
0.100 Cal Check 0.101 08:49:58
Air Bilank 0.000 08:50:28
Subject Test 0.000 08:50:45
Air Blank 0.000 08:51:12
Five Minute Wait ABT*

Air Blank 0.000 08:51:50

*Sequence Aborted

S0 Pplipe Depammmen:,

Bt3°a “Buctesstudly: complated «beA .Seguence

SioTage. Sevizes of The lus

1Ch Comained iy COmpiteT
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INTOXILYZER 8000 %
Location: TUCSON POLICE DEPT 30&—
Serial Number : 80-002265

01/11/2008 08:57:58 /\511
Standard Lot#: 7198071

Last Changed By: T. GALLEGOS #28847

QAS: T. GALLEGOS #28847

TUCSON PD CRIME LAB

Cperator: T. GALLEGOS #28847
TUCSECON PD CRIME LAR

Subject: SQAP, SQAD
DOB: 11/11/17111
Sex: F Weight: 111

1> Minute Deprivation Period? Yeg

Test g/210L Time

Air Blank 0.000 08:52:51
Diagnostic Test Pass 08:53:19
Alr Blank RFI* . 08:53:32
Air Blank IPS*~* 08:53:44

*RFI Detect
**Improper Sample

:t‘é’z;andzif::m’NBt a4 “Buetessfully: Conplated «heft: Seguence

§ 07 the Tueson Folice Depammen: 100 Comained tn compper



[ AN
INTOXILYZER 8000

Location: TUCSON PQLICE DEPT lp ;_4/
Serial Number : 80-002265 0

01/11/2008 08:54:07 /ﬁsﬂ

Standard Lot#: 7198011
Last Changed By: T. GALLEGOS #28847

QAS: T. GALLEGOS #28847
TUCSON PD CRIME LAB

Operator: T. GALLEROS #28847
TUCSCN PD CRIME LAB

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank ¢.000 08:55:01
Diagnostic Test Pass 08:55:29
Air Blank 0.000 08:55:56
- 0.100 Cal Check 0.100 08:56:15
Air Blank 0.000 08:56:44
Subject Test Q.217* 08:59:53
Alr Blank 0.000 09:00:25
Air Blank 0.000 09:00:52
Subject Test XA Fx* 09:01:24
Air Blank 0.000 09:01:57

*Deficient Sample
**Invalid Sample
Begin new deprivaticn peried

memnn"ﬁmﬂgﬁpg successfully Completed Test Sequence

o &=z % Arizenz Revised Stanutes, e g el s z ified dupi he 1
8. n1s docurnet is 3 certifieg aupiicate of the imformation containg

Storage deviess of the Turson Police Deparmen, ¢ In compurer
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INTOXILYZER 8000 L/ \
Location: TUCSON POLICE DEPT

Serial Number: 80-002265

01/11/2008 09:02:26 D/Dg/?/
" Standard Lot#: 7198017

Last Changed By: T. GALLEGOS #28847 /Eﬁa

QAS: T. GALLEGOS #28847
TUCSON PD CRIME LAB

Test g/210L Time

Alr Blank 0.000 09:02:54
Cal Check 0.100 09:03:12
Air Blank 0.000 09:03:42

[

Ope{a)'x{r 's Signatul\fe

Pursuant to section 281377 ani i
T L0 szouen 2815377 4 Jizoha Revised Statures, fuis g . .
- . : : =] : e, lSﬂDCumBﬂllsE_cﬂ 20 duplicats af the jud . ) .
Storage deviess of the Tucsen Polige Depermmen:. rites uplicat: of the infermation contained in rempues



EXHIBIT G-2

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED By Q)US,,Ct
B.A.C. R13-10-104 (2 e

ARIZONA DEPARTMENT OF PUBLIC SAFETY (o g,?/
o

STANDARD QUALITY ASSURANCE DPROCEDURES
INTOXILYZER MODEL 8000 /@l’]

STANDARD CALIBRATION CHECK PROCEDURE

o)\ Specialist@ VA 8@//&0]&5233{?— AGENCY Tucson Police Department
DATE _ | - 2008 N, e _ DB

Intoxilyzer Serial # 8{2’(2)22@ Location Lg,b

{ b4/ 1. Ensure that gas tank is at=ached to instrument and containg a
standard alcohol concentration solution 0. }Po AC.
CR
Pour a standard alcchol concentration solution AT,
into a clean dry simulator and assemble the simulator. Ensure
that a tight seal has been made. Turn on the simulator and
allow temperature to reach 34°¢ + 0.2°C

{ U/; 2. Intecxilyzer 8000 display reads “PUSH BUTTON TO STARTT
V)

3. Go to the “Contrcl Testing Menu”. Select “D” for dry

contrel test or “W’  for wet control test. After
selection is made pPress ENTER.

Alr blank completed.

Calibration check completed. Test results O.le AC.
Air blank completed.

ANAN

Remove printed record. Attach the record to the completed
checklist.

d‘fj SE

DPS Form Exh &-2 (Rev. 05-01)

PwmmﬁmmaMmEJﬂZAﬂmmﬁwmm&mwmﬁmdmmwmwawnﬁmdmeeqMMwmmMmemmmm
computer storage devices of the Tucson Police Department



INTCXILYZER 8000

Location: TUCSON PCLICE DEPT i
Serial Number: 80-002265 qu’
01/11/2008 08:46:11 11
Standard Lot#: 7198071 /'ﬁL’
Last Changed By: T. GALLEGOS #28847

QAS: T. GALLEGOS #28847
TUCSON PD CRIME LAB

Test g/210L Time

Air Blank i 0.000 08:46:38
Cal Check g.101 08:46:57
Air Blank 0.000 ) 08:47:26

Operato&ignaturﬂ

1= ; 2
TLTSUANT 10 reetion 261327, Anwong Ry

STOT2ge devices of the Tuzson Polizt Depammens,

et Sremimes fpic ol Teite T AN : s .
TEUTeE this cocumen: i5 & comtif limnrs me 5 : ;
RN 180 Cuplicars pf e mIcTmation contamed in compner



EXHIBIT G-4 ( q% §sc

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED EY
AA.C. R13-10-104(Aa)

~
ARIZONA DEPARTMENT OF PUBLIC SAFETY \\"D
STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MCDEL 8000
STANDARD QUALITY ASSURANCE PROCEDURE
QA SPECIALIST Samh C:bn( AGENCY Tucson Police Department
DATE m_[AO/O? TIME /] 24 amn
77 ]
INTOXILYZER SERIAL # B0 ~0023L5 LOCATION (72‘611'0 5
(\/) 1. Display reads “PUSH RUTTON TO START”
DIAGNOSTIC TESTS
{ 4 ) 1. Cleck time check.
( /) 2. Date check.
OPERATICNAL TESTS
( \/) 1. Alcchol-free subject test result 0._DpO AC.
( )} 2. Error recognition logic system functioning. -
Not a Successfully Completed Test Sequence printed—"’l'mfmfasqul( ¢
{ './) 3. Proper sample recognition system. KFT _56*55"‘{0’ NoT
Not a Successfully Completed Test Sequence printed co e d
- Deficient sample printed. : ”7"( *SC
N1 g(— } 4. Standard Calibration Check standard 0. [{) AC
ATTEMPTED Result: 0. AC

5C
Instrument is cperating properly and accurately. YES N@ NO N[A

COMMENTS CDUM nafcamlo((#{ SQAP'

SIGNATT Civns
ATURE /%A/\af/) bn‘

DPS Form Exh G-4 (Rev. 05-01)

Pursuani ro section 28-1317, Arizona Revised Statutes. this document s g certified duplicate of the information contained in
computer starage devices of the Tucson Police Department
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INTOXITYZER 8000 Can
Location: TUCSON POLTCE DEPT
Serial Number : 80-002265

01/10/2008 11:26:13
Standard Lot#: 7198011

Last Changed By: T. GALLEGOS #28847
QAS: S. CIONE #50616
TUCSON PD

Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP,TEST
DCB: 11/11/1111
Sex: F Weight: 1711

15 Minute Deprivation Period? Yes

Test g/210L Time -
Alr Blank 0.000 S 11:27:00
Diagnostic Test Pass 11:27:27
Air Blank ¢.000 11:27:54
0.100 Cal Check 0.100 11:28:13
Alr Blank 0.000 . ' 11:28:42
Subject Test 0.000 117:29:03
Air Blank 0.000 711:29:30
Five Minute Wait ABT*

Air Blank 0.000 11:30:08

*Segquence Aborted

Pursuant 1o gemio

ETage devigas g tuzﬁnpﬁﬁ{%";rcn ki 355‘.3)‘ @Qﬂﬁp& eted Fast @%ﬂ%ﬁ&q%mm- 4

I Comrm——
LYt rkwyy



INTOXILYZER 8000

30;(%’5(

Location: TUCSON POLICE DEPT _ b
Serial Number : 80-002265

01/10/2008 11:30:13

Standard Lot#: 7198011

Last Changed By: T. GALLEGOS #28847

QAS: 3. CIONE #50615

TUCSON PD

Operator: S. CIONE #506186

TUCSON PD

Subject: SQAF,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test ' g/210L Time

Alr Blank 0.000 17:31:03
Diagnostic Test Pass 11:31:37
Air Blank 0.000 ‘ 11:31:58
0.100 Cal Check 0.100 11:32:17
Air Blank 0.000 . : 11:32:46
Subject Test RGE* 11:33:44
Air Blank 0.000 11:34:19

*Range Exceeded

- Lovalid sam)ofe Q‘H’Qfﬂpf 5C

Pursuant to seprig 281327,

SoTAge Seviges o4V gucﬂnﬁﬁéﬁﬁfa?ﬂ @@mp keted: dhes ﬁmﬁ&%gm

TN 30~ o
= D oo



INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number : 80-002265

L?’Oﬁz’?sc
N

01/10/2008 171:34:27

Standard Lot#: 7198011 : -
Last Changed By: T. GALLEGCS #28847

QAS: S. CIONE #50616

TUCSON PD

Cperator: §. CIONE #50616

TUCS0ON PD ’

Subiject: SQAP, TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.0G0 11:35:20
Diagnostic Test Passg 11:35:48
Air Blank 0.000 ' 11:36:15
0.1700 Cal Check 0.100 11:36:34
Air Blank g.000 . 11:37:03
Subject Test 0.273* 11:40:12
Alr Blank 0.000 11:40:44
Air Blank 0.000 1T7T:241:77
Subject Test XEX** 11:47:39
Air Blank 0.000 11:42:12

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Tyrm 3
- LTSUENT 10 sectign 281227, Ax

SICTEZe Bevicss g tu:gn ﬁﬁi X :l%#f i?g @m&m& shegdor ﬁ%ﬁ%@&q&w:d T commner

S4e WLl
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INTOXILYZER 8000

Location: TUCSON POLICE DEDT Crn

Serial Number : 80-002265

01/10/2008 11:45:26

Standard Lot#: 71980771 -
Last Changed By: T. GALLEGOS #28847

QAS: 5. CIONE #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Welight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Alr Blank 0.000 11:46:17
Diagnostic Test Fail* T1:46:20
Air Blank . 0.000 ‘ 11:46:48

'* Voltage/Current Test

- RFL offengf. sc

Pursuag: 1 seoiiop 2R-1377 . . -
SIoTRze devipas kil Jyod ;us%m:?g%ﬁ Eﬂ?” %@mpl &'Eﬂ'@ d%ﬁs.:tuf tﬁ%ﬂ%ﬁ&%%um: £ i1 eomome



b ?p § sc
INTOXILYZER 8000
S

Location: TUCSON POLICE DFPT
Serial Number : 80-002265

01/10/2008 11:46:55

Standard Lot#: 7198011 | :
Last Changed By: T. GALLEGCS #28847

QAS: S. CIONE #50616

TUCSON PD

Operatcr: S. CIONE #50616

TUCSCN PD

Subject: SQAP,TEST
DOB: 11/11/11711
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 ' T1:47:42
Diagnostic Test Pass 11:48:09
Air Blank 0.000 ' 11:48:37
0.100 Cal Check  INT* 11:48:56
Air Blank g.oco . ' 11:49:27

*Interferent Detect

-I?Fff'aﬂeﬂyx%. sC

=t
TUTBU2NT {0 gy e ‘
9201 fe sezlign 2R-1577. Onz Frvice

sroraze devices oNRQ Buc@e Hggggéﬁfi? Totpl eted Begt: Seguence

2IN=0 1 i -
12:02¢ in compnes



EXHIBIT G-2

THIS REPORT PREPARED PURSUANT TC DUTY IMPOSED BY

ALR.C, R13-10C-104(n) : rj7q7f 6V

ARIZONA DEPARTMENT OF PUBLIC SAFETY Qﬁ\

STANDARD QUALITY ASSURANCE PROCEDURES V1
INTCXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA Specialist f;ara;\Chbn{, AGENCY Tucson Police Department
DATE I'AO/OS’ TIME []: 4 0m
Intoxilyzer Serial # 80-002265 Location JEam 5§

(/) 1. Ensure that gas tank is attached to instrument and contains a
standard alcohol concentration solution 0. [QO AC.
OR

Pour a standard alcohol concentration soluticn aC,
into a clean dry simulator and assemble the simulator. Ensure
that a tight ssal has been made. Turn on the similator and
allow temperature to reach 34°¢ + 0.2°C

\
b

Intexilyzer 8000 display reads “DPUSH BUTTON TO START"

(/ ) 3. Go to the “Control Testing Menu”. Select “D” for dry

control test or < for wet control test. After
selection is made press ENTER.

Alr blank completed.

Calibration check completed. Test results 0. [[2(2 AC.

(/)
(Vv Alr blank completed.
)

v

= o s

Remove printed record. attach the record to the completed
checkiist.

SIGNATURE 7&44/7 Crons
4

DFS Form Exh G-2 {Rev. 05-01)

Fursuant to section 28-1327, Arizonc Revised Statutes, this document is o certified duplicate of the information contaned in
compuler storage devices of the Tucson Police Depariment.



Location: TUCSON POLICE DEPT

Serial Number: 80-002265 .
0%/10/2008 11:24:48 w\fk’
Standard Lot#: 77168011

Last Changed By: T. GALLEGOS #28847

QAS: 8. CIQNE #50616

TUCSON PD

INTOXILYZER 8C00 8 % KSC

Test g/210L Time
Air Blank 0.000 11:25:15
Cal Check 0.700 11:25:34 '

Alr Blank C.000 11:26:03

/{ma/!} Gbﬁ/

Operator's Signature

Pursuant 1o s=ougn 28-

oA
BIDTR e~

. ~327. Arizoma Reviged Srapures
wrege devies gf

s - s, this dospmen i = cemtified dumi o .
the Tusson Folice Dpanmen Guplizzts of the micrmanoy COntEineg in anmpea
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