CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory /;D\.\
270 § Stone Avenue Tucson, AZ §5701-19]7 {}U\

I hereby cemify that these documents are 2 true and correct copy of the \
penodic maintenance® for the Intoxilyzer 8000 Serial Number

R0 -pp22L5 maintained by the Tucson Police Department
Crime Laboratory pursuam to the requirements of the Arizona Department
of Public Safety for 2 quality assurance program.

A guality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, 2s defined in A.A.C. R12-10-104.A2,
for 2 0.100AC solution are 0.090AC to 0.110AC.

Date:_4/24/pa Cal 1 0.1p] AC Cal2 0.106 AC

Between the dates of 9/-'1'7/ 4 and j_[g‘f'/}ﬂf
the instrument was operating pmpcrh and acc ;

The instrument was taken out of service for repairon  —
The instrument was returned to service on _—

“woh Lot
Sarah L. Cione
4/24/p

ADPS QAS Permit # 33333

SUBSCRIBED AND SWQRN to before me this__oZ 77 . day of
200 .

ﬁ - - J,| -;‘-".L..E? "-

| .-'=” HERNANDEZ
Notary Public || b b 2] NOTARY PUSLIC-ARIZOKA
'L'1I b W D T AR TLT

iy Yy PIRA GOLUNLY

*Includes documents specified in A.A.C. R1-10-104.A 3 | = Wy Comm Exp. Wae 1, 201

Pursuant to section 28-1327. Arizone Revised Statuses, this document is a certified dunlicate of the
information contzined in compuier storees devices of the Tucson Police Deparmment



THIS RERCET FPREPARED
A.ALC.

ARIZONA DEPARTMENT OF PUEBLIC SREFETY

STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER I-EGDEL_ ®#o00 /(g»‘
1.0’1

STAHNDARD QUALITY ASSURANCE PROCEDURE [Hr
QA SPRECIRITET Samh C;W}f AGENCY Tucson Folicse Deapartment

C
DATE ﬁ'/g‘-f;/ﬂ 9 e 929
INTOXILYZER SERIAL # BO-0022L5 LOCATION Team 5 - 0bD

i.//'j 1. Display reads “PUSH BUTTON TO START
DIAGHNOSTIC TESTS

{ ) 1i Clock time check.
{ ) 2. Date check.

QPERRTTONAT. TESTS

{ Y\ 1. Ricehol-free subject test result 0. 000 AL,
[ ! 2. Error réccgnition logic system functioning.
Mot a Successfully Complsted Test Sesquence printed
(v )3, Proper =sample recocgniticon systenm.
Net a Bucgessiully Completed Test Sequence printed
v// Deficient sample printed.
! ) 4. Standard Calibration Check standard 0. fO6& AC
resuls: O. (00 RO

Instrumsnt iz operating properly aré dccurately. YES ,/// HO

COCMMENTS

SIGNATURE éﬂﬂ.@h Cront
j

LPs Form Exh &-4 [Rew. 058-01)

Frivsuant to section 28- 1327, drizona Revizsed Staruces, thiv document @5 o cernifed suplicare of e informeaiion comtaines in
compiiier storage aevices af the Tueson Police. Depariment



INTOXILYZER 8000

Location: TUCSON POLICE DEET \1\
Zerial Mumber : B0-00Z2265

D9/24/2009 @& 3005 31

Standard Lot#: BO10021T

Last Changed By: S. CICONE #50616

OARS: B. CIONE . #50816

TUCSCN EBD

Operator: 2. CIONE #50616

TUCSEN BD

Subject: SJAP,TEST
DOB: 11/11/11717
Sex: F Weights: 1711

15 Minute Deprivaticon Pericd? Yes

Test g/ 210L Time

Air Blank 0.000 09:31:15
Diagnostic Test Pass 093943
Air Blank 0.000 B9:32:18
0.100 Cal Check 0.107 {50 Zanirtie gl
Air Blank 0.000 09:32:58
Subject Test 0.000 09:33:21
Alr Blank 0.goo J9:33:-48
Five Minute Wait ART#

Alr Blank 0.000 0934222

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuant w zzsygs 36.1327

SLOTHDE Gmrpre

pelio i ATironz Fumviser Srasees: 16 mnIT= e - = i 7
2 = --.-. e L SIS TRLE g oprmem LaaneETin=n vEaTE s wanm o - e
2247 the Tussen Polizs Trememmes Hizo Suplizas of iz miormatior: eonemes o ooy



INTOXILYZEER 8000
Logation: TUCSON POLICE DEPT
Serial Humber : 80-002265

09/24/2009 09:34:28
Standard Lot#: 8010021

Last Changed By: 5. CIONE #50616
DAS: 5. CIONE : #50676
TUCSON PD

Operator: 5. CIONE #h0B186

TOCSON ED

Subject: S0QAP, TEST
BOB: 11A711./77711
Bex: F Weight: 111

15 Minute Deprivation Perilod? Yes

Test g/2105L Tims
Air Blank EFI=* 09-:34:-56
Alr Blank IES*+* 0873506

*RF1 Detect
**Improper Sample

S

T

r7

Jie

Not a Successfully Completed Test Sequence

TUTRUENT A mEcynn JR-1ED0 Anizoms Fowises Slzmues, tus ootime s
SLOTAE. 'i'-'-"-".ct,‘-‘. af +hs 1 g bed FLIY

1z Tusson Folizs Deenzrmmes:

R ETIOLEE guniizite of e informetion oo i



!

L

INTOXILYZER 8000
Locatlion: TUCEON POLICE DEPRT

Serial Number : 80-002265 /@L\

09/24/20089 09235211
Standard Lot#: 80710021

Last Changed By: 8. CIONE #5086
QAS: 8. CIONE #50816

TUCS0N PD

Operator: 5. CIONE #E0E1 6
TUCSCN PD

Subject: SQAP, TEST
BEB: T1/471/11717
Sex: F Weight: 117

15 Minute Deprivation Pericd? Yeas

Tast g/210L Time

Alr Blank 0.000 09:35:53
Diagnostic Test Pass GEr36:21
Alr Blank o.00o 09:36:48
3.100 Cal Check 0.701 09:37:07
ALlr Blank 0.000 09:37:36
Subject Test 0.042% 09:40:45
2ir Blank 0.000 08:+47:16
Air Blank 0.000 09:47:44
Subject Test HMH** 09:42:06
Air Blank 0.000 0%:42:39

*Deficient Sample
**Invalid Sample
Bagin new deprivation period

Not a Successfully Completed Test Sequence

T

UTEULENT e $=<pps 75.1227

FETEEe fevizes of e Tusson Fobss Depormen

Anzong Favised SEmeer @is goniheiem |- i 3 : i
3 SABLREL. ULS BOILTRA 13 & eentifind mupizans of toe micrmznion tonar, 1

vl Lomalty



INTOXILYZER BgOD
Location: TUCSON POLICE DEPT
Zerial Number: B0-002265

09/24/2009 09:42:56 /{DL&

Stangasd Leb#: BOT0G02I

Last Changed By: 5. CIONE #50616
QAZ: 5. CIONE #50s516

TUCSOW PD

;5}&’1 ﬂ\j? /,J; ont

Cperator s Signature

Flrsuens 1o puen

OTErL feveen

tzos 0F the Tusson Polss Tregompen-

‘- Anizons Foyises Sizmizt tnis aecumem s s aoTiifieg gupiicors of i
v & ZETOINAG QUBLISIte of Tre

== TUOTIEALION LOnTn= 2 o0 oo —



PAR

RED. PJRIUANT TO DUTY IMPOSED BY
«C

. RI3-10-104(Rn)
ARIZOMA DEPRRTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROUCEDURES /<b\‘\ rl,gﬁ\.

INTOXTILYEER MODEZL 8000

STANDARD CATLIBEATION CHECK PROCEDURE

oh Specialist fﬁarnh ﬁfgﬂ{ AGENCY Tucscn FPolice Deparcment

DATE 015_2!4/0'? TiME 9. 29
7
Intoxilyzer Serial # §0-002265 Locaticn Jj€am S - ODD

| Efl 1, Ensure that gas tank is attached to instrument and contains a
standard alcohol concentratien soliutien 0. |08 B,
oF
Pour a standard alcehncl concentration solurtion BT,

into a clean dry simulator and assemble the simalator. Ensure
that a tight seal has been mads. Turn on the simulator and

azllow temperature to reach 34°C + 0.2°9

(A ) 2. Intoxilyzer B00D display reEads “PUSHE BUTTOR To sTanc”
Gt 3 G2 to the "Control Testcing Menu”. Selec:t “D% for dry
control <Test eor "W" Ifeor wet contrel test., After

selection is fmade press ENTEER.

r v 4+ Rir blank completed.

[l 5. Calibratioen check completed. Test results 0. [ A,
fu} ) 6. Air klank completed,

fl/f} Kl Femgve printed record. Attach the record to the complet

ahecklist.

SIGNATURE fmpj? ¥

DPE Form Exh G=-2 (Rev. 05=01)

Pursuant to seciion 28-1327, Arizona Revised Stetes, this docuwent is o certified duplicare of the information conigined in
compuier slovaee devices of the Tueson Police Depariment

ac



INTONILYZER 8000
Location: TUCSON POLICH DEPT

Berial Number: 80-002Z&65
Q9 /24/2009 0%:29:10

Standsrd Lot#: 80710021

Last Changed By: 5. CIONE #50818
QAS: 5. CIONE #50&1%

TOCSON PD

L2

54]/1&};} ﬂf&iﬂ;

Gperator’'s Signature

D= = T ry— i - "
21 SLLE_'.;. WoEziven TRIETT Arizone Rewvesr ERATSE TS ADTUTIET 15 & emiifen RS lisate nd S
BLErams daviees of The Tasgon Folios Deeparmes me b DUD LG CT s INIDTHEn 0T bonntsg==

10 comout=;



