CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson. AZ 85701-1917

I hereby certify that these documents are a true and correct copy of the &j.\ Q;D\
periodic maintenance® for the Intoxilyzer 8000 Serial Number qj:r
go-0022¢5 maintained by the Tucson Police Department -\\
“Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tesiad the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: nf/xgﬁga Call 0./0/ AC Cal2 &./p0  AC

Between the dates of __ /0 /23/ 29 and 7/ //7/09
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon /4
The mstrument was returned 1o service on A

Dly f 5

Cheryl K. Straub
4/ 2s/77
7

ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN to beforeme this 429 |, day of
.20_1%.
- Ja— OFFICIAL SEAL |

Notary Public | ) AN HERRANDEES

*Includes documents specified in A.A.C. R13-10-104.A.5 |

Pursuant to section 28-1327, Arizona Revised Starmes, this document is & certified duplicate of the
information contdined in computer storage devices of the Tucson Police Department.



5

EXHIBST -4

THIS REPGRT PREPARED

PURSUART TO DUTY IMPCSED BY
A-A.Co R13

-10-104&{a)
ARIZONE DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCZDURES @\
INTOXILYZER MODEL 8BGO0 'bﬁ

STANDARD QUALITY ASSURANCE PROCEDURE \

QA SPECIALIST !lﬁggq‘f Srf'_g&gﬂ AGENCY Tucson Police Department
DATE __J, hilkdi TIME 0 /A

INTOXILYZZR SERIAL # H0-p0 5 LOCATION :Zéﬁm T

{ Vf’ 1. Display reads “PUSH BUTTON TO START"
DIAGHOSTIC TESTS

( ’Hf.:. Clock time check.

I /J/ 2. Date check.

OPERRTIONRAL TESTS

2. Erzor recognition logic system functioning.
Mot a Successfully Compieted Test Sequence printed
3. Proper sample recognition system.
Not a Successifully Completed Test Seguence printed
Deficient sample printed.
4. Standard Calibration Check standard 0. JOO c

Resulz: 0._ J88 AC

{ I’V; 1, Alcohgl-frae subject test resulr 0. 60 AC,
{ }
« /)

Instrument is coberating properly and accurately. YES /HO

COMMERTS

SIGNATORE

DEPS Form Ex!
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Purcnans to section J8-1327. Arizong Revived Sionuer, thiv docsment o acertified dupiicate of the information contaimad in
compiier siorase devices of the Tucson Palice Depormment
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number : BO-002265

11/19/200% 09:14:03
Standard Lot#: B01002:

nast Changed By: 5. CIONE #50616
QAS: C. STRAUB : #50772
TUCSON PD

Operator: C. STRAURB #50772
TUCSCON PD

Subject: SQAP,SQAP
BOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Tast g/210L Time

Air Blank 0.000 09:14:56
biagnostic Test Pass 09:15:24
Air Blank 0.000 09:15:51
0.100 Cal Check 0.100 09:16:10
Air Blank 0.0o0 g9:16:39
Subject Test 0.000 09:17:01
Air Blank " ABT* 09:17:08
Air Blank 0.000 09:17:1¢6

*Sequence Aborted

Not a Successfully Completed Test Sequence

Furseans o zesgn o - o
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number : B80-002265

11/19/2009 09:18:47 @\

Standard Leté: 8010021

Last Changed By: 5. CIORE #50616
QAS: C. STERAUB ' #50772
TUCSON PD
Operator: C. STRAUB #50772
TUCSOR FD

Subject: SQAP,SQAP
DOB: 11/11/111
Sex: F Weight: 117

15 Minute Deprivation Period? Yes

Teast g/210L Time

Air Blank RFL* 09:19:25
Air Blank TIPSk 09:719:33
*RFI Detect

“*Improper Sample

Not a Successfully Completed Test Segquence

Pursient 1o peonon 351577 Artrons B < ik
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number : 80-002265

11/19/2009 09:20:03

Standard Lot#: 801002I /%ﬁ\
Last Changed By: S. CIONE #5066

QAS: C. STRAUB = #50772

TUCSON ED

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP,SQAP
Doz: 11 /11 /1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

T=st g/210L Time

Air Blank 0.000 09:21:01
Diagnostic Test Pass 09:21:28
Air Blank 0.00D 09:21:55
0.100 Cal Check 0.102 09:22:14
Air Blank 0.000 09:22:44
Subject Test 0.061% 09:25:52
ARir Blank 0.000 09:26:23
Air Blank 0.000 09:25:51
Subject Test XXX+ * 09:27:25
Air Blank 0.000 038:27:58

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Fursesnsio sesyas 263327 Anzone Fuzvisel Summer ais gespmen
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Sarial Number: 88-002265

11/1%/2009 0%:-31:49

standard Lot#: 8010021 4)\
[ast Changed By: 3. CIONE #50615

QAS: C. STRAUR #507172

TUCSON 2D ‘

Test gi 210L Time

Air Blank 2.000 09:32:16

tal Chetk 0.100 09:32:35

Air 8lank G.0040 09:33:04

. e

Sthrs Signature

Furmum it reooes 281550 Anmome B E '
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EXHIBET G-2 €5

THIES REPORT PREFARED PURSUANT TO DUTY IMPCSED BY
A.5.C, R13-310-1D4 (&)

ARIZONA DEBARTMENT QF PUSLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL 8000 l{
£ %.u‘\
STANDARD CALISRATION CHECK PROCEDURE w":
QA Specialist [l hgﬁgi# i—fﬁ&gﬁ AGENCY Tucson Police Departmsnt
DATE 1l ?f&f’ TIME 0§l

Zntnxilyzer’ﬂe:ﬂ.al B ﬁ)o 00745 tLocazion zrﬂm s

( ‘/J/ 1. Ensure that gas tank is attached to instrument and contains a
standard alcohol concentration selution 0. /09O A&C,
CR
Sour & standard alcohol concentration solution ac,
into & clean dc-y simulator and assemble the simulator., Ensure
that & tight sez=l has been made. Turn on the simulator and
allow temperature to reach 34°C + 0.2°C

2. Intoxilyzer BDODD display reads “PUSH BUTTOM TC START"

3. Gp to tha “Contrel Testing Menu". Select D™ for dry
control test aqr YWY for wst eceoentrel testc., After
selection is made press ENTER.

5 W

( 4. 2ir blank completed.
( 5. cslibration check completed. Test results 0. th BRC.
| €. 2ir blank completed.
( 7. EBRemcve printed recerd. Attach the record to the completed
checklist.
SIGRATURE / @;
=

DPS Form Exh G-2 (Rewv. 053-01)

Pursuant to section 3821327, Arizona Revised Stanetes, this document iv a certified duplicale of the information contatned in
computer storgpe devices of the Tucson Police Depariment



INTOXILYZER BOOOD

Lpostion: TUCSON POLICE DEPT

Sarial MNumber: A0-002285

11/197200% 09:12:08
standard Lotd#: 6010021

Last Changed By: 5. CIONE #30616

QAS: C. STHAUB #50772

TUCSON PD -

Taest g/210L Tima

Air Slank p.000 o8:12:36
Cal Check Q.10 A9:12:55
24r Blank G000 09:-13:24
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pRra s Signature
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