CERTIFICATION by CUSTODIAN of RECORDS

Tueson Police Department Crime Laboratory
270 S Stone Avenue Tucson, AZ 83701-19]7

I hereby certify that these documents are a true and correct copy of the '{) 1

periodic maintenance* for the Intoxilyzer 8000 Serial Number :
Bo-002245 maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in AL A.C. R13-10-104. A2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date:_0%/28//0 _Call_o0./6/ __AC Cal2__0./0] _AC

Between the dates of __03 /yy /Js and _ 04 /28 [s0

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on P/ R
The instrument was returned to service on N JA

ol 3

Cheryl K. Straub
il //2//0

ADPS QAS Permit # 33408

SUBSCRIBED AND sxyom\ to beforeme this___ /2% day of

&'ﬁ

,20/0) .
*‘ /
A )Ny ?df"ﬁf‘/ﬁ
‘1(_5?-:“ OFFICIAL 3 "“r."‘ .
I\(}tal} Pllbilc I.. —— -‘1 A ?;qi'nj. NA nl..r -z
bt -u, 10
i ’::\' V 1']|F.. A CCUN [H l
*Includes documents specified in A.A.C. R13-10-104.A.5 LU by Comm. Exp M3

Pursuarnt 1o section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.
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EXRIZIT G-4

THIS SEPCET FAEFARED 2UBSUAET TO DUTY IMBDEED B2Y
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A.E.C. BI3-10-1042)
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INTOXILYZER MODEL 8000 - /{D"\ "IP“D
v

STENMDARD QUALITY ASSUBRANCE PROCEDUERE %\
oA SPECIALIET ) - ACGENCY Tucsen Bglice Depariment

DATE aﬂ/;gﬁﬁ TIME 07125
INTOXILYZER SSRIAL & -0D S  LOCATION ’_‘Z'g: Anl 5

{ } 1. Display reads “FUSH BUTTICON TO START™

DEIAGHOSTIC TESTS

v’} 1. Clock time check.

I
{ ,ff 2. Date chack.

GPERBTIONAL TESTS

. Alcohcl-fres subject test result 0. Q00 aC.
Error racognition logic aystem functioning.
Not & Successiully Completsd Tesi Segusnte printed
{ V/T . Propar sample recognition sysienm.

Not a Successfuliy Completed Tasc Segusnce pripted

fff Seficient sample printed.

( } 4. Standarc Cel:ibration Check standazd 0. J&g AT
Result: 3. [/ EC

N\

L)

-

Instrumenst L1s cperating properiy and accurately. ¥YE5 V’F bobe

COMMENTS

SIGHATURE %I k_;%“

_— = _ -~ r - = = -
PS5 Torm Exk 6-4 ([Re =041

Pursuare to section 28-1327. drisons Reviced Stanmes. this docameny i3 ¢ certjfied duplicais o the mformagion costiciesd in
computer storgoe devices of e Tucaon Foliee Deporiment



INTOXILYZER 8000
Location: TUOCSON FOLICE DEPT
Serial Rumber : B80-0022585

04/08/2010 09:27:23
Standard Lot#: 642845

Last Changed By: C. STRAUB #50772
QAS: C. STRAUB #50772
TUCSON ED

Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP,SOAP

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Pericd? Yes

Test g/210L Time

Air Blank 0.000 09:28:12
Diagnostic Test Pass 09:28:39
Bir Blank 0.000 09:29:07
0.100 Cal Check 0.102 09:29:25
Air Blank 0.000 09:29:55
Subject Test 0.000 09:20:14
Alr Blank ART* 09:30:20
Ajr Blank 0.000 09:30:49

*Sequence Aborted

Not a Successfully Completed Test Sequence

M
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Purszant 1o scction 281327, Arizona Revised Statutes, this document is 2 certificd duplicate of the information contained in computer

storaze devioes of the Tumson Police Department.
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number : B0-002265

04/08/2010 09:30:52 4‘;‘1
Standard Lot#: 542845

Last Changed By: C. STRAUB #50772

OAS: C. STRAUB #50772

TUCSON PD

Operator: C. STRAUB #50772

TUCS0ON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 09:-31:28
Air Blank Ipg** 09:-31:37

*BFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursyar 10 section 28-1327. Arizona Revised Smnses. this document is 2 cenificd deplicate of the information contained in computer
gorage devices of the Tueson Police Depanment



INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number : B80-002265

04/08/2010 09:31:42 fﬁ\
Standard Lot#: 642843 l
Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:32:37
Diagnostic Test Pass 09:33:05
Air Blank 0.000 09:33:32
0.100 cal Check 0.101 09:33:57
Air Blank 0.000 09:34:20
Subject Test 0.028* 09:37:29
Air Blank 0.000 05:38:01
Air Blank 0.000 09:38:48
Subject Test XXX** 09:38:53
Air Blank 0.600 09:39:27

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Seguence

Pursuant 1o =ction 28-1327, Arirona Revised Stanutes. this document is a certificd dupiicuie of the mformation conlamed In COMDULET
siompe devicas of the Tucson Police Deparmment.
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INTOXILYZER 85000

Lecation: TUCSON POLICE DEPT

Sarial MWumber: A0-002265

0470872010 09:39:45%

Standard Lot#: 642845 /{B‘{

Last Changed By: (. STRAUR #50772

QAS: C. STRAUB 250772

TUCSCH PO

Test g/210L Tine

Air Blank G.ooo 09:40:12
Cal Check 0.7@1 0%9:40: 31
A:r Blank Q.000 094700

Pursuant 1o section 28-1327. Arizons Revised Statines, thes documen bs a cemiified duplicate of the miormatios contained in computer
storipe devices of the Tucson Police Depanment
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URSUANT TO DUTY IMBCSED EBY
1

2 =
3=-10-204(%)

:" []]

ARIZONR DEPARTMENT OF PUBLIC SATY=ETY

STANDARD QUELITY ASSURANCE FROCEDURES

INTOXILYZER MODEL 8000 /{?‘\ 'bﬁto

STAKDARL CALIBRATION CHuECK PROCZDURE t*

Qi Specislist C,h'.-: : GENCY Tucseon Folice Department

cate 04 Z p&.Z& TIME .

Intoxilyzer Serisl # fp-0020f 5 iocation T FAnT &

1"

nsure thset gas tank is attached to instrument and contains a
tandard alcohel concentration selutien 0, Jfpe 3G,
OR

th

Pour & standsrd alcohol conceEntration s-lution T agd
into = €lean gxy s;m:iataz and assexmble the similsipr. Enspre
that a tight seal has been made. Turn on the sinulator and

i)

llow temperature to reach 34°C + 0.2°
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i l/:.' 2. Intcxilyzar BQQO0 display reads “POSH 20
v

3. E0 to the “Contrecl Testirg Menu™. Select “D" feor dry
1 test or “W" for wet econtrol tTest. Afrer
icn is mace ress ENTEE.

ted

ENK Tomp_.stTted.

l/'ir atipn check completed. Teasc resalts 0. rfﬂﬂ RC.
¢ v) 6. BAir blank compleczed.
v’

-

. Remove printed recox-d. Attach the regoerd to the comtslerss

Purswant to seerson 251327, Arizanz Revesed Siaturer. tir document iy & certiffed dupiecae of the taforsaion comtaired in
rmqmurﬂaqgukuﬂg@ﬂﬁJmﬂr’wwfﬂwwnum
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IRTOXILYZIER 8000
Location: TUCSOH POLICE CEPT
Serial Mumber: B80-0022865

D4/08/2010 09:25:52

Standard Lot#: 642845 \\
Lest Changed By: C. STRAUB #30772

Qas: C. STRAUB #50772

TUCSONR PD

Tost g/ 210L Time

Alir Blank 0.000 09:26:19

Cal Check g-101 09:25:38

Air Biank 0.000 09:-27:08

Cp=ghtos Signature

Pursusnt 1o section 25-1327, Arizons Revised Statutes. this document is & cenified duplicare of the information contalned in computer
swarage devices of the Tucson Police Department



