CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-1917 (\sL\

®

I hereby certify that these documents are a true and correct copy of the \\(1/3
periodic maintenance* for the Intoxilyzer 8000 Serial Number
B0 - 002245 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: UQ@A@ Call p./¢/ AC Cal2 O./00 AC

Between the dates of /o /27 //2 and /_/_/ £ ﬂ /9
7 7 F i i

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on /A
The instrument was returned to service on P4
J -

Cheryl K. Straub
11/22/00

ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN to before me this  _2& . day of
; 20 0

) _ P
W’ LIS 0, )5/ Zs

Notary Public

QFFICIAL SEAL
AM. HERNANDEZ

*Includes d ecified in A.A.C. R13-10-104.A.5
Includes documents specified in A.A.C. R13-10-104.A.5 iy Comm. Exp. Mar. 17, 2012

-~

Pursuant te section 28-1327. Arizona Revised Stanumes, this documen is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



PARED PURSUANT TO DUTY IMPOSED
—- =

R13-10-104

—

STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

8]

Tucson Police

Departmant

/l:33

DATE /1 I/ /Q/[o TIME

INTOXILYZER SERIAL ¥ @O-0022/[,S LOCATION

TE/mS

Display reads “PUSH BUTTON TO START”

1. Alcohel-free subject test result 0.

{ Vf/ 2., Error recognition 1 n
Not a Successfully ple

( V/T/ 3. Proper sample recognition syst

Not a Successfully Completed Test 5

Deficient sample printed.

4, Standard Calibration Check standard 0. {0 O c
Result: 0. JgQ AC

Instrument is operating properly and accurately. YES b”/’NO
COMMENTS

(e
J

SIGNATURE
DPS Form Exh G-4 (Rev. 03-0]

Pursuant to section 28-1327, Arizona Revised Siaurtes, this document is o certified duplicate of the information comained in

computer siorage devices of the Tucson Police Depariment
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INTOXILYZER 8000 43\
Location: TUCSON POLICE DEPT
Serial Number : 80-002265

11/18/2010 11:36:05
Standard Lot#: 642845 -

Last Changed By: C. STRAUB #50772
QAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUR #50772
TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 11:36:54
Diagnostic Test Pass 11:37<21
Air Blank 0.000 11:37:48
0.1700 Cal Check 0.1071 11 :38:07
Air Blank 0.000 11:38:36
Subject Test 0.000 11:39:06
Air Blank ABT* 11:39:13
Air Blank 0.000 11:39:41

*Sequence Aborted

" Not a Successfully Completed Test Sequence
ursuams 1o szonon 28-1327. Anzone Revised Stanie:, tis document s 2 certified auplicere of toe micrmanon con
Storags cevices0ftne Tucson Polics Dizpzrunen:

ner T ¥
=0 In compuier



INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number : 80-002265

11/18/2010 11:39:45
Standard Lot#: 642845

Last Changed By: C. STRAUB #50772
QAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP,SQAP

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 11:40:14
Air Blank IPS** 11:40:21

*RFI Detect
**Improper Sample

a Successfully

B : ot
SUrsuamnrt 10 sesuon ﬂ-'_.u. /, Arzonz Kevised Stamrss, thisfoc

siorags devices of the Tucson Police Depzrmen:

Completed Test Sequence
UMSTL is & CeTuned auphcars of he IMIOMNETON contaned m oompuLer

31%
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT /5(1
Serial Number : 80-002265 l
11/18/2010 11:40:27

Standard Lot#: 642845 °

Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

TUCSON PD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 11:41:18
Diagnostic Test Pass 11:41:45
Air Blank 0.000 11:42:12
0.100 Cal Check 0.102 11:42234
Air Blank 0.000 11743201
Subject Test 0.068%* 11:46:09
Air Blank 0.000 11:46:41
Air Blank 0.000 11:47:08
Subject Test XXX** 11:47:32
Air Blank 0.000 11:48:06

*Deficient Sample
**Invalid Sample
Begin new deprivation period

1 X Not a Successfully Completed Test Sequence
UIsuZnT 1o seonon 28- 1327, Anzone Revised Stamues, tis document 1s a cerdfied auphicars of toe miormanon contamed m comuzes
SIcrags asvicesof the Tueson Poules Depzmmern:
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number: 80-002265
11/18/2010 11:48:25 /‘sb\

Standard Lot#: 642845
Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

TUCSON PD

Test g/210L Time

Air Blank 0.000 11:48:53
Cal Check 0.100 11:49:11
Air Blank 0.000 11:49:41

Fursuans to ssenon 28-1327. Anzone Revised Stanmes, mis documsnt 1s 2 cermfied dunbeats of toe miormanon contaimed m opmmiier
Storags devices0f the Tucson Polics Deparunent
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Pursuent 1o s2coon 28-1

INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number: 80-002265 5\\
11/18/2010 11:33:09

Standard Lot#: 642845
Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

TUCSON PD

Test g/210L Time

Air Blank 0.000 11:33:37
Cal Check 0.101 11:33:55
Air Blank 0.000 11:34:25

Oy Fe

-~

AL [, Anzona

Oper at’or Y l'gignatture

Revised Srarures, mis documment is a certified qupiicars of the miormenon contamed In compure:

Storags cevices0f the Tueson Polics Depammen:



