CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Deparmment Crime Laboratory

270 S. Stone Avenue Tucson, AZ 85701-1917

I nereby certify that these documents are a true and correct copy of the /‘6\\ oV
periodic maintenance* for the Intoxilyzer 8000 Serial Number A

HBo-0022465 maintained by the Tucson Police Department (v
Crime Laboratory pursuant to the requirements of the Arizona Department
T Public Safety for 2 quality assurance program.

A guality assurance spe

ecialist (QAS) tested the ips*n..mmt on the following:
dates. The acceptable

curacy himits, as defined in A.A.C. R13-10-104.A.2
for 2 0.100AC solution are 0.090AC t0 0.110AC.

ol ey

Dats: /A //4 //u Call _@0./00  AC Cal2

0. foO AC
Berween the dates of // // g //0 and /A& / / 4’/ /o

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on e / A
The mstrument was raturnead to service

e on V2 e

,/éf s

Chervyl K. Straub

Zyry/

ADPS QAS Permit £ 33408

SUBSCRIBED AN SWORN, to before me this

OFFICIAL SEAL
KIM MESSINGER
NOTARY PUBLIC-ARIZONA

&/ PIMA COUNTY
” My Comm. Exp. Sept. 19, 2014

Notary Public

Inciudes documents specified in A.A.C. R13-1C-104.A.3

Pursuant 1o section 28-1327. Arizona Revised Stamuess, this documenr is 2 certified duplicate of the
miormantion conained in computer storage devices of the Tucson Police Deparmmen:
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STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL 8000 /<D\'\ ’U’\O

STANDARD QUALITY ASSUR
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oz sezczarzsr Charyl Dtpsus AGENCY Tucson Police Department
/

TR I.Q//é//a TIME 0%./0
INTOXILYZER SERIAL % 60’0095%5 LOCATION (EAm 5§

isplay reads ®“PUSH BUTTON TO START”

) 1. Alcoh result 0. @0 AC.
+7 2. Error stem functioning.
Not a ed Test Seguence printed
o3 Eroper sampl eco system.
Not a Successfully Completed Test Seguence printed
Deficient sample printed.
w7 4. s-andaré Calibration Check standard 0. /00 AC
Result: 0. /Jf20 LT

Instrument is operating properly and accurately. YES / NC

COMMENTS
SIGNATURE

o

-01)

DPS Form Exh G-4 (Rev. 0

Bursuart 1o section 28-1327, Arizona Revised Starutes, this document is a certified duplicare of the imformation comtained in
compuier siorage devices of the Tucson Folice Department



INTOXILYZER 8000

Location: TUCSON POLICE DEPT
Serial Number : 80-002265

12/16/2010

09211 =45 (b\,\

=

Standard Lot#: 642845
Last Changed By: C. STRAUB #50772
QAS: C. STRAUB #50772
TUCSON PD
Operator: C. STRAUB #50772
TUCSON PD
Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111
15 Minute Deprivation Period? Yes
Test g/210L Time
Air Blank 0.000 09:12:33
Diagnostic Test Pass 0% : 1301
Air Blank 0.000 09 : 13228
0.100 Cal Check 0.101 09:13:47
Air Blank 0.000 09:14:16
Subject Test 0.000 09:15:39
Air Blank ABT* 09:15:46
Air Blank 0.000 09:16:14
*Sequence Aborted

s o ool R A BMGESS SN Ly, Completed Test Sequence . e

SE‘S'ZEE" gevicesof the Tucson Polics Deparmmen:

,73(:;



INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number : 80-002265 /6\
12/16/2010 09:16:18

Standard Lot#: 642845

Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

TUCSON PD

Operator: C. STRAUR #50772

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 09:16:56
Air Blank IPS** 09:17:04

*RFI Detect
**Tmproper Sample

Pursuant o s::nc%—t‘.-. 1§G g&gv%.% §TE£IL1!.; %.. D.D"“.‘l]:l'l'mp ce-ru-;%g aupl " te 0I m..sm? L on CGTE&B“G 1N COmDUIET
StorTage cdevices.of the Tucson Poiles Deparument



f’jz

INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number : 80-002265 /ﬁ)\\
12/16/2010 09217211 \
Standard Lot#: 642845

Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

TUCSON PD

Operator: C. STRAUR #50772

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:17:58
Diagnostic Test Pass 09:18:26
Air Blank 0.000 09:18:53
0.100 Cal Check 0.101 09219:12
Air Blank 0.000 09:19:42
Subject Test 0.176%* 09:22:50
Air Blank 0.000 09:23:24
Air Blank 0.000 09:23:51
Subject Test XXX** 09:24:06
Air Blank 0.000 09:24:40

*Deficient Sample
**Invalid Sample
Begin new deprivation period

~ ful
S e semo W@ Bo B SUCCessfully Completed Test Sequence =

Slorags devicss-of the Tucson Police Deparmmen:



55;

INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number: 80-002265

12/16/2010 09:25:14 /p(“

Standard Lot#: 642845
Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

TUCSON PD

Test g/??OL Time

Air Blank 0.000 09:25:41
Cal Check 0.100 09:26:00
Air Blank 0.000 09:26:30

%

Ope:&tor 's Signature

Fursuant 1o secnon 28-1327, Anzone Kevised Stemire:, mis documsn:1s 2 certied auphears of tne miommanon contamed 10 opmpuist
SisTages asvices-of the Tucson Police Dieparoment
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INTOXILYZER 8000
TUCSON POLICE DEPT
80-002265

Location:

Serial Number:
12/16/2010

Standard Lot#:

642845

Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

TUCSON PD

Air Blank
Cal Check
Air Blank

09:10:47
09:11:06
09:11:35

Opera{or's Signature

Pursuant to secnon 28-1327, Anzone Revised Starures, fhis document is 2 certified auphicaie of tne mformation contamed In compurer

sioTage devicesof the Tucson Police Deparmmen:



