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CERTIFICATION by CUSTODIAN of RECORDS B 09

Tucson Police Department Crime Laboratory

I hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 8000 Serial Number

£0-002345 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: #27.2009 Call D.[0Z AC Cal2 0.1/ AC

Between the datesof  (¢°26- 2009 and  #-2+2009

the instrument was operating properly and accurately.

The instrument was taken out of service for repa'u- on
The instrument was returned to service on

C}fw@vﬁ&r

Teny S. Gallegos
1-28- 200 9

ADPS QAS Permit # 33169

SUBSCRIBED AND SWORN to before me this__ZA& , day of
- 0_. .20 09 .

L= . OFFICIAL SEAL

A A.M. HERNANDEZ
NOTARY PUBLIC-ARIZONA
PIMA COUNTY |

My Comm. Exp, Mar. 17, 2012 |

Notary Public

*Includes documents specified in AAC. R13-10-104.A5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.
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ARIZONA DEPARTHMENT OF PUBLIC SAFETY

STARDASD QUALITY ASSURAHCE EBROCEIDURES

INTOXILYZER MODEL 2040

STANDARD QUALITY ASSURARCE PROCEDURE

QOF SPECIALIET

ﬂﬁ, GENCY Tucsor Police

Ug#ﬁ ~
0

(e

Department

DATE

£-23-200

1128

INTOXILYZER SERIAL & Hfl-’fmgﬁff5 LOCATION

0 DM

(o &

Display reads “PUSH BUTTON TO START"

DIAGNOSTIC TESTS

[ j/.'-. Clock time check.

[ 2. Date chack.

OPERATIONAL
(] a

(v 2.
( T 3.

TESTS

Rleohol-free subiect test resul: 0. 00O

Error recogniticn legic system functioning.
Mot a Successfully Completed Test
Proper sample recognition system.

Mot a Successfully Completed Test Seguence printed o«

beficient sample printed.

aC.
e

Sequence printed

{ 1 4. Standard Calibration Check standard 0. [00 AC
Resuli: D. H“ AC

Instrument is operating properly and accurately. YES /H-

COMMENTS

SIGNATURE dw*\/ ﬁ d/éé]/-

DPS Form Bxh &-4 (Rew. 0301

Fursuanr 1o secivan 28- 15327, Arizera Revised Statues, this document is-a ceriffied duplicare of the information cortained in

compurer storage dmvices of the Tusson Police Department.



Serial NHumber : 80-002345 ]
07/27/2009 11:30:14 151

Standard Lot#: B260011
Last Changed By: C. CONLEY #34517

INTOXILYZER 8000
Location: ARIZONA st, /‘r

QAS: T. GALLEGOS £28847
TUCSON PD CRIME LAB

Operator: T. GALLEGOS £28847
TUCSON FD CRIME LAB

Subject: TEST,SQAP
DoB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test ag/210L Time

Air Blank 0.000 11231:13
Diagnostic Test  Pass 11:31:40
Air Blank 0.000 11:32:08
0.100 Cal Check 0.100 11232527
Air Blank 0.000 11:32:56
Subject Test 0.000 11:35:04
Air Blank 0.000 11:35:31
Five Minute Wait ABT+

Air Blank 0.000 11:36:115

*Sequence Aborted

Not a Successfully Completed Test Sequence

= I i AR T E= - %
- ursuant o s=cuun 28-1327, Anzons Fevises Sumsec mas gocursom s 1 eemiiied duslizars of te

SumtEbe deovizes of the Tusegr Boline T e * ICIDTTOENOT Sommsnes o
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INTOXILYZER 8000 W
Location: ARIZONA

Serial Number : 80-002345 5 o(;,,{’
07/27/2009 11:36:24 b,
Standard Lot#: 8260011 ’\5"[
Last Changed By: C. CONLEY §34517

QAS: T. GALLEGOS 428847

TUCSON PD CRIME LAB

Operator: T. GALLEGOS §28847
TUCSON PD CRIME LAB

Subject: TEST,SQAP
poB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 11:37:16
Diagnostic Test = Pass 11:37:44
Air Blank RFI* 11237251
Air Blank IPSk* 11:37:59

*RFI Detect
**Tmproper Sample

Not a Successfully Completed Test Sequence

Fursyant 1o geovon 251307, Anzons Revised Stavstss this tocumen s T .
LIRS - - FUMST L5 1 soymhied dymlizare of tos dormones snnpmnes - -
ELOTEE: Soyic=s of tne Tucson Polios Drepeme J SanmmnsC T commns



INTOXILYZER BO0O
Location: ARIZONA

Serial Number : B0-002345
07/27/7/2009

11:3B:46

Standard Lot#: 8260011
Last Changed By: C. CONLEY

#34517

QAS: T. GALLEGOS
TUCS0ON PD CRIME LAB

£28847

Operator: T. GALLEGOS
TUCSON PD CRIME LAB

#28847

Subject: TEST,SQAP
DoB: 11/11/1111
Sex: F Weight:

111

15 Minute Deprivation Period? Yes

e _ e .
<ursuant e secuon 161327 Arizone Fevised Stamors mic doeumes
FiCTEze gevicss of i Tusstn Folice Dreommee:

Test g/210L Time

Air Blank 0.000 11:39:37
Diagnostic Test Pass 11:40:05
Air Blank 0.000 11:40:32
0.100 Cal Check 0.101 11:40:51
Air Blank 0.000 11:41:20
Subject Test 0.151% 11:44:29
Alr Blank 0.000 11:45:00
Air Blank 0.000 11:45:28
Subject Test KXY+ 11:45:53
Air Blank 0.000 11:46:26

*Deficient Sample
**Invalid Sample

Begin new deprivation period

5T
1

Not a Successfully Completed Test Sequence

i3 ¢ semifise atmiisEs of e Moy SOMmEINT: o sompmer



INTOXILYZER 8000 w
Location: ARTZIONA

Serial Number: B0-002345

07/27/2009 11147229 D(; ’1,
Standard Lot#: B26001I J

Last Changed By: C. CONLEY $34517 ,p(,]

e o o T e e B o e o S

QAS: T. GALLEGOS #28847
TUCSOR PD CRIME LAB

Test g/ 210L Time

alr Blank 0.000 11:£7:57
Cal Check 0.101 11:48:15
Bir Blank a.000 11:48:45

(

Operator ulgnntur

UTRUART 0 ":"1,-_: 2R-132T b+
5 Tlie zong Be=viperd Sammes ons SOOI 1S sereiied dn e i
Furm T . ATz 5 & serfiied dym o e o e
Eovags Sovicss of 1he Toosen Pobes Tmemem— e IRmEIIGT dommesel O e



EXEIBRIT G-:

THIS REPORT DPREPARED PURSUANT TC DUTY IMPOSED BY
A.A.C. R13-10-104(A) \))\

A

; po
ARTZONA DEPARTMENT OF SUBLIC SAFETY A
STANDARD QUALITY ASSURANCE PROCEDURES .
INTOXILYZER MODEL B000 Q,J(
bo
STAKDARD CALIBRATION CEECK PROCEDURS 1"')|1

QA Specialist f!uf.Jfr"H (lﬂ/(@ias 289Y] ncEncy Tucson Police Department

DATE

£-23- Z{JO‘L TIME 128

Intaexilyzer Serial &11&235325 Location ObM

h{# i

| Efr 2

{ “3 3.
¢ &7 4,
( LT s,
{ &7  &.

CeT

-4

SIGNATURE

Ensure that gas tank is attached to instrument and contains a
standard alcohol concentratiom solution 0. |00 ac.

OR
Pour & standard alcohel concentration solution AT,
intoe a clean dry sim:lator and assemble the simulator. Easure
that & tight seal has been made. Turnm on the simulator and
zllow tempsrature to reack 34°C % D.2°C

Intexilyzer BOO0 display reads "PUSH BUITON TO START™

&6 to the “Control Testing Menon™. 5ele *p" for dry
control test or “W° for wet contzeoel test. Aftsr
selection 15 made press ENTER.

Air blank completed.
Calibration check completed. Test rasults 0. “2; AZ.
Bir plank completed.

Remove printed record. Attach the record to the completed
checklisr.

DPS Form Exh G-2 (Rev. 05-01)

Fursuant to section 28-1327, Arizong Revised Statutes, this document {s a certified duplicate of the information comtained in
computer siorage devices of the Tucson Police Depariment



INTOXILYZER 8000 w
Location: ARIZONA
Serial Number: 80-002345

07/27/2009 11:28:22 *ng(

Standard Lot#: B26001I
Last Changed By: C. CONLEY #34517 01

QAS: T. GALLEGOS #28847
TUCSON PD CRIME LAB

Test g/210L Time

Air Blank 0.000 11:28:50
Cal Check 0.102 11:29:09
Air Blank 0.000 11:2%9:38

A (ol

Dperatw\‘_g/éignﬁtury

':,. - - —
~sumT s gesgon 281527, Arrone Fovised Stomerss S doooimemos

; i e T enifed Aupbicre of = imivometicr v = —e
FIDrRpT Sovises oF e Tooson Folise Depuremee: ks ke s



