CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

270 & Stone Avenue Tucson. AZ 8570]1-1917 \J\ 00\
I hereby certify that these documents are a true and correct copy of the tbﬁ"
periodic maintenance* for the Intoxilyzer 8000 Serial Number \

R0~ 002345 maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a qualitv assurance program.

A guality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy iimits. as defined m A.A.C. R13-10-104.A 2
for 2 0.100AC solution are 0.090AC to0 0.110AC.

Date::ﬁ(&‘ﬂrfﬁ Call 0.108 AC Cal20/00 AC

Between the dates of i'_/;?”;‘ r/ﬂ“! and 'fi/.?‘f/{?‘?
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on _~
The instrument was returned to service on _—

Sarah L. Cione
J r/&qi/o g

ADPS QAS Permit # 33335

SUBSCRIBED AND SWQRN tq before me this o2 9% _ dav of
2043 .

AL N pps i m{.{’ _

S = OFFICIAL SEAL
R\ A M. HERNANDEZ

Notarv Public et ANDE
) &1 n ¥ &l NOTARY PUBLIC-ABTIONA

*Includes doc specified 1 A.C.R13-10-104.A3 :qui Pi84A COUNTY
nciudes documents ified in A.A.C. R13-10-104.A 3 L0~ Wy Gomen, Bre. Mar. 17, 2012

Pursusmt to section 28-1327. Arizona Revised Sweases, this dosument is a cenified duplicate of ti
information conzamed in compuler siorase devicss of the Tucson Police Depanment



EXEIBIT G-4 } Uﬁ 7

ScC
THIS REPGCRT PEEPARED PURSUANT T0 DUTY IMBOSED BY
A.A.C. R1Z-10-104{R)

AEIZONA DEPARTMENT OF EBUBLIC SAFETY

STANDARD QUALITY ASSURRNCE PROCEDURES ﬂ%}& If\
INTOXILYZER MDDELIEGDG ﬁﬁb

STANDARD QUALITY ASSURRNCEIPROCEDURE

Ok SPECIALIST fﬂﬁfﬁ#][hﬂﬂﬂ, AGENCY Tucson Police Department
DATE “r/;‘Hr/ﬁﬁ' TIME |5 30
INTOXILYZER SERIRL 4 §0-0033Y5 LOCATION Ifam % -OD/M

{ +') 1, Display reads “PUSH BUTTON TO START"
DIAGNOSTIC TESTS
¢“/'1 1. clock ti heck
] L oC.K 1me Chesk.
{ ‘/1

2. Cate check.

CPERATICNAL TESTS

(v ) 1, Alceohol-free subject test result {0, 000 BC.
{ /| 2. Error recognition logic system functioning.
Hot a Successfully Completed Test Seguence printed
{ v/ )} 3. Proper sample recognition systes.
Hot a Successfully Completed Test Sequence printed
Ceficient sample printed.
{ V/? 4. Standard Calibration Check standard 0. [OD AC

Result: 0. OO AC

’

Instrument 1s operating properly and asccurately. YES ]

COMMENTS

SIGNATURE ?mgl}? (].x{.?n{

DES Form Exh G-4 (Rew. 05=-01)

FPursuant 1o section 28- {327, Arizona Revised Statutes, s document s a certified duplicare of the inforeation coratned in
campuier storage devices of the Tucson Police Department,



INTOXILYZER 8000
Leocation: ARIZONA

Serial Number : 80-002345 \\
09/24/2009 15:31:41
Standard Lot#: 8260011

Last Changed By: C. CONLEY $#34517
QAS: S. CIOKE #50616
TUCSON PD

Cperator: S. CIONE #50616
TUCSON PD

Subject: SQAP,TEST

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 15:32:24
Diagnostic Test Pass 15:32:51
Air Blank 0.000 15:33:18
0.100 Cal Check 0.101 15:33:37
Air Blank 0.000 15:34:07
Subject Test 0.000 15:34:22
Air Blank 0.000 15:34:49
Five Minute Wait ABT*

Air Blank 0.000 15:35:24

*Sequence Aborted

Not a Successfully Completed Test Sequence

PUTELETT 19 oo 20-

122

7. Anzona Paavised Smnnes wnis Socument i5 p semtine
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INTOXILYZER 8000
Location: ARIZONA

Serial Number : 80-002345

09/24/2009 15:35:30 h\
Standard Lot#: 8260011

Last Changed By: C. CONLEY #34517

QAS: S. CIONE 450616

TUCSCON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight; 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 15:35:58
Air Blank IpS*w 15:36:06

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Fursuans 1 ssstian 261320 Azizone Fiovizer Sizmes L i)
i =i AT = 185 ik QOINMIM LY 8 setifieg & liszts of = mEGh o by
forag: covizes of the Tuzson Polics Dopmmmes s R SR e =



Aot T
INTOXILYZER 8000

Location: ARIZONA
Serial Number : B0-002345

09/24/2009 15:36:19 /p\\

Standard Lot#: 8260011

Last Changed By: C. CONLEY §34517
QAS: 5. CIONE #50616
TUCSON PD
Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test q/210L Time

Air Blank 0.000 15:37:03
Diagnostic Test Pass 15:37:30
Air Blank 0.000 15:37:57
0.100 Cal Check 0.101 15:38:16
Air Blank 0.000 15:38:46
Subject Test 0.129= 15:41:54
Air Blank 0.000 15:42:26
Air Blank 0.000 15:42:54
Subject Test .66 15:43:14
Air Blank 0.000 15:43:47

*Deficient Sample
**Tnvalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

o smas - ;= :
SUIRURE e setnor 16-1327, Anizone Rievised Sammet qus docisoem iK & sertified gupiiase gf e i - Sire
SIoTRge doviz=s of the Tucstn Foliss Dopmen—s s HOMNEN0T SmEres 3 S



IRTOXILYZER B000
Location: ARIZONA
Serial Number: 80-002345

09/2472009 15:44:02
Standard Lot#: 8260011

Last Changed By: C. COMLEY #34517

QAS: 5. CIDNE #50616

TUCSON PD

Test g/210L Time

air Blank 0.000 15:44:30
Cal Check 0.100 15:44:48
nir Blank o.000 15:45:18

"{ﬁdaé_ﬁ;bftf

_~ Operator's Signature

Purseenr to g=sgon 281307, Avizons Fevised Sommer s
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EXHIBIT G-2 é’ o; ’75(:

THIS BEEPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.R.C. R13-10-104(A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY /bb\

0¥

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL B000

STANDARD CALIBRATION CHECK PROCEDURE

oa speciatist Sarah Lot AGENCY Tucson Police Department
DATE QI/RH‘IQ‘} TIME |5 20
Intoxilyzer Serizl 4 g@-wﬂr—i"l5 Location Zﬁﬂm 3- 0{);‘4_

(v )

==

/
/
o

— ey g

(

“ | e

Ensure that gas tank is attached to instrument and contains a
standard alcohol concentration sclution 0. mQ AC.

OR
Pour = standard alcochol ceoncentration solution AC,
into a clean dry simulator and assemble the simulator. Ensure
that a tight seal has been made. Turn on the simulator and

allow temperature to reach 34°C + 0.2°%
Intoxilyzer 8000 display reads "PUSH BUTTON TO START"

Go to the "Control Testing Menu”. Select “D" for dry
control test or “W" for wet control test. After
selection is made press ENTER.

Air blank completed.
Calibration check cempleted. Test results 0. 102 ac.
Air blank completed.

Remcve printed record. Attach the record to the completed
checklist.

SIGNATURE ':?’MD}? pft}xu’

DPS Form Exh G-2 (Rew. 05-01)

Purswant to section 281327, Arizona Revised Stawites, this document iy o certified auplicate of the information contained in
campuizer storage devices of the Tucson Police Depariment,



Prreees w0 s=muan 201227

INTOXILYZER BODO

Location: ARIZONA

Serial Number: 80-002345

09/24/2009 15:30:12
Standard Lotf: 8260011

Last Changed By: C. CONLEY 234517

QAS: 5. CIONE #50616

TUCSON PD

Tast af210L Time

Air Blank 0.000 15:30:39
Cal Check 0.102 15:30:58
air Blank 0.000 15:31:27

'?Q{AB.;? C!ﬂnf

Dper:tnr s Signature
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