CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Departiment Crime Laboratory
2705, Stone Avenue Tucson, AL 83701-1917

; 2 A 0
I hereby certify that these documents are a true and correct copy of the /\j"\ 1{};\

periodic maintenance® for the Intoxilyzer 8000 Serial Number \Ul.'
80 -00 21345 maintained by the Tucson Police Department \'

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104. A2,
for a 0.100AC solution are 0.090AC to 0,110AC,

Date: mr/;s/m Call D./02 AC Cal2 p./s0 AC

Between the dates of .fﬂ//?/oﬁ? and o1 /78 /70
. i L 2 ¥ Cd

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on A4

The mstrument was returned to service on Aa

ﬁéz K=

Chery! K. Straub
é r/ / 3/ /0

ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN to before me this___/ 2¥5 dayof
( Wnug sy~ .20 /D

Kt fhsnindeg
i

Notary Public

*Includes documents specified in A A.C. R153-10-104.A.5

Purguant to section 28-1327, Arirona Revised Stanmes, this document 15 a cerrified duplicate of the
information contamned in computer storage devices of the Tucson Police Department.



ARIZONA DEPARTMENT §F PUBLTIC SATETY
STAWDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASZURANCE PROCEDUR

Ll

/{a\’\\@m\“
\

.

Departmens

QB BPECIALIST ahEM S'&HULE) AGENCY Tucson Folicsa
[

DETE W/f.i’v'f/ja TIME o F 00

INTOXILYZER SERIAL # 80-0023%S  tiocarion TZAAm 777

b

1. Display reads “PUSH BUTTON TO &STasT”

DIAGHNOSTIC TESTE

OPERATIONAL TESTS

i ‘/’;, 1. Rlechel-free sunject test result ©. o0@ BZ.
! } 2. Brror recegnition logic system fTunctloning.
Kot & Successiully Completed Test Seguence printed
! b’? 3. Prover sample racognition system.
ot & SUccessTully Complered Test Seguence printed
Defigient sample printed.
[ fo 4. Standard Calibration Check standard D.wfy?o A0

Eesult: 0. gﬁa AC

SIGRATORE ,16 [ E%,.—
~

Pursuant to secion 28-1327, dvizonn Revised Statuces, this document i o cortified duplicars of the ujormiation comained in

computer sioraoe devices of the Tucson Folice Depariment



INTOXILYZER B000
Location: ARIZONA

Serial Number : 80-002345
01/13/2010

ol
07:02:02

Standard Lot#: 642845

Last Changed By: C. STRAUB §50772
QAS: C. STRAUB §50772
TUCSON PD

Operator: C. STRAUB $¥50772
TUCSON PD

Subject: SOQAP,SQAP

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 07:02:59
Diagnostic Test  Pass 07:03:26
Air Blank 0.000 07:03:54
0.100 Cal Check 0.102 07:04:12
Air Blank 0.000 07:04:42
Subject Test 0.000 07:05:08
Air Blank ABT* 07:05:14
Air Blank 0.000 07:05:43

#Sequence Aborted

Not a Successfully Completed

Test Sequence

Pursuunt to section 28-1327, Arizona Revised Statotes; this document is o ¢ertified duplicate of the information contained in computer

storage deviees of the Tucson Police Depantmient.
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INTOXILYZER B0DO
Location: ARIZOHA

Serial Number : 80-002345 \
01/13/2010 07:05:50

Standard Lot#: 642845

Last Changed By: C. STRAUB §50772

QAS: C. STRAUB T #50772

TUCSON PD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

I5 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 07:06:29
Air Blank IpS++ 07:06:36

*RF1 Detect
+*Improper Sample

Not a Successfully Completed Test Sequence

Pursunnt 1o section 28-1327, Arfzans Revised Statutes, this dacument i 2 certified duplicace of the information contained in camputel
stornge devices of the Tueson Police Department,



INTOXILYZER 2000
Location: ARIZONA
Serial Number : B80-002345

01/13/2010 07:06:45
Standard Lot#: 642845

Last Changed By: C. STRAUB #50772
PQAS: C. STRAUB #50772
TUCE0ON PD

Operateor: C. STRAUB #50772

TUCS0ON PD

Subject: SQAP,SOAP
52 1.0 RS o W sl s B T U
Sex: F Weight:

111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 07:07:40
Diagnostic Test Pass 07:08:08
Air Blank a.o000 B7:08:35
0.100 Cal Check 0.102 07:08:54
Air Blank 0.000 @7 :09:23
Subject Test Bel2]l* 07:12:32
Air Blank 0.000 07:13:05
Air Blank 0.000 07113232
Subject Test N+ B7:14:04
Air Blank 0.000 7:14:38

*Deficient Bample
#*#Invalid Sample

Begin new deprivation period

i

Not a Successfully Completed Test Sequence

15

Pursuant 1o section 28-1327, Anzona Revized Statures, this document 152 certified duplieate of the information contained i corpee)

storage devices of the Tueson Police Department,



INTOXILYZER E004
Location: ARIZONA
Serial Number: B0-002345

GLAL3f 2010 07:14:56
Standard Lot#: 642845

Last Changed By: C. STRAUB #50772

GAaS: C. STRAUR #50772

TUCEON PD

Test g/f210L Timea

Air Blank G000 0715323
CZal Check $.100 0F=15:42
Rir Dlank [.00n 07elbi2

—_
Gperatg&"s Signature

. oo 3 g S5 . i
Pursuant wo seetion 28-1327, Arnzona Revised Statutes, this document i a centified dupiicate of the informarion contamed in compurer
slorage devyces of Lhe Turson Pohice Deparmment
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ORSUANRT TC BUTY IMTOSED BY

3-10-104 (&)

ARIZONA DEPBRTMENT OF PUBLIC BAFETY

STAKDARD QUALITY ASSURANCE FRCCEDURES
INTOXILYZER MODEL 8000 h\

STANDARD CALISRATION CHECZ PROCSDURE \['c
-

QR Spacialisz (,bgggé .S??’ﬁﬁbtﬁ AGENCY Tucson Police Department

DATE __ 21 ‘/}3 /10 Tz 2790

Intoxilyzer Serial # fB0 vol345 Locatien M

Ensure that ges cank is attached io instrument and contains 2
standard aizghol concentration solutien O, Jf20 AL,

OR
Four a standard alcohel concentr-stion solution J"“Eﬁ' AT,
into s clean dry simulatcr and assemble the simulator. Ensure
tiat a Tight seai has beser made. Turn on the simuiator and
ailow temperature to reach 34°C = 0.2°C

Z. Imntoxilyzer BODO displsy reads “PUSH BTTTON TC START"
3. Go te the “Control Testing Menu"., Select “D" for dry

contrel tTest or “W' for wet contrpl test., After
selaction 1s made press ENTEER.

blank completad.

Czlibrarion check complieted. Test results C. fhﬁ- AT

w
.

€. Rir blank completTed.

TN

. Hemove printed recorc. Attach the record to the completed
chacklist.

DPS Form Exh G-2 (Rewv. 03-01L)

Pursuant o section 281327, drizona Revived Swatites. this document iy a cvriified duplicars of the informarion comiaumed in
computer storage devices of the Tuesor Police Deparimen:



INTOXILYZFR 8000
Location: ARIZIONA
Serial Rumbsr: B0-002345
01/713/2019

- _ - -—

Standard Lot#: 642845

Last Changed By: C. STRAUB §50772

- - Bt T N S ————

OAS: C. STRAUB #50772

= TUCSON BD
Test g/210L
Alr Blank 0,000
Cal Check 0.102
Adr Blank a.000

Oy Gt

Bperatar'fgiqﬁfture

2
7?;'5*

Pursuant 1o section 28-1327, Arzona Revised Stateres, this document is o certified duplicies of the information contained in compute

stornge devices of the Tucson Palice Depnrment.



