CERTIFICATION by CUSTODIAN of RECORDS
V Tucson Police Department Crime Laboratory
270 8. Stone Avenue Tucson, AZ 85701-1917

[ hereby certify that these documents are a true and correct copy of the 'ﬁl\ ,l:'bb"

periodic maintenance* for the Intoxilyzer 8000 Serial Number

8o ~0023¢5 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Depariment
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date:_0%/08//0 Call__0.-/0& AC Cal2_0./o2 _ AC

Between the datesof 2 3_/;"! /ﬁ? and 0‘:’/99/},@
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on VD ia
The instrument was returned to service on N4

Oyt S
/Chenfl K. Straub
09/12/s0

ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN to before me this___/ Z% dayof
h, Wl ,20/0) .

- 7’2/"1'(}( //f)"uﬁ ey ;c‘!f\

——

4_ Mo, OFTiGIAL SEAL
: 1. HERNANDEZ
Notary Public Gy, A-M, HERNANDEZ
] _*_-'___._,__ .' {GTARY FUSLIC-ARIZOR

=>4y PIMA COUNT

*Includes documents specified in A.A.C. R13-10-104A5 ! “F My Comm. Eep. Mar. 17. 2012
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Pursuant to section 28-1327. Arizona Revised Statutes, this document is & certified duplicate of the
information contained in computer storage devices of the Tucson Police Depaniment.
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EXHIBIT -4 25

TEIS REP0ORT PREP
™

STANDARD QUALITY ASSURANCE FROCEDURES
INTOXILYZER MODEIL §00Q0 /@t\

STANDARD QUALITY ASSURAN

QA SPECTIALIST ahim.{.f, S'f‘ﬂ-f’MB AGENCY Tucson Police Department
DREE ﬂ""["f;/fﬂ TIME _ p4 S0
INTCXTZYZER SERTAL ¢ B0 -0043YS  wocarion TEAm 3

(v5 1. Display reads "PUSH BUTTON TO START"
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DIAGHNOSTIC TESTS

. Clock time check.

1
2. 55;- check.

{) 1. Rlcohol-free subject test result 0._@00 AC.
Z. Erzor recogniiion logic system functioning.
Moz & Successiully Complet=d Test Seguence printed
v 3. Proper sample recognition system.
Mot & Successfully Completed Test Ssguence printed
/ Dedicient sampls princed.
)} 4. Sg sr.ca_:. Celinration Check standarg D ,u_'ﬁf-] o
Result: 0. JfoA AT

Instrment i5 operating properly and accurstely. YES / RO

BSE Tare Twh Sal B Az N
DS TOrE SXN =% ey, Ydo—Ul)

Furadani to section 255327, Arizena Revised Statuter. thiv decument & @ cortified Suplicgie of the iigformaion conwained in
computer storage devices of the Tuczon Police Deparmesent



INTOXILYZER 8000
Location: ARIZOHA
Serial Number : B0-0022345

04/08/2010 06:52:28 /@\
Standard Lot#: 642845

Last Changed By: C. STRAUB #$50772

QAS: C. STRAUB £50772
TUCSON PD

Operator: C. STRAUB 850772

TPD

Subject: SQAP,S0AP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 06:53:53
Diagnostic Test Pass 06:54:20
Air Blank 0.000 06:54:48
0.100 Cal Check 0.102 06:55:06
Air Blank 0.000 06:55:36
Subject Test 0.000 06:55:56
Air Blank ABT* 06:56:03
Air Blank 0.000 06:56:31

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursiiant to section 28-1327, Arizona Revised Swurutes, this document is & cenificd duplicme of the nformation contamed in compunes
storage devices of the Tucson Polee Deparmen: '



INTOXILYZER 8000
Location: ARIZONA

Serial Number : 80-002345 }éll
04/08/2010 06:58:11

Standard Lot#: 642845

Last Changed By: C. STRAUB 50772

QAS: C. STRAUB 450772
TUCSOR PD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP,SQAP
poB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 06:58:48
Air Blank IPS*+ 06:58:56

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursiiant 1o séction 28-1327. Arizons Revised Stannes, this document is & cenified duplicate of the information contamed in compuier
morape devices of the Tucson Police Deparumen:



&9 F
‘;165'

INTOXILYZER 8000
Location: ARIZONA

Serial Number : B0-002345 \
04/08/2010 06:59:39 tf'
Standard Loté: 642845

Last Changed By: C. STRAUB #50772

QAS: C. STRAUB $50772
TUCSON PD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP,SQAP
bOoB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 07:00:36
Diagnostic Test  Pass 07:01:03
Air Blank 0.000 07:0L:30
0.100 Cal Check 0.102 07:01:49
Air Blank 0.000 07:02:19
Subject Test D.121=* 07:05:27
Air Blank 0.000 07:06:00
Rir Blank 0.000 07:06:27
Subject Test KKK+ 07:07:00
Air Blank 0.000 07:07:34

*Deficient Sample
*=*Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Arizons Revised Statmezs. this document 18 & certified duplicats of the information comaimes in compuier
siarape devices of the Tocson Police Depanment.



INTOXILYZER BO0O

Location: ARIZONA

Serial Number: B0-00234%

04/08/2010 07:08:06
Standard Lotd#: 642845

Last Changed By: C. STRAUB £50772

B i et L S —

QAS: C. STRAUB #§50772

TUCSOM PD

Test gf210L Time

Air Blank 0.000 07:08:33
Cal Check 0.102 07:08:52
Air Blank 0.0090 07:09:21

5=

tor's Zignature

Pursuant 1o secrion 28-1327, Arizona Revised Statuizs, this document s & cemified duplizats of the information contained in computer
stormgs devices of the Tecson Palice Depantment.



THIS REPORT PREPARED TURSUANT TO DUTY IMPOSED BY
A.E.C. R13-1D=-104(%)

ARIZOKA DEPARTMENT OF ZFU3LIC SRFETY

STANDARD QUALITY ASSURANCE PROCEDUZES /‘i}\ ,\pﬁ
INTOXILYZER MODEL 8000

STANDARD CALISRETION CHECK PROCEDURE %‘

QX Specialisc Chfﬂ#ﬁ SFQMB ACENCY Tucson Folice Department
xtz _ 0%/ g /10 TIME _ pb iS50

Intoxilyzexr Serial # ﬁ_ﬂ-aa.ﬂ".)"ifs' Location Tﬂm_s

rnsure that gas tank is sctached to iJS‘Iumer- end gonteirs &
standerd alcohel concentratioh solution 0. Jad) AT,

OR
Pour = standerd aicohol concentration solution ﬁ¢¢* RZ,
into & c£igan Gry Simulstor and assemble the simyglstor. Ensure
that 2 tight seal has been made. Turn or The simulater and
allow Cemperature To zeach 3&°C 0.2%c

{ Vfﬂ 2. ZIntoxilyzer BODD display reads "PUSH BUTTON TO STARTY

o te the “Conirol Testing Meanu™. Select “D7 for dry
control test or YW for wet coatrol =Test., After
selection i5 mace preszs THTEE.
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( ’/, 7. THomove printed zecord. Attach the record o the completed
checklist.
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D258 Torm Exnh &-Z (Rer,

Picrssuane to section 28=1327, Arizong Revised Niatuies, Inis document 13 o certified dupiicare of the infarmasion comiaimed m
compuier storage divices of the Tuzson Police Department.
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INTOXILYZER BOOOD
Location: ARIZONA
Serial Humber: B0-002345

04/08/2010 0&:50:58 EI

Standard Lot#: 642845
Last Changed By: €. STRAUB 450772

- s

QAS: C. STRAUB £50772

TUCSON BD

Test gfZ10L Tima

Air Blank Q.000 06151125
Cal Check 0.102 06:51 44
Air Blank 0.000 06:52:14

8 Signature

Pussunnt to ssction 28-1327, Artzona Revised Statutes. this documant is o cemified Suplicats of ine information conained in compuiey
storzpe devices of e Tecson Police Department



