CERTIFICATION by CUSTODIAN of RECORDS

..« Tucson Police Department Crime Laboraiory
: 5 . :
: 270 S. Stone Avenue Tucson, AZ 85701-1917

I hereby certify that these documents are a true and correct copy of the /\6[«

periodic maintenance* for the Intoxilyzer 8000 Serial Number ’LD\D
80 -v0 A3Ys maintained by the Tucson Police Department \\ 11'

Crime Laboratory pursuant to the requirements of the Arizone Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for 2 0.100AC solution are 0.090AC t0 0.110AC.

Date: //’//'5;//47 Call 0./p3 AC Cal2  p./o/ AC

Between the dates of 2 /2?// /0 and //7Z/ A T//ﬂ
the instrument was of atu"/c nroo erly and accurately.

The instrument was taken out of service for repair on _A//A
The mstrument was returned to service on /A
7

s -
7 <=
Chervl K. Straub
//// ggzlj/a

ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN to before me this ﬂ? < day of
utmbry, 2040

WMM a2 5—/’7

Notary Public

*Inciudes documents specified in A.A.C. R13-10-104.A.5

129~

Pursuant 1o section 28-1327. Arizona Revised Stanues, this document is 2 certified duplicare of the
information contained in computer storage devices of the Tucson Police Department.



XHIBIT G-4 /2 _7
BB C 'Z.E-"C-— 04

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALTITY ASSURANCE PROCEDURES

INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE 6\'\

QR SPECIALIST chiﬂ%L STRAUR AGENCY Tucson Police Department
DATE ////5//6’ TIME e

T

INTOXILYZER SERIAL ¢ PO-00RA3¥5 LOCATION 7 ZAmM 3

LT SRR

Display reads “PUSH BUTTON TO START”

Not a Successfull

Q
o
'a
H
=)
t
[

; 1. Alcohol-free subject test result 0. 290 AC.
l/‘, 2., Error recognition logic system functioning.
/ Not a Successfully Completed Test Sequence printed
) 3. Proper sample recognition system
lly Completed Test Sequen
d

/ Deficient sample printed.
( ) 4. uhanaa*a Calibration Check standard 0. /27 AC
Result: 0. /O AC

Instrument i1s operating properly and accurately. YES / NO

COMMENTS

EBursuant to secrion 28-1327, Arizona Revised Siatutes, this document is o ceriified duplicate of the information comtained in
computer storage devices of the Tucson Police Depariment



INTOXILYZER 8000

Location: ARIZONA

Serial Number : 80-002345

11/18/2010 07215%

/W

5 AM

Standard Lot#: 642845

Last Changed By: C. STRAUB #50772
QAS: C. STRAUB #50772
TUCSON PD
Operator: C. STRAUB #50772
TUCSON PD
Subject: SQAP,SOQOAP
pDOB: 11/11/1111
Sex: F Weight: 111
15 Minute Deprivation Period? Yes
Test g/210L Time
Air Blank 0.000 07:15:56
Diagnostic Test Pass 07:16:24
Air Blank 0.000 07216551
0.100 Cal Check 0.+103 0721710
Air Blank 0.000 07217239
Subject Test 0.000 07:17:58
Air Blank ABT* 07218505
Air Blank 0.000 07218233
*Sequence Aborted

Not a Successfully Completed Test Sequence

Sursuant o sesnon 28- 1327, Arzone Revised Stamurss, this documen: s & cermined auplicare of toe
SLoT2gs aevicesof the Tueson Polics Deparment .

IMIOIDaton contained i compurer



INTOXILYZER 8000
Location: ARIZONA
Serial Number : 80-002345

11/18/2010 07:18:38 ASL\
Standard Lot#: 642845 -

Last Changed By: C. STRAUB #50772

DAS: C. STRAUB #50772

TUCSON PD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 07:19:11
Air Blank IPS** 07:19:20

*RFI Detect
**Improper Sample

5 Successfully Completed Test Sequence
SUTSUEDT Ie SSCUon §° t’ .r:zc“.zt%auv*.s" S:am:z_\ "‘h!n:,tm*'n blzc:r" ed auphicers of toe m_c':gzma_ contained m compute:
= e fthe Tucson Poilce Drepzomer:



_‘-' UTSUENT 10 S2chon b 1

SIorZ2gs cevicesoftne

fu

1327, Anzona Revised Sramires

INTOXILYZER 8000
Location: ARIZONA

Serial Number : 80-002345
11/18/2010

07:19226

Standard Lot#: 642845

Last Changed By: C. STRAUB #50772
OAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP,SQAP

DOB: 11/11/1111

Sex: F Weight:

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 07:20:16
Diagnostic Test Pass 07:20:43
Air Blank 0.000 Q75213511
0.100 Cal Check 0.103 07:21:30
Air Blank 0.000 07521259
Subject Test 0.236%* 078251 08
Air Blank 0.000 07:25:40
Air Blank 0.000 07:26:07
Subject Test XXX ** 07:26:38
Air Blank 0.000 07:27:12

*Deficient Sample
**Invalid Sample

Begin new deprivation period

Tucson Poitce Depermment

G

Not a Successfully Completed Test Sequence

IS AOCWMEn: 15 2 certifted auphicare of the miormanon contamed m compuz=:

S/Zi%



Szfg

INTOXILYZER 8000

Location: ARIZONA

Serial Number: 80-002345

11/18/2010 07:27:34

Standard Lot#: 642845
Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

TUCSON PD

Test g/210L Time

Air Blank 0.000 07:28:02
Cal Check 0.101 07:28:20
Air Blank 0.000 07:28:50

(o T

Opeﬁator ! §/Signature

Fursuanr 1o secuon 28-1327, Anzona Revised Stamurss, fhis document is z cerrified mumliczrs of the MIOMHANOD cONiamed I COMDUIST

Storags gcevicesof the Tucson Poiice Dizparomen:
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INTOXILYZER 8000

Location: ARIZONA

Serial Number: 80-002345

11/18/2010 07:11:27 /ﬁb\
Standard Lot#: 642845

Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

TUCSON PD

Test g/210L Time

Air Blank 0.000 07:11:55
Cal Check 0.103 0712513
Air Blank 0.000 07:12:43

\_?'
Operatq(' s Signature

747

to s=onon 28-1327, Anzona Revised Stamures, this doctment is 2 cerdfied aunhicars of the miommanon contained m ComDUTE:
ucson Poilcs Drepzrumen:
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Date:

/9 2

4 W N e 2

INTOXILYZER SERVICE RECORD
FOR /\5!‘\
"CALIBRATION GAS TANK CHANGE gtﬂo
. “1

11//8 [0

Qas: _ (hepul SHRLUB

J
Intoxilyzer Serial Number: §O-po2345
New Lot Number: Ao9/0 004/

New Expiration Date: 0 9/ a/ / 22/

—

b2

(U8 )

3\

P
Y
5 s
o
h
SIGNATURE

Intoxilyzer 8000 display reads “PUSH BUTTON TO START”™
Remove the old gas tank and install the new one.
Hit the “ESC™ key twice and swipe the QAS card.
Go to the “M-Maintenance” menu and select “S-Standard Change.”
Select “D™ for dry gas and enter the following information:

Enter Target Value: 0.100

Enter Control Lot #: From the tank label

Edit info Y/N? Y or N

Update Std Info? Y ENTER

“Please wait saving...”
Hit the “ESC” key twice.
Go to the “M-Maintenance” menu and select “Control Testing. ™
Select “D” for dry control test. After selection i1s made press
ENTER.
Air blank completed.
Calibration check completed. Test results 0. /¢/ AC.

Air blank completed.

e 55

Rer?\w) printed recprd. Attach the record to the completed checklist.

Pursuant to section 28-1327. Arizona Revised Statutes. this document is 2 certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8000
Location: ARIZONA

Serial Number: 80-002345
11/18/2010 13:55:13 /[ﬂ{

Standard Lot#: 20910100A1
Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772

TUCSON PD

Test g/210L Time

Air Blank 0.000 13:55:40
Cal Check 0.101 13:55:59
Air Blank 0.000 13:56:28

(e ]

Oper or' sk51§3ature

Pursuant to Section 28.1327, Arizona
Revised Statutes, this document is a
certified duplicate of the information
contained in computer storage devices
of the Tucson Police Department.



