CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory /ra(,\
1306 W. Miracle Mile, Tucson, AZ 85705 6

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 8000 Serial Number

SO~ 002345 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: |/°‘{//5 Call 0.099 AC Cal2 0.09%8 AC

Between the dates of /A '/; | /}t—f and /95
the instrument was operating properly and accurately. =

The instrument was taken out of service for repairon N ) A
The instrument was returned to service on_p |4

Amy L. Autret
/// I L//S

ADPS QAS Permit # 33718

SUBSCRIBED AND SWORN {o before me this |2\ | day of
_\owwou'y 205 .

a pn

Notary Public

OFFIGIAL SEAL
ELMA ESCARCEGA
NOTARY PUBLIC-ARIZONA

S/ PIMA COUNTY
My Cemm. Exp. Nov. 3, 2015

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.
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Pursuant o section 23-1327, Arizona Revised Statutes. this document is a certified duplicate of the information contained m
computer storuge devices of the Tucson Police Depariment




INTOXILYZER 8000
Location:

Serial Number: 80-002345
Core Version: 8105.48

Z of 7

0

01/09/2015 12:36:08
Standard Lot#: 25913100A2

Last Changed By: T. GALLEGOS #28847
QAS: A. AUTRET #53546
TUCSON PD

Operator: A. AUTRET #53546

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1971
Sex: F

Weight: 135

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 12::37:15
Diagnostic Test Pass 12:37:50
Air Blank 0.000 12:38:17
0.100 Cal Check 0.099 12:38:38
Air Blank 0.000 12:39:08
Subject Test 0.000 12:39:24
Air Blank 0.000 12:39:52
Wait ABT*

Air Blank 0.000

*Sequence Aborted

12:40:27

Not a Successfully Completed Test Sequence

Pursuant to section 23-1327, Arizona Revised Statutes, this document is a certified duplicate of the information
contained in computer storage devices of the Tucson Police Department.



INTOXILYZER 8000
Location:

Serial Number: 80-002345 /%
Core Version: 8105.48 ‘ 9
01/09/2015 12:40:50

Standard Lot#: 25913100A2 ‘

Last Changed By: T. GALLEGOS #28847

QAS: A. AUTRET #53546

TUCSON PD

Operator: A. AUTRET #53546

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1971
Sex: F Weight: 135

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 12:41:57
Diagnostic Test Pass 12:42:33
Air Blank 0.000 12:43:00
0.100 Cal Check RFI* 12:43:14
Air Blank IpS** 12:43:23

*RFI Detect
**Tmproper Sample

Not a Successfully Completed Test Sequence

- e o . o . . ; T :
Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information
contained in computer storage devices of the Tucson Police Department.




INTOXILYZER 8000 Lf of 7
Location: g;ééxb/

Serial Number: 80-002345

Core Version: 8105.48 4%%
01/09/2015 12:43:45

Standard Lot#: 25913100AZ2

Last Changed By: T. GALLEGOS #28847

QAS: A. AUTRET #53546

TUCSON PD

Operator: A. AUTRET #53546

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1971
Sex: F Weight: 135

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 12:44:49
Diagnostic Test Pass 12:45:24
Air Blank 0.000 12:45:52
0.100 Cal Check 0.100 12:46:12
Air Blank 0.000 12:46:472
Subject Test 0.216%* 12:49:49
Air Blank 0.000 12550322
Air Blank 0.000 12:50:49
Subject Test XXX ** 12:51:12
Air Blank 0.000 12:51:46

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

S _— ) . . ‘ . . . . . ;
Pursuant to section 23-1327, Arizona Rc»1ﬁnlStanucs,Musahxnuncnt1sa.cen1HCleuphcatcotthc1ntnnna“on
contained in computer storage devices of the Tueson Police Department.



INTOXILYZER 8000

Location: 5; 2 F *7
Serial Number: 80-002345

Core Version: 8105.48

01/09/2015 12:52:29 /(5[1

Standard Lot#: 25913100A2

Last Changed By: T. GALLEGOS #28847
QAS: A. AUTRET #53546

TUCSON PFD

Operator: A. AUTRET #53546

TUCSON PD

Test g/210L Time

Air Blank 0.000 12:53:01
0.100 Cal Check 0.098 125532 22
Air Blank 0.000 12453 51

Preventative Maintenance
Performed -- Timer Reset

Pursuant to section 23-1327, Arizona Revised Statutes, this document is a certified duplicate of the information
contained in computer storage devices of the Tucson Police Department.
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SIGNATURE
DP3 Form Exh G-2 (Rev. 03-01)

i i Rl o " < 0 : if5 2 it :
Pursuant to section 23-1327 drizona Ravised Stawites. this document is a cerrifiol duplicare of the information contained in
computer storage devices of the Tucson Police Department.




7 oF 7
INTOXILYZER 8000
Location: Cj;/tél/
Serial Number: 80-002345

Core Version: 8105.48
01/09/2015 12:33:33 /?L‘
Standard Lot#: 25913100A2

Last Changed By: T. GALLEGOS #28847

QAS: A. AUTRET #53546

TUCSON PD

Operator: A. AUTRET #53546

TUCSON PD

Test g/210L Time

Air Blank 0.000 12:34:04
0.100 Cal Check 0.099 12:34:25
Air Blank 0.000 12:34:55

Preventative Maintenance
Performed -- Timer Reset

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information
contained in computer storage devices of the Tucson Police Department.




