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CERTIFICATION by CUSTODIAN of RECORDS
@ Tucson Police Department Crime Laboratory

I hereby certify that thege documents are a true and correct copy of the /\‘D\'\ ®

periodic maintenance* for the Intoxilyzer 8000 Serial Number \b
80 ~ 0027759 maintained by the Tucson Police Department o

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined inAA.C. R13-10-104.A2,
for a 0.100AC solution are 0.090AC 10 0.110AC.

Date: 5;/30/08 call1 .10/ AC Cal2_}, |0 AC

Between the dates of SZQ /08 and & / '30/ 08

the instrument was operat’ing'properly and accurately.

The instrument was taken out of service for repair op =~ ~
The instrument was returned to service op  ~

/élmé Giont

Sarah L. Cione
</2 o

ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN to before me this__ . gay of

_ \NLLLAL. ,200g(1 2
I\ 1 ATHY A
O A :-\':::' UBLIC-ARIZONA— Vit

‘ m;iwiﬁ\ COUNTY

= Ny ; 2008 Notary Public
R 1 o, Ep Seot. 4. 2008)

*Includes documents specified in A.A.C. R13-10-104.A 5

Pursuant to section 28-1327, Arizona Revised Statutes, this document 18 a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department,



EXHIBIT (-4

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY

A.A.C. R13-10-104(a) /¢7jc

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALTTY ASSURANCE PROCEDURES /ﬁ[\

INTOXILYZER MODEL 8000 5 0%
STANDARD QUALITY ASSURANCE PROCEDURE (l‘
QA SPECIALIST Sara}] C:bn( AGENCY _Tucson Police Department

DATE 5 / 30/08‘ TIME 912&

INTOXILYZER SERIAL # QQ-’MQQS? LOCATION ‘Tean’) 3

(\/) 1. Display reads “PUSH BUTTON TO START”

DIAGNOSTIC TESTS

(V' 1. Clock time check.
(/) 2. Date check.

OPERATIONAL TESTS

(V) 1. Alcohol-free subject test result 0.000 AC.
{ V’) 2. Error recognition logic system functioning.

Not a Successfully Completed Test Sequence printed
{\/) 3. Proper sample recognition system.

Not a Successfully Completed Test Sequence printed
/ Deficient sample printed.
( ) 4. Standard Calibration Check standard 0.0 AC

Result: 0. [0[ AC

Instrument is operating properly and accurately. YES / NO

COMMENTS

SIGNATURE _24@ Cont
I

DPS Form Exh G-4 (Rev. 05-01)

Pursuanr to section 28-1327, Arizona Revised Statutes, this document is o certified duplicate of the irformation contained in
comptier storage devices of the Tucson Police Department



INTOXILYZER 8000 2 ¢ 75(

Location: ARIZONA
Serial Number : 80-002759

05/30/2008 09:37:30 4§q
Standard Lot#: 7254011

Last Changed By (" CONLEY #34517

QAS S. CIONE #50616

TUCSON PD

Operator: $. CIONE #50616

TUCSON PD

R e T Y

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

o . - — R T e i R AN E0 8 O €

15 Minute Deprivation Period? Yes

ol L T PR D b T B S 5 2

_Test g/210L Time

Air Blank 0.000 09:38:17
Diagnostic Test Pass 09:38:45
Air Blank 0.000 09:39:12
0.100 Cal Check 0.101 09:39:31
Air Blank 0.000 09:40:00
Subject Test 0.000 09:40:20
Air Blank 0.000 09:40:47
Five Minute Wait ABT*

Air Blank 0.000 09:41:23

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuens ¢ pmomer 75 21227 pmizome Bevisrd Sramoes ohes P SETIIED ik w oomified ouchicars of me mistmEnon COTIMNEL in o
SloTazs bovices ¢F o TUszon Polipe TrpoTonent



INTOXILYZER 8000 '3 0% 75(

Location: ARIZONA
Serial Number : B0-002759

05/30/2008 09:41:28 ,ﬁl\

Standard Lot# 725401I
Last Changed By: C. CONLEY #345]7

RSN ety Sy orert

R 0 bt om0 8 B 2 ey £ e g

QAS: S. CIONE #50616
TUCSON PD

szt

Operator: S. CIONE #50616
TUCSON PD

N o 4 3. AN 1514 AR b e

Subject: SQAP,TEST
DOB: 11/11/1111
bex F Welght 111

SO Bk L S PRl T D ot 2 252 b AEE n

N T P 48 8\ . 5 i o o 3£

15 Minute Deprlvatlon Period? Yes

D KGR o S o 18 SR o 3y b T e

Test g/210L Time

Air Blank 0.000 09:42:16
Diagnostic Test Pass 09:42:43
Air Blank RFI* 09:42:53
Air Blank IPS** 09:43:05

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Fursusmt 1 semyer 2541100 AnzOn: Revised Siomorer wman nosummens b zmiied turhicze of tne miTTImmon cominet i ooy

SaTazs oovizes 67 wr Tuzsan Boline Topormnent



INTOXILYZER 8000
Location: ARIZONA

Serial Number : 80-002759

05/30/2008

btandard Lot# 7254011
Labt Changed By C CONLhY

OAS 5. CIONE
TUCSON PD

Operator S. LIONE

TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111

Sex: F Welght

R SRR Bt O R e T T 6 B Aot

K e 0 vt L G 5+ e gt g e+

09:43;

lll

T A

11

15 Mlnute Deprlvatlon Perjod° Yes

Test g/210L Time B
Air Blank 0.000 09:43:59
Diagnostic Test Pass 09:44:27
Air Blank 0.000 09:44:54
0.100 Cal Check 0,101 09:45:13
Air Blank 0.000 09:45:42
Subject Test 0.226% 09:48:590
Alr Blank 0.000 09:49:23
Air Blank 0.000 09:49:5(
Subject Test AXX** 09:50:21
Air Blank 0.000 09:50:55

*Deficient Sample
**Invalid Sample

#3431/
#50616

#50616

Begin new deprivation period

Not a Successfully Completed Test Sequence

Fursuest o peaner 2537

SWTazs oovizes of s Tonean Polie ZropITmnemn

27 pozomz Reised Stommer wme

S boyptet 4 HIEEY

i ooriiied simiizzre 0F e micTmanon COMIZINEC in comprer



INTOXILYAER 8000 5% 7SC

Location: ARIZONA
Serial Number: 80-002759
05/30/2008 . 09:51:14

Standard Lot#: 7254017 /\5(1

Last Changed By: C. CONLEY #34517

TUCSON PD

Test g/21071, Time

Air Biank 0.000 09:51:42
Cal Check 0.101 09:52:00
Air Blank 0.000 09:52:30

<mﬁ/ Ovag )

/Operator 's Signature

PUTSUENT 1 smemor 2R-3I70 #7iZonz Tevises Szmwer vhn Bostmem s comiiied duphizzie of tne mictmenon contines 1N commrtre;
SOT2ZE Devizes ¢F thr TuTson Folos JEE oloryael il




EXHIBIT G-2

THIS REPORT PREPARED PURSUANT TO DUTY IMPQSED BY é ¢ '-ZS.C_

A.A.C. R13-10-104(a)
ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES /\6l\
INTOXILYZER MODEL 8000 \\*b%
hw

STANDARD CALIBRATION CHECK PROCEDURE

QA Specialist Samh C-on{’_ AGENCY Tucson Police Department
DATE 5/30/08’ TINE 4735
intoxilyzer Serial # 80"002'75? Location :ZQm 3
(v/) 1. Ensure that gas tank is attached to instrument and contains a
standard alcohol concentration solution Onlgﬂz___AC.
Pour a standard alcohé? concentration solution AC,

into a clean dry simulator and assemble the simulator. Ensure
that a tight seal has been made. Turn on the simulator ang
allow temperature to reach 34°C + 0.2°

V' 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START

(v/ } 3. Go to the “Control Testing Menu”. Select “D” for dry

control test or i for wet contrel test. After
selection is made pPress ENTER.

{v/ ) 4 Air blank completed.

(/) 5 Calibration check completed. Test results 0. [Q! AC,
(V) 6 Air blank completed. :

( \/) 7 Remove printed record. Attach the record to the completed

checklist.

SIGNATURE fw\AA/ oy,

DPS Form Exh g-2 {Rev. 05-01)

Pursuant 10 section 28-1327, Arizona Revised Starutes, this document is g certified duplicate of the information comtained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8000 ' 7 ’7
Location: ARIZONA SC

Serial Number: 80-902759

05/30/2008 39:35:48 EI
Standard Lot#: 72540171

Last Changed By: C. COWLEY #34517

QAS: S. CIONE #50616

TUCSON PD

Test g/210L Time

Air Blank 0.00¢ 09:36:15
Cal Check 0.101 09:36:34
Air Blank G.000 09:37:03

=auh Oont

- Operat’or 's Signature

TUTT = iph i
SUTSLZNT 16 semnor

SaTaz: pevimes of oz
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- ATZonE Revised Stanes s Sooemens e omihed duehizzes of the micTmZnon COTLINEC 1D compme:
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