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o - G227Sg

CERTIFICATION by CUSTODIAN of RECORDS

Police Department Crime Laboratory /isl‘\

maintained by the Tucson Police Department

Crime Laboratory pursnant to the requirements of the Arizona Department
of Public Safety for a.quality assurance program.

: Date: /-25-0¢ Cal

1_6.09% ac Cal2_ 0097 4

Between the dates of 6 Z7-o% and 7 25 -p g

the instrument wag Operating properly and accurately.

The instrument wag taken out of service for repair on /4

The instrument wag returned to service on N /R

Mo Lodl.

Clare L. Conley

125 -0x

My Comm. Exp. Mar. 17, 2012

*Includes documents spcéiﬁed

o DFFICIAL:EAL 7 ,
Zerzeid A.M. HERNANDEZ A ¢ _ -
! B [ NOTARY PUBLIC-ARIZONA IAnan e

= J
Notary Public

in A.A.C. R13-10-104.A 5

Pursuant to section 28-1327, Arizona Revised Statutes, this document js g certified duplicate of the

information contained in computer st

orage devices of the Tucson Police Department.



THIS REPORT PREPARED PURSUANT 7o DUTY IMPOSED BY
A.x.c. R13—10-104(A)

ARIZONA DEPARTMENT OF PUBLIC sapgpy }(67
STANDARD QUALTTY ASSURANCE PROCEDURES Q)A

INTOXILYZER MODEL 8000

STANDARD QUALITY AS SURANCE PROCEDURE /ét‘% \‘09)

QA SPECIALTgY Mw 6"*&‘-—\ AGENCY Tucson Police Department
— “epartment
DATE /-2G DY - TIME 0703

\ -—
INTOXILYZER SERIAL ¢ €0 ~ 0‘02.7‘5‘j LOCATION wu""‘-”\ )\&LD

() 1, Display reads “PUSH BUTTON TO START”

DIAGNOSTIC TESTS

(e ) 1. Clock time check.
{ v) 2, Date check.

OPERATIONAL TESTS

(V') 1, Alcohol-free Subject tegt result 0, U9 AC,

{ —~) 2, Error recognition logic system functiuning.
Not a Successfully Completed Test Sequence Printed

(=) 3. Praoper sample recognition System, ,
Not a Successfully Compieted Tegt Seguence Printed
Deficient sample printed.

(V") 4. standarg Calibration Check Standard 0. /¢D AC
Result: 0, 09 z AC

Instrument is Operating Properly and accurately, vrg o/ NO

COMMENTS ) .

——— —_—
—_—— —————
—— e ————
— ——————

SIGNATURE U arg c'fv\QE]L .

DPS rorm Exh G-~4 (Rev. 05-01)

Pursuam 1o section 28-1327 drizong Revised Starutes, this documeny is o certif
computer storage deviceg & the Tucson Police Deparimen:



INTOXILYZER 8000 - 2{%7

Locatien: ARTZONA
Serial Number : 80-002759

07/25/2008 | 07:12:20 « l\

Standard Lot#: 7254011

Last Changed By: C. CONLEY _ #34517

QAS: C. CONLEY - #34517

TUCSON PD

Operator: c. CONLEY ‘ #34517
.. TUCSCN PD

Subject: TEST, sgap
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test . g/210L Time

Air Blank 0.000 : 07:13:16
Diagnostic Test Pass 07:13:43
Air Blank . 0.000 07:14:10
0.100 Cal Check 0.098 07:14:29
Air Blank 0.000 07:14:59
Subject Test 0.074*' 07:18:07
Air Blank 0.000 07:18:39
Air Blank 0.009 07:19:06
Subject Test XXX ** 07:20:00
Air Blank 0.000 : 07:20:34

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Fursuant 14 section 28-13 L vi
devi ~1327, Arizong Re 152d Stantes, this Qcument ig i i i ‘
l 3 g e Si , this d 1S a certified duplicate of the mnformarion tontained ip compuner



INTOXILYZER 8000 %g\{?

Location: ARTIZONA

Serial Number : 80-002759 Can
07/25/2008 ‘ 07:20:41 _
Standard Lot#: 7254011 /YS“
Last Changed By: C. CONLEY #34517

) QAS: C. CONLEY #34517
TUCSON PD
Operator: C. CONLEY . #34517

.. TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank REI* ‘ 07:21:21

Air Blank IDS*=* - 07:21:39

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursuanr to section 28-1 7 i !
) 2, AIIZUna Rv ISCd St&mms thls chum:m. .R oot i i
, i v N s 54 eriified duplu:ate of the mfanna.ticn Cﬁﬂmincd in CDumﬂ'



INTOXILYZER 8000
Leocation: ARIZONA
Serial Number : 80-002759

4sh ]
UN

07/25/2008 07:25:34

Standard Lot#: 7254017 /Gaﬁ
Last Changed By: C. CONLEY #34517

QAS: C. CONLEY #34517

TUCSON PD

Cperator: C. CONLEY #34517

TUCSON PD

Subject: TEST,Ssgap
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

. Test g/210L Time
Air Blank 0.000 07:26:26
Diagnostic Test Pass 07:26:54
Air Blank 0.00¢ 07:27:21
0.100 Cal Check 0.098 07:27:40
Air Blank 0.000 07:28:09
Subject Test 0.000 07:28:25
Air Blank ABT* 07:28:31
Air Blank 0.000 07:29:00

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuant 1o Section 28-1327, Arizong Revised Statutes, this

. documen j i ; - .
SIOTage deviees of fhe Ticson Police Deparmment SIS a certified duplicate of the informarion contained in compyner



INTOXILYZER 8000

Location: arizona gjg/}
Serial Number: 80-002759

07/25/2008 07:29:20 OJU\

Standard Lot#: 7254011
Last Changed By: C. CONLEY #34517

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Alr Blank 0.000 07:29:47
Cal Check 0.097 07:30:06
Air Blank 0.000 07:30:36

U one belsr,

Operator's Sigﬁature

I ursuant to section 28-1 i vi Sac
- J_'...‘, AI'lZOIlE. Re 1sed Sratutcs. this documcnt i i i I i
) ; " N s 15 a certifieg duphc:atc of the mformanon comtained in CUI!I]JHICI



LAnLEL U0 (G-

THIS REPCRT PREPARED PURS TANT ToO DUTY IMPOSEZD BY
A.A.C. R12- 10-104(n)

ARIZONA DEPARTMENT of PUBLIC SAFETY (o 4}7
STANDARD QUALTTY ASSURANCE PROCEDURES '
INTOXILYZER MODEL sopg Can
STANDARD CALIBRATION CHECK PROCEDURE /\éh\ \$
. . % L
11

QA Specialigt 0159\_4\ c‘”\ﬁl«_, AGENCY Tucson Polige Department
;] — -

DaTE _7-24-0¢ TIME -

Pour g standard alcehol concantration solution AC,
into a clean dry simulator and assemble the Simulator. Ensure
that a tight 822l has baeq made. Turn on the simulator ang
allow temperature to Teach 34°C 4+ g gop

(#« ) 2. Intoxilyzer goop display reads “PUSH BUTTON 7o START”
vy 3. Go to the “Control Testing Menu”. Select =p» for dry'
COntrol test gy uy» for wet control tegt, After

selection ig made presg ENTER.

( vy 4. Air blank completed. _
(v ) 5. Calibfation check Completed., Teg: results o, 09%  ac.
(v ¢, 2ir blank completed. '

7.

( ¥ Remove printeqd record. Attach the record to the completed
: Checklist .

SIGNATURE Mﬂw{ MH‘

/

DPE Form Exh G-2 (Rev. C5-01) o

Pursuany 1o Section 28-1327, Arizgna Revised Statutes, thys document is o certified duplicare of the information contained in
Computer storage devices o the Tucson Police Deportmen;



7o

e LCONEY #3517

Pursuant to section 28-1327, Arizona Revised Statutes, this documeny

is a certified duplicate of the information comained in
computer storage devices of the Tueson Police Department



