CERTIFICATION by CUSTODIAN of RECORDS

‘@ Tucson Foiice Deparimen: Crime Laborator)
270 S Stone Avenue Tucson, AZ 3701-1817

periodic mamtenance® for the Intoxilyzer 8000 Serial Numbsr

g -0 2759 maintained by the Tucson Police Department _
Crime Laboratory pursuan: 1 the requrements of the Arizonz Depaniment 'ﬁ}'
of Public Safsty for a guality assurance program.

I hereby certify that these documents are 2 true anc corract copy of the E l‘l

A quality assurance speciaiist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in ALA.C, R13-10-104.A.2,
for e 0.100AC solution ars 0.090AC 10 0.110AC.

Date: §-26-09 Call 0.07 AC Cal2 0.097) AC

Berwzen the dates of S -27-09 and 9.3 -09
the instrument was operating properly and accurateiy.

The instrument was taken out of service for repairon __ —
The instrument was retumnsad to servics on —

Mo ol

Clare L. Conley
§.29. 04

ADPS QAS Permit #33514

SUBSCRIBED AND SWORN 1o before me this o2 974 | day of
_me_ 200

'}:fﬁ((,l[ Ihnande { . E—
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“inciudes documems specified in A AC RIZ-I0-104 A3 NEZ uy comm. Exp. Mar, 17, 2612

Pursuant 1o section 28-1327, Arizone Revisad Statures, this document is a certified dupiicate of the
informarion contmined in computer storage devices of the Tucson Police Department



EXHIBIT G-4

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY l 47
A.A.C. R13-10-104(A) Q/ll\

ARIZONA DEPARTMENT OF PUBLIC SAF=TY

STANDARD QUALITY ASSURANCE PRCCEDURES 'fsq,l 0‘1
INTOXILYZER MODEL 8000 [ﬂ-

STANDARD QUALITY ASSURANCE .PEGCEB{FRE

QA SPECIALIST ari AGENCY Tucson Police Deparctment
DATE Q.->2¢ -89 TIME 074k
INTOXILYZER SERIAL # Sv-0027¢9 LOCATION ODg

( v ) 1. Display reads “PUSH BUTTON TO START"
DIAGNDSTIC TESTS

{ v ) 1. Cleck time check.

tnf } 2. Date check.

OPERATIONAL TESTS

{w | 1. hleohol-free subject test result 0. PUD AC,
{ o ) 2. Error recognition logic system functioning.
Not a Successfully Completed Test Saguence printed
(v | 3. Proper sample recegnition system.
Mot a Succeasfully Completed Test Ssaguence printed
Peficient sample printed.

(v ) 4. Standard Calibration Check standard 0. \gp AC
Result: 0. g9 AC

Instrument is opersiing properly and accurately. YES " NO

COMMENTS  \ovp

SIGNATURE t’{.““‘""- C"NQA*\

DES Form Exh G-4 [(Rev. 05-01)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer stornge deviees of the Tueson Police Department,



INTOXILYZER 8000
Location: TUCSOM PD
Serial Number : B80-002759

24\ |

UYS

09/25/2009 07:47:43

Standard Lot#: 808101G sﬁsﬂ
Last Changed By: S. CIONE #50616

OAS: C. CONLEY $34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST,SQAP
DOB: 11/11/1111

Sex: M Weight:

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 07:48:32
Diagnostic Test  Pass 07:49:00
4ir Blank 0.000 07:49:27
0.100 Cal Check 0.09% 07:49:46
Air Blank 0.000 07:50:15
Subject Test 0.000 07:50:31
Air Blank ABT* 07:50:37
Air Blank 0.000 07:51:06

*Sequence Aborted

Fussuant e geonor T3

2o ATzons Eoyisel Sumte: il SOSUTSSM 15 g semifies gumiimars

SToT2zs oovizes 07 1ot Tucsion Splins Tremgeween

=

Not a Successfully Completed Test Sequence

oitne informeion comtbive: = rmpe—
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INTOXILYZER 8000
Location: TUCSON PD
Serial Momber : 80-002759

= §

09/25/2009 07:51:11
Standard Lot#§: B08101G

Last Changed By: S. CIONE #50616
QAS: C. CONLEY ' #34517
TUCSON PD

Operator: C. COMLEY #34517
TPD

Subject: TEST,SOAP
DOoB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI=* 07:52:01
Air Blank IPS*=* 07:52:12

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

= B s TR EENE gk g
FARSUBTE i¢ 2Rtupn 252507, Armone Baoyiged Smnust. tus 60mUmem s g senines dubiicase oi ine imfermaror commme: = mmpae
SorEzs cevicss of o Tusmon Frits: Dremsmes -
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INTOXILYZER BOOO
Location: TUCSON PD
Serial Number : 80-00275%
09/25/2009

e
(an

07:53:03 /{ﬁl'\

Standard Lot#: B0B101G

Last Changed By: S. CIONE £50816
QAS: C. CONLEY #34517
TUCSON PFD

Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST,SQAP

DOB: 11/11/1111

Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 07:54:43
Diagnostic Test Pass 07:55:11
Air Blank 0.000 07:55:38
0.100 cal Check 0.098 07 +55257
Air Blank 0.000 07:56:26
Subject Test 0.487= 07:59:35
Air Blank 0.000 08:00:07
Air Blank 0.000 08:00:35
Subject Test XXX*= 0B:00:58
Air Blank 0.000 0B8:01:31

*Deficient Sample
**Invalid Sample

Begin new deprivation period

7 STSLEDT 10 peor. 21327, Arizonz Ravise Stsmimt G 000UTSN 1z 2 e
Sictazs covizen of s Tusgon Police Demsemer

Not a Successfully Completed Test Sequence

.....



INTOXILYZER 8000
Location: TUCSON FD
Serial Humber: 80-002759 Q)U\
09/25/2009 08:02:08

e ——— — —

Standard Lot#: BOB1OIG /{7L\

Last Changed By: S. CIONE £50616

QAS: C. CONLEY #34517

THUCSON PD

Test gf210L Time

Air Blank 0.003 08:02:36
Cal Check 0.0%7 08:02:55
Adir Blank 0.000 N8:03:24

Mane Coden

Operator's Siqnnfu re

"-L'm.'-t' Hm_f- :"-I"E-:. m?m ‘Jq.l—.—n.-.- Tt SOTITID LT s seeihen sl o s DTG Ot =
Soeres fonsep e It TosEE ST T o= = =




EXEIDTIT G-2

THIS REFORT BREPAAED PURSUANT TO DETY IMPOSED BY
A.R.C. R13-10-104(3a} k) /]

ARIZONER DEFPARTMENT OF PUBLIC SAFETY 0*&

STRANDARD QUALITY ASSURANCE EBROCEDURZS

INTOXILYZER MODEL 8000 /ﬂgk\ (}6\
,'L'
\O

STANDARD CALIBRATION CHECK PROCEDURE

Ok Specialist Qléfﬁ.ﬁdﬁi;,l AGERCY Tucson Police Department
o9

pate _94.2< -

TIME 074 b

Intoxilyzer Seris: & “v - 9027159 Location EBE

{ ¥ 1.
{ V/ ! 2
[Vr} .
{+ ) 4.
{ v ) L,
{+« ) B.
{ Vf} 7.
SIGNATURE

Ensure that gas tank is attached to instrument and contains a
standard alcohol concentration sclution 0. fed AC,

OoR
Pour a standard alcohol concentration solution aC,
inte & clean dry simulator and assemble the simulator. Ensure
that & tight seal has been made. Turn on the simulator and

allow temperature to reach 34°C + 0,2°C
Intoxilyzer BOO0O display reads “PUSH BUTTON TO START"

Ge te the “Contrel Testing M=2nu". Select "b" for dry
control test or “W” for wet control ttest. After
sgelecition 1s made press ENTER.

Alr biank completed.
Calibzation check completed. Test results 0. 02 7 AC.
Air blank completed.

Remove printed record. Attacn the record to the completed
checkiist,

Mo bondes,

/

DPS Form Exh G-2 (Bev. 05-01)

Pursugni i section 28-1327, Arizona Revised Statutes. this document (s a certified duplicate of the informartion conttined in
campater storage devices of ehe Tucson Police Deparemen.



INTOXILYZER 8000

Location: TUCSON PD '
serial Mumber: B0-002739 (7
09/25/2009 07:46:18

Standard Lotk: 8081016 m‘\
Last Changed By: 5. CIONE #506l¢

QAS: C. COMLEY #34517 &\
TOCSON PD -

Test g/210L Time

Air Blank g.000 07:46:245

Cal Check 0.097 07:47:04

Air Blank 0.000 07:47:33

OUperator's Signature

FussugnT e semyom 261307 Armons Petief Sarmren UNE ASITIR s amiies pimiperwre of e uioeroenny reprmee- = opogee
St foyiins6) T T Fomer Tromwes




