CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 8. Stone Avenue Tucson, AZ 85701-1917

[ hereby certify that these documents are a true and correct copy of the 45\11_'{,”‘1:’
periodic maintenance* for the Intoxilyzer 8000 Serial Number -
B0 -002759 maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following

dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: £24/¢8/jo Call_o0-/0( AC Cal2 ©./20 AC

Between the dates of __ 2 3/£? g /}g and o 4{/:? ﬁ"j/ﬂ

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on ﬂ/#
The instrument was returned to service on

/’@M;&

Cheryl K. Straub
6¢)/2/s0

ADPS QAS Permit # 33408

SUBSCRIBED AND SW to before me this J2¥ . dayof
{ ,20./0) .

= Ararihr s
I ;[“_1"'”* OFFiICI 1'..!:1.'.'.—1t
. —ta\ AM, | NANDEZ
Notary Public f:".."__ V.,_:__jr i e ::
| 24 PIMA COUNTY
*Includes documents specified in A A.C. R13-10-104 A5 | 2 My Comm, Exp. Mar 17, 2017

Pursuvant to section 28-1327, Arizont Revised Statutes, this document 15 a centified duplicate of the
information contained in computer storage devices of the Tucson Police Department



EXEISIT 64 cs

EI3T =

THIS REPORT PREFARED PO RSI-.R"" 0 DUTY IMPOSED 3Y
A.A.C. REI3Z-10-104(2)

ARIZONA DEPARTMENT OF PUBLIC SRFETY

STENDEERD QURLITY .ILSST.r ANCE PROCEDURES
INTOXILYZEE MODEL 8 /@l\

ANDARD QUALITY ASSURANCE PROCEDURE Lk’ﬂ"

QA SPECIARLIST O/‘:t@?é Sﬂﬁuﬁ AGENCY Tucson Pplice Department
DATE ﬂ'ﬁf/éﬂ/ﬁ? TIME //:e3

L4 i
INTOXILYZER SERIAL £ PO -20027F59F  LOCATION MA

) 1. Display resds “PUSH BUTTON TO START

\

1
&
4]

DIAGNDETIQ TESTS

X

s 1. Clock time check.
i 2. DaTe check.

%

CPERATICHNAL TESTS

&

1. &Alecchol-Iree subject test result Qoo aCc.
2. Error recogaition logic system f;a::;onlng.
Kot a Suctessiully Comnlated Tast Seguence princed
- Proper sample recOQnitiosn Sysien.
Mot & SBuccessfully Completed Test Ssguence printed
Deficisnt sample printed.
Standard Calibration Check standard 0. /090  ac

Reszlc: 0._ J#0 IC

\\

Instrument is oporating properly and acturately.. YES Vf# MO

COMMERTS

SIGNATURE / ;%,
- o

i
o
LM
i

Purziant 1o section 281327, Avizont Hevised Standes. this document 85 & certiffed duplicaie of e iformation consained in
compuszr yoroge devives of the Tucror Police Deparimen



INTOXILYZER 8000
Location:

Serial Number : 80-002759 ,@1\
04/08/2010 11:04:23

Standard Tot#: 826001I
Last Changed By: 5. CIONE #50€186

QAS: C. STRAUB #50772
TOCSON PD

Operator: C. STRAUB #50772
TUCSON FD

Subject: SQAP, SQAP
POB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test _9/210L Time -
Air Blank 0.000 11:05:15
Diagnostic Test Pass 11:05:43
Air Blank 0.000 11:06:10
0.100 Cal Check 0.101 11:06:29
Air Blank 0.000 11:06:58
Subject Test 0.000 11:07:20
Air Blank ABT*# 11:07:26
Air Blank 0.000 11:07:55

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Arizona Revised Stetutes this dostemens is a cerrified duplicars of the information conmmed in compute
norage devices of the Tucson Police Depanment
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INTOXILYZER B0O0O

Location:

Serial Number : B0-002759

04/08/2010 11:07:59 /\:')L\

Standard Lot#: 8260011
Last Changed By: S. CIONE #50€16

QAES: C. STRAUB #50772
TUCSON BD

Operator: C. STRAUB #50772
TUCSCN ED

Subject: SQAP,SQAD
Do8: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivaticn Pericd? Yes

Test g/210L Time
Air Blank RFI* 11:08:29
Adr Blank © IPgk* 11:08:41

*RFI Detect
**Iaproper Sample

Not a Successfully Completed Test Segquence

Pursiant to section 26-1327, Arnzom Revised Sistutes, Gus documen: is 2 certificd dunhicaze of the mformarion contaned i compote:
storage devices of the Tucson Polics Deparmment



INTOXILYZER 8000
Location:

Serial Number : 80-00275%9
04/08/2010

11:08:45

Standard Lot#: 8260011
Last Changed By: S. CICNE

#50616

QAS: C. STRAUB
TUCSON FD

#50772

Operator: C. STRAUB
TUCSON PD

#50772

Subject: SQAP,SQAD
DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test qg/210L Time

Air Blank 0.000 11:09:36
Diagnostic Test Pass 11:10:03
Air Blank 0.000 11:10:30
0.100 Ccal Check 0.101 11:70:4%
Air Blank 0.000 11:11:18
Subject Test 0.161* 11:14:27
Air Blank 0.000 1T1:74:5%
Air Blank 0.000 11:15:26
Subject Test XX 11:15:56
Air Blank 0.000 11:16:29

*Deficient Sample
**Invalid Sample

Begin new deprivation period

Not a Successfully Completed Test Sequence

Funsneat 1o saction 28-1327, Arzonz Revised Stsunes: this documeat 15 & certified dupiicaze of the mformanon contned in comguser
storaze devices of the Tucson Police Deparmment
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INTOXILYZER 8000
Location:
Serial Number: B0-002759

04/08/2030 191:18:09 /ﬁi\

Standard Lot#: B260011
Last Changed By: S. CIONE #50616

QAS: C. STRAUB #50772 >
TUCSON PO .

Test g/ Z10L Time

ir Blank 0.000 11:18:36
Cal Check 0.100 11:18:55
Alr Blank 0.000 11:198:25

Pursuant 1o ssenon 28-1327, Arzons Revised Stammies, this documsnt is a certified duphizate of the imformancn contamed in commser
stornge devices of the Tueson Polics Drepartmen



THIS REPORT ﬂF’PP

ARTZORE DEDARTMENT

TANDARD QUELITY ASSUBANCE PROCEDTRES

INTCNILYZER MODEL Eﬂit
STARDRED CRLISRARTION CHECK PROCZDURE
QA Spacial AZENCY Tuecso

/q"\ 1,%*“

Police Departs

&Rt

ist Qﬁs;% ofeAuS

| 1. Ensure that gas tsnk 15 attached To Inst-iument and contains s
standarc alcohol cancentration sclution 0. Jo#d AL,
OR
Pour & standard 2alcohol <oacentration sclution .
into 2 clean dry =imilator and assembles the simulstof. Ensurs
that a tight geal has been made. Turn or the sinmulater and
allow temperature to reach 34°C 0.2%

-
—

. Intoxilyzer BOUO0) display reads

Lad b

Go To the optrol Testing Meno™. Ssalect
gontrol ‘Test ozr W foz wet coritrol
selection i1s mede oress ENTER.

4. hir blenk completed

5. Calimrstion ack completed. Tes: resul:is

completed.

-

the record o

AN

=d

. Hemovs rinted regcord. Aztach

checklis

l'"llu

DFS Form Ext 6-2 (Rev. 03-01)

Purztant 1o section 21327
cowmpaier siceape divices of he Tucson Police [eporiment.
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“DUSH BUTTON TO START"
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INTOXILYZER 5000

Location:

Serial Fumber: 80-002759

04508/2070 11:03:03

Standard Lot#: B250011 A{Jll
Last Changed By: S. CIONE #50616

QAaS: C. STRAUB #50772

TUCSOR PD

Test g/210L Time

Air Blank 0.000 11:03:31
Cal Check g.10 11:03149
Alr Blank 0.000 11:04:%9

Purszsnt to seonon 28-1327, Arzona Revised Statures, tis docurnent is & centified duplicare of the information comained in computer
storuge devices of the Tucson Palice Department.



