l DrearTMaENT

CERTIFICATION by CUSTODIAN of RECORDS

W Tucson Police Department Crime Laboratory
e 270 S. Stone Avenue Tucson, AZ 85701-1917
W, o
I {1€T°D\ C“I'HT\ that these documents are a true and correct Copy OI f the Q 0,1'
periodic maintenance* for the Intoxilyzer 8000 Serial Number \\"1'
Lo-002759 maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A gquality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,

tor 2 0.100AC solution are 0.090AC t0 0.110AC.

Date: /’/’5/’” Call p.0949 AC Cal2

0:-07% AC

Between the dates of m/,z//,p and // // 4 //J
. 7 p ; . 7

the instrument was operatifig properly and accurately. 7
The instrument was taken out of service for repairon 4/~
The mstrument was returned to Service on Vo Vi

/

Cheryl K. Straub

() 22//0
ADPS QAS Permit # 33408
SUBSCRIBED AND QWOP@\ to before me this @2 . day of

‘70 :ra

QJJZMM&E/ MZO{

Notary Public
*Inciudes documents specified in A.A.C. R13-10-104.A.5

Pursuant 1o section 28-1327.

OFFICIAL SEAL
9\ A.M. HERNANDEZ
g NOTARY PUBLIC-ARIZGHA

v PIMA COUNTY
My Comm. Exp. Mar. 17, 2012

Arizona Revised Statutes, this documens s a certified duplicate of the

informarnon contained in computer storage devices of the Tucson Police Department.




EXHIBIT G-4
THIS REPORT PREPARED PURSUANT T
A.A.C. R13-10-104(A)
ARTIZONA DEPARTMENT OF PURLI

ROCEDUR

STANDARD QUALITY ASSTURANCE P
INTOXILYZER MODEL 8000
STANDARD QUALITY ASSURANCE

PROCEDURE

138cs

QA SPECIALIST SHARAul  ncency
/
DATE // //5’ . TIME
7 7
INTOXILYZER SERIAL ¢ 90-00 759
(V) 1. Display reads “PUSH BUTTON TO START"
DIAGNOSTIC TESTS
( /) 1. Clock time check.
{ '/ 2., Date check.

OPERA

l‘]

IONAL TESTS

( ? 1. Alcohol-free sub ec: test result 0. 200 AC.
( }) 2. Brror recogniti system functioning
/ Not a Successfully Com’ole:_.d Test Seqguence printed
{ 3. Proper sample recognition system
Not a Successfully Comr:ﬂe ed Test Seguence printed
/ Deficient sample printed
( ) 4. Standard Calibration Check standard 0. /40 AC
Result: 0. 7ﬁ AC
Instrument is operating properly and accurately I/NO

Khdro wps wot Chapasd - uable +o Conp/etE

M&.@ML&&@@MMWJ_

LFZ {53+ zgazzﬂsa/ .

(e S

SIGNATURE
DPS Form Exh G-¢ (Rev. (03-01
.~

Fursuant ro section 28-1327,
compuzier storage devices of the Tucson Folice Depariment.

Arizona Revised Stcnutes, this document is a certified duplicate of the information comained in



INTOXILYZER 8000
Location:

Serial Number : 80-002759

11/18/2010 06:08:41
Standard Lot#. 719919

Last Changed By: C. CONLEY $34517
QAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP,SQAP
pOB: 11/11/1111
Sex: F

Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 06:09:38
Diagnostic Test Pass 06:10:06
Air Blank 0.000 06:10:33
0.100 Cal Check 0.100 06:10:52
Air Blank 0.000 06:11:21
Subject Test 0.000 06:11:47
Air Blank ABT* 06:11:54
Air Blank 0.000 06:12:22
*Sequence Aborted

R e S zeked, Test. S

SIorags devicesof the Tuecson Police Depzrmmen

_}

N

A} bes

nce
Fis qm: coniamed m CommDure:



INTOXILYZER 8000
Location:

Serial Number : 80-002759

11/18/2010 06 12z 28 4bh~

©

Standard Lot#: 719919

Last Changed By: C. CONLEY #34517
OAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP,SQAP

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank IPS* 06:13217
Air Blank 0.000 06:13:45

*Improper Sample

Pursust i SNOE: &Uﬁ&q&em@g&&ﬁg npleted Tes

ea 'T.'I]J:E.. a1
SKOTEgE devices-of the Tucson Poilcs Deparmmen:

Sequence
in=s mIOT I conizmed in Qommurs:



INTOXILYZER 8000

Location:

Serial Number : 80-002759 4@“
11/18/2010 06:17:02
Standard Lot#: 719919

Last Changed By: C. CONLEY #34517
QAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP,SQAP

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank RFI* 06:17:49
Air Blank 0.000 06:18:17

*RFI Detect

Pursuant to secnon '@ 1 t’ ﬂ-_zé;uccg%g ::1!5 v!m,_wgleted Test

cerined mmu.a.a oftos
SLotage cevicesof the Tucson Polles Diepztmen

S uence |
100 CONtamed i commusr



INTOXILYZER 8000

fsg gZ%L

Location: ‘
Serial Number : 80-002759 /\‘p\{
11/18/2010 06:18:30

Standard Lot#: 719919

Last Changed By: C. CONLEY #34517

QAS: C. STRAUB #50772

TUCSON PD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111

Sex: F

Weight:

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 06:19:22
Diagnostic Test Pass 06:19:49
Air Blank 0.000 06320317
0.100 Cal Check 0.101 06:20:36
Air Blank 0.000 06:21:05
Subject Test 0.083* 06:24:13
Air Blank 0.000 06:24:46
Air Blank 0.000 06:25:13
Subject Test XXX** D6:25:43
Air Blank 0.000 06:26:16

*Deficient Sample
**Tnvalid Sample

Begin new deprivation period

Siorage cevicesof the Tucson Poiles Deparmmen:

leted Test Sequence

CeTUned qupliczre of tos MICTMANOD ceniainsd mn compure;
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Fursuant 1o section 28-1327. Anzonz Revised S

INTOXILYZER 8000
Location:
Serial Number: 80-002759

11/18/2010 06:27:09 (@\{
Standard Lot#: 719919
Last Changed By: C. CONLEY #34517

QAS: C. STRAUB #50772

TUCSON PD

Test g/210L Time

Air Blank 0.000 06:27:36
Cal Check 0.099 06:27:55
Air Blank 0.000 06:28:24

v
Oper#or 's Signature

storage gevices-0f the Tucson Police Deparmment

638,

tas, fhis doctment is a certified auplicars of toe mformanon contamed tn compure:
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URSUANT TC DUTY IMPOSED BY
13-10-104 (2
ARIZONR DEPARTMENT OF PUBLIC SATETY

AS STURAN ::-.8 090323 CEDURES /\%\j\ /‘pgb

TION CHECK PROCEDURE '\\-

QR Specialist Cﬁﬂﬂ% S'ﬂgﬂuﬁ AGENCY - Tucson Po

 mx //’//5,/],;; TIME 04 04

Intoxilyzer Serial ¢ PO-002#S59 Location TEAmM 4

s hed tTo instrument and contains
standard alcohol concentration solution 0. 500 AC.

lard alcohol concentration scolution ﬁ;ﬂf: AT,
iry simulator and assemblie the ure

the simuplator. E

on the simul

3 Go to the “Contrel Testing
- - - - E reatd = - &
COnELH6L ETest 6T ‘W for W
selection is made .press ENTER
-
vy 4, RAir blank completed
// 5 Calibration check completed. Test results 0
//, 6 Air completead
) 7 Remove printed record. Attach the record to CThe completsd
checklist

T 3 - e umee e
DPS FTorm Exh &-2 (Rev 05=0.%

Pursuans 10 section 281327, Arizona Revised Storutes, this documen: is a certified duplicarz of the information coruained in
compuaer siorage @evices of the Tucson Police Department.
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INTOXILYZER 8000
Location:

Serial Number: 80-002759 H
11/18/2010 06:06:29

Standard Lot#: 719919
Last Changed By: C. CONLEY #34517

QAS: C. STRAUB #50772

TUCSON PD

Test g/210L Time

Air Blank 0.000 06:06:57
Cal Check 0.099 06:07:15
Air Blank 0.000 06:07:45

{Mer

Operptor‘ s Signature

Fursuant to section 28-1327, Arizona Revised Stemures, this documen: is 2 certined auphbicats of the mformanon contamed m comure;
siorage cevices-of the Tueson Polics Drepzarunent



