CERTIFICATION by CUSTODIAN of RECORDS

Tucson Poiice Department Crime Laboratory /%L\ 0
270 S. Stone Avenue Tucson, 4Z 85701-1917 %

I hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 8000 Serial Number
B0-p0o 2759 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizonza Department
T Public Safety for 2 quality assurance program.

A qualitv assurance Snecialis’ (QAS) tested the insm;man‘ on the following
s. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2
for a O.IOOAC solution are 0.090AC 10 0.110AC.

Date: /2 /0¢ /o Call 6.699 AC Cal2 0,078 AC

Between the dates of ////57//0 and /72’// é’//ﬂ

the instrument was operating nromerlv and accurately.

The instrument was taken out of s=1'\-'i"° for repair on s
The mstrument was returned 1o service M/

Qﬁ/@%

Chervl K. Straub

/2 J20/70

ADPS QAS Permit = 33408

SUBSCRIBED ANI SWORN to before me this___ 00, day of

(‘g mlw 200

OFFICIAL SEAL
KIM MESSINGER
S) NOTARY PUBLIC-ARIZONA

PIMA COUNTY
My Comm. Exp. Sept. 19, 2014

Notary Public

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizonz Revised Statutes, this document is & certified duplicate of the
information contained 1n compurer storage devices of the Tucson Police Department,
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Tucson

TIME

/bz/OUQ/[/ﬂ
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L& .2/
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Display reads “PUSH BUTTON TO

( ) 1. Clock time check
VY 2. Date check.

OPERATIONAL TESTS

1. Alcohol-free subject test result
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Not a
3. Proper sample recognition sys
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Pursuar to section 28-1327, Arizona Revised Stavures, this document is a certified duplicare of the information comained in

compurer siorage aevices of the Tucson Folice Department



INTOXILYZER 8000

Location:

Serial Number : 80-002759 /
12/16/2010 06:04:15 \5")

Standard Lot#: 719919
Last Changed By: C. CONLEY $#34517

QAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 06:05:03
Diagnostic Test Pass 06:05:31
Air Blank 0.000 06:05:58
0.100 Cal Check 0.100 06:06:17
Air Blank 0.000 06:06:46
Subject Test 0.000 06:07:06
Air Blank ABT* 06:07:13
Air Blank 0.000 06:07:41

*Sequence Aborted

Fumuzn: o semoz o) arSueeessfuldyp.Completed -Pest--Seguenaarns: « comus

siorags devices-of the Tucson Poiice Dreparmmen:t
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INTOXILYZER 8000
Location:

Serial Number : 80-002759 /\jl\
12/16/2010 06:07:47

Standard Lot#: 719919
Last Changed By: C. CONLEY #34517

QOAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI~* 06:08:19
Air Blank IPS** 06:08:28

*RFI Detect
**Improper Sample

Fursuzn: o e NORD @anSuecessfully Completed . Rest -SeguUence -: » comum:

SIOTAg= gevices of the Tucson Polics Diepsrunen:



INTOXILYZER 8000
Location:
Serial Number : 80-002759

12/16/2010 06:08:36
Standard Lot#: 719919

Last Changed By: C. CONLEY #34517
QAS: C. STRAUB $50772
TUCSON PD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight:

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 06:09:30
Diagnostic Test Pass 06:09:58
Air Blank 0.000 062 10=25
0.100 Cal Check 0.100 06:10:44
Air Blank 0.000 06:11:13
Subject Test 0.091x 06:14:22
Air Blank 0.000 06:14:53
Air Blank 0.000 06315221
Subject Test XXX ** 06:15:51
Air Blank 0.000 06:16:24

*Deficient Sample
**Invalid Sample

Begin new deprivation period

Fumuent o e Not? aSueeessfuldyp.Completed-Rest-Segueneens: « oo

siorags gevices-of the Tucson Police Deparmem:
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INTOXILYZER 8000
Location:

Serial Number: 80-002759

12/16/2010 06:16:42 /b\\

Standard Lot#: 719919 .
Last Changed By: C. CONLEY #34517

QAS: C. STRAUB #50772

TUCSON PD

Test g/210L Time

Air Blank 0.000 06:17:10

Cal Check 0.098 06:17:29 :
Air Blank 0.000 06:17:58

Operﬂor 's Signature

Pursuznt 1o secnox 28-1327, Anzona Revised Senmes, tis document is 2 cerrifted dunhicers of the miormanon contaimed m COMDULE

stotags devices-of the Tucson Police Deparomen:
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INTOXILYZER 8000

Location:
Serial Number: 80-002759

12/16/2010 06:01:51 /ﬁjk{

Standard Lot#: 719919
Last Changed By: C. CONLEY #34517

QAS: C. STRAUB #50772

TUCSON PD

Test g/210L Time

Air Blank 0.000 06:02:19
Cal Check 0.099 06:02:37
Air Blank 0.000 06:03:07

Yo S

Operatoq/s Signature

1. Anzons Revised Stzmwes, s doctment is 2 certified quphicars of toe mformanon contzmed m OOMDUIS:



