‘ maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, ag defined in A.A.C. R13-10-1 04.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: /-1©-0% a1 p.(o] AC Cal2 0.096 AC

Between the dates of 12~y - o and |- 0-0¢
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon N/ A
The instrument was returned to service on L

O,J,Lov-m Q ’MQL --VI,

Clare L. Conley
[ 1 0%

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this {() o , day of
,20 0F

ey S SR
SFFiCIAL SEAL Er — |
WA TRY A EY
Pt M I R

" KOTARY PUBLIC-ARIZONA AL — s
5 PiliA COUNTY ! =

Tty Comm Exp Sept. 4, 2008 Notary Public

*Includes documents specified in A.A.C, R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department,



EXHIBIT g-4

| bk7 Ce
THIS REPORT PREPARED PURSUANT 10 DUTY IMPOSED R '
AA.C. R13-7 0-104(n) /()
ARIZONA DEPARTMENT o PUBLIC SaFETY L! 00‘5
)
STANDARD QUALITY ASSURANCE PROCEDURES \‘\\

INTOXILYZER MODEL go0p

STANDARD QUALITY Ag SURANCE PROCEDURE

' al

_ [
Llbre Lb?W;*tq AGENCY Tucsop Police Department
_—%‘_‘\—!—_‘__ \\\

ale

DATE Loty TIME 07 0y
—_— —_—

INTOXILYZER SERTAL # <1 - L0 27940 LOCATION (DB
=L EN = ke

—_—

QA SPECIALIST

(v 1, Plsplay reads “PUSH mUTTON TO START”

DIAGNOSTIC TESTS

(v ) 1. Clock time check.
P B Date cherk.

OPERATICNAL TESTS

( ") 1. Alechol-free Subject test result o.0 ¢ AC.
(v ) 2, Error Tecognition legic System functlonlng.

(v} 3. Proper sample Tecognition systen.
Not a Successfully Completed Test Sequence printeg
Deficient sample printed.

(v a. Standargd Calibration Check Standard 0. jpy AC
Result: 0,094 AC

Instrument ig Cperating Droperly and acCurately, vrRgs NO

COMMENTS Nove

i : b

DPS Form Exh G-4 (Revw. 05-01)

Pursuani to Section 28-1327. dArizona Revised Sratutes, this docy

ment is a certified duplicare aof the information contained ix
Lomputer siorage devices ¢f the Tucson Police Depariment
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INTOXILYZER 8000
Location: ARIZONA
Serial Number - 80-002760

01/10/2008 07:04:00 /b“
Standard Lot#; 72540171

Last Changed By: 71, GALLEGOS 28847

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQap
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period» Yes

Test g/210L Time

Air Blank 0.000 07:04:58
Diagnostic Test Pass , 07:05:25
Air Blank 0.000 07:05:52
0.100 Cal Check ¢.102 07:06:11
Alr Blank 0.000 07:06:41
Subject Tegt 0.000 07:06:58
Air Blank ABRT* 07:07:07
Air Blank 0.000 07:07;35

*Sequence Aborted

Purstag. o seevion 2812

e . 1227, f"JiZGnaRsvi_s:dS s i doeeran ; .. .
STRER deviess of Notosa, P&&Q%&ﬁrful 1y "Complors "Pert  Seguence ..

4 wel e

N



Pursuan-

EIf™orra

INTOXILYZER 8000
Location: ARTZONA
Serial Number ; 80-002760

01/10/2008 07 08 01
Standard Lot# 7254011

Last Changed By T GALLEGOS #28847
QAS: C. CONLEY #34517
TUCSON PD

Operator. C. CONLEY #34517
TUCSON PD

Subject: TEST, SQApP
DOB: 11/11/1111
Sex: M Welght 111

15 Mlnute Deprlvatlon Perlod? Yesg

Test g/210L Time
Alr Blank RFT* 07:08:45
Air Blank IPS** . 07:08:54

*RFI Detect
** Improper Sample

10 s2imion 281327, Atizong Revised Spampear s dorumen

T B S o st A e B e 5 g Lt £ o it

TTEER Soviess of R Rucsgy Suceessfully ComplcPids “TERL S siguencesn Comer



INTOXILYZER 800QQ ' lf 5{)7 CL\
Location: ARIZONA

Serial Number . 80-002760
01/10/2008 07:09:35 /TS\

Standard Lot#: 72540171
Last Changed By: T. GALLEGOS

#28847

QAS: C. CONLEY #34517
TUCSON PD

Operator: C. CONLEY #34517
TUCSON. PD

Subject: TEST,Soap

DOB: 11/11/1111

Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/2101, Time

Air Blank 0.000 07:10:25
Diagnostic Test Pass ‘ 07:10:53
Air Blank 0.000 07:11:290
0.100 cal Check 0.100 _ 07:11:39
Air Blank 0.006 07:12:08
Subject Test 0.100% 07:15:17
Air Blank 0.000 07:15:49
Air Blank 0.000 07:16:16
Subject Test XXX ** 07:16:235
Air Blank 0.000 07:17:09

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Pursiant 10 sepy 1327, Arj
ik TELANT 10 sepign 28-1327, Arizons Revises Stetrres fhis Apaur,

‘wm?ﬁwm“ﬁn&bHaPQRQQQSﬁiully éBﬁﬁﬁ%%@&dTEﬁ%ﬁEEQWQMQQWmmmeﬂ



INTOXTLYZER 8000 -

Location: ARIZONA SD/%/] C&)
Serial Number: 80-002760 N
01/10/2008 07:17:43

Standard Lot#: 7254017
Last Changegd By: T. GALLEGDS #28847

0AS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 07:18:09
Cal Check 0.099 07:i8:28
Alr Blank 0.000 07:18:57

U bage

Operator's Signatur

PUTSANT 10 cmen fome
mm:mk- 10 sxction 281327, Arivona Rovised Stmee D18 docemey: s . . P L _
FIOTRER Goviens of 1y, Tucson Fojies Deparmment = & ZCTUNeC dupiisare of tne mformarion COMIAREY iy prerna

R iy



EXHIBIT g-32

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED Ry
A.A.C. R13-10-104(A)

ARIZCNA DEPARTMENT oOF PUBLIC 3AFETY

STANDARD QUALITY ASSURANCE PROCEDURES B}N

]
INTOXILYZER MODEL 8000
1JN
42

STANDARD CALIBRATION CHECK PROCEDURE

C 1 .
QA Specialist ‘{C\r ¢ ({b g, AGENCY Tucson Police Department

DATE - io-0% TIME D7 0|
Intoxilyzer geria) # L opIT760 Location (ONg

(¥ ) 1. Ensure that 985 tank is attached to instrument ang contains a
Standard alecchol concentorRaLtlon solution 0.]v AC,
Pour g standard =zlcchol Concentration solution AC,

into a clean dry similator ang assemble the simulator. Ensure
that a tight gea)l has been made. Turn on the simulator and
allow temperature to reach 34°¢ + 0.2°C

{7 2. Intexilyzer 8000 display reads “PUSH BUTTON To START”

(7} 2. Go to the “Control Testing Menu”. Select “D® fgoyr dry

control test or “W? for wet contreol test. After
selection is made Press ENTER.

(v 4. Air blank completed.
i : : o Qe i
{ ) 5. Calibration check completed. Tegse results 0, 0| AC.
(&) 6. Air blank completed.
{ o) 7. Remove printed reccord. Attach the record to the completed

checklist .

! ; il
A
SIGNATURE QM}L& Cn:w\iibﬂ

DPS Form Exh G-2 (Rev. 05-01)

FPursuant to section 28-1327, Arizona Revised Statutes, this document 15 certified duplicare of the mformaiion contamed in
computer storgge devices of the Tucson Folice Department.



INTOXILYZER 8000
Location: ARIZONA

Serial Number: 80-00276¢ . f}
01/10/2008 07:01:52 ,)
Standard Lot#: 7254011 (lAJ\

Last Changed By: T, GALLEGOS #28847

OAS: C. CONLEY $34517 /lﬂ\

TUCSON PD
Test g/210L Time

Air Blank 0.000 G7:02:21

Cal Check 0.101 07:062:40 '
Air Blank 0.000 07:03:00

Uperator's Signature

)=
SUrsuan: i edake] . .

il ..an. L.Io‘s::mln ‘28-1::‘,. ATzrong Reviged Sw.‘.l’.:& this Sotumen i5 & pemtifie o limora mr o -
SIoraps devipag of the Tuasor FoHoe “‘Cnamn:n?. b CTHI el aupizate of the hrigelasstantay CORIZINEE in .

LT



