CERTIFICATION by CUSTODIAN of RECORDS
Tucsor Police Deparmmem Crime Laboratory
270 8. Stone Avenue Tucson, AZ 85701-1917

I hereby certify that these documents are a true and correct copy of the /<?\\
periodic maintenance™ for the Intoxilyzer 8000 Serial Number T\ﬂ
20 - 2027b0 maintained by the Tucson Police Department _ ‘ﬁ'
Crime Laboratory pursuant to the requirements of the Arizona D"panmem X

of Public Safaty for quality assurance program:

A guality essurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: ]1- 23-09 Call o0.]F AC Cal2 0.099 AC

Betweenthe datesof _b-25-09 and_7-23-0]
the instrument was operating properiy and accurately.

The instrument was taken out of service for repairon M /R
The mstrument was returned to serviceon N /A

Mo ol

!

Clare L. Conley
1-2%-6¢

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this 28 . day of
E:ij .20 09.

Notary Public

OFFICIAL SEAL
P52 A M. HERNANDEZ
(3% KOTARY FUBLIC-ARIZOMA
! PIMA COUNTY
My Comm. Exp, Mar. 17, 2012

*Includes documents specified m A A.C. RI3-10-104.A.5

Pursunnt to §ection 281327, Arizona Ravised Swwotes, this document is 2 certified duplizate of the
infarmarion contained in computer storage deviees of the Tueson Police Deparmment
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THIS REPORT PREPARZID PURSURNT TC DUTT IMPCSED
R.E.C. RIZ-1C-104 (&}
LRIZORA DEPARTMERT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

SPBCIALIST u:m Qﬂ‘nl&q AGENCY T ;

L

’f"t‘q"ﬁoq

Tucson Police Department

rmwg O71b

INTOXILYZER SERIAL § ®9-2027k0

v

CIAGMCSTIC TESTS

rosarron O D W Dl M

1. Display reads “PUSH BUTTON TO START"

( ¥} 1. Clock time check.
{ ) Z. Date check.
QOPERATIONAL TESTS
( v} 1. nleohol-free subject test rasult 0, Qo AZ.
{v/) 2. Error zecognition logle system functioning.
Mot a Successfully Completed Test Sequence printad
lwr ) 3. Proper sample recognition sysgiem.
Mot a Surcsssfully Completsd Test Seguence primted
Deficient sample printed.
{#" ) 4. Standard Calipration Check standard C. 0D AT

Result: 0. D19 AC

Instrument is operating properly and accurately. YES ¢

NC

COMMENTS Moo .

Pargant to section 28-1327, Arizana Revised Statures, this document 15 o certified dupficare of the informarion conlained in

computer storage devices of the Tucson Police Department



INTOXILYZER BOOQ
Lecation: ARTZONA

Serial Number : 80-002760
07/23/2009

07:18:46

Standard Lot#: 7309071
Last Changed By: S. CIONE

2<47)
(IS

socre N

QAS: C. CONLEY #34517
TUCSON FD

Operator: C. CONLEY #34517
TUCSON FD

Subject: TEST, SQAP

DOB: 11/11/1111

Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 07:20:19
Diagnostic Test Pass 07:20:46
Air Blank 0.000 07:21:13
0.100 Cal Check 0.100 07:21:32
Air Blank 0.000 07:22:02
Subject Test 0.000 07:22:31
Air Blank ABT* 07:22:38
Air Blank 0.000 07:23:06

*Sequence Abortad

Not a Successfully Completed Test Sequence

Furiuam 1o recnon 21527, Ariions Frvisas &
EomDurer siorqoo devicss oy the '

Lmurer s do
Tusyon Folice Deogrimen

SWmEN! 15 & vertified gunlicars of the iMformanen

SO e |



INTOXILYZER 8€00

Location: ARIZONA ?)'{5’]
Serial Number : 80-002760

07/23/2009 07:23:20 Q}h

Standard Lot#: 7309011
Last Changed By: S. CIONE #50616 {{*\

DAS: C. CONLEY " #34517
TUCSON PD

Cperabtor: C. CONLEY #34517
TUCSCHN PD

Subject: TEST,SQAP
BOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivaticon Period? Yes

Test g/210L Time
Air Blank RFEI™ 07:24:09
Air Blank IpPS%> D7:24:28

*BPT PBotect

**Improper Sample

Not a Successfully Completed Test Sequence

Fursuon tose 1537
' ctron 2052 drtrons Kew
& i red Bigirer thir g
o " e e 3 g I atrum cerrifies dimiis "
MmBuTer Slerags devices of iy 7 nesot Police Deaorimen o 1i 6 cereiied duplieate of the STermEon comaies



INTOXTLYZER 8000

Location: ARIZONA

Serial Number : 80-002760
07/23/200% 07:24:

u<N
55 Qs

Standard Lot#: 7309011
Last Changed By: S§. CIONE

#50816 ,ﬁ.\

QAS: C. CONLEY #34517
TOCSON BD

Operator: C. CONLEY £34517
TUCSON PD

Subject: TEST,SQAP

DOB: 11/11/1111

Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Tast g/210L Time

Air Blank 0.000 07:25:59
Diagnostic Test Pasgs 07:26:26
Air Blank 0.000 07:26:54
0.100 Cal Check 0.100 07:27:13
Alr Blank 0.000 07:27:42
Subject Test 0.302* 07:30:50
Air Blank 0.000 07:31:23
Air Blank 0.000 07:31:50
Subject Test XKX** 07:32:11
&ir Blank 0.000 07:32:45

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test

Furauam re pechon 381335 4

: Zons Revived! Stamrer, iHe o
BompLter sioraps devices o e podis

Tuzsen Folice Doparimen

SHRIERL I & verdiied dusiicaes of

Sequence

the SiFermaton eomameg



Srrruaw ip seotion 2R3

CI:.'P.-“ T . . 1 - - e -
PEHIET SLass gewesr of the Tiewon Foiice Lepprimen

INTOXTIIYEER 8000
Logcation: ARILEQNA
Serial Number: BO-00Z760

07/23/2009. QFiIF08

Btandard Lotd: 7308011
Last Changed By; 3, CIONE #5086

DAZS: C. CONLEY #34517
TUCSCH PL

Tast g/210L Time

Air Blank g.oab 6 2 B i )
2zl Check 0.09% Gl:33:55
Lir Sl=nk A 0 N7 -4 -38

Mee bonde

Operator's Signa turg&

L Arsons Bmnsos Tro
Rowsed Srmurer. 1 LONMEH IF & porpiies dindisi

P Sty

gl LT

5§\

SUMTANG Cia e iy



ASTART TO DUTY IMPOSER 3Y
-1

t-104 1A
ERIZONE DZIPARTMENT OF PUBLIC SAFETY \3%/]
STANDARD QUALITY ASSURAMCE PROCEDURES Q_}J\
INTOXILYZER MODEL BOOO

STANDARD CALIBRATION CHECE PROCEDURE /{D‘X‘ ﬂb‘\
GA Specialist Ua.rt &*"\\"‘1 AGEKCY Tucson Pclice Department
DATE 7-13-09 TIME 071k
Intoxilyzer Serial ¢ &0-D22Z7b)  ‘Location ODW Dl AR

(v ) 1. Ensure that gas tank is attached to instrument and contains a
standard alcohol concentration solution 0, 139 AC.
o=

Pour 2 standard alcchol concentraticn solution AC,
into a clean dry simulater and assemble the simulatos. Ensure
that a tight seal has besn made. Tura on the simuletor and
allow temperature to reach 34°C b 5 P b v

( V') 2. Intexilyzer 8000 display reads “PUSH BUTTOM TC START"

{ v ) 3. Go to the “Control Testing Menu"”. Select “D" for dry
control test or “W" for wet contrel tTest. After
seiection is made press ENTER.

{ & ) 4. BAir blzak completed.
v

( ) 5. calibration check completed. Test results 0. [® AC.

{ v ) &. ir blank completed.

( ¥ 7. PRemove printed record. Attach the record to the completed
checkliist.

SIGHNATURE &M t‘“‘g“"‘]

[

DPS Form Exh &-2 (Rev. 05-01)

Pursuant to section 281327, Arizona Hevised Statutes. this document iv a certified duplicate of the inforsmation comained iy
CompuIcr Storaee devices of 1he Tucson Pallee Department



INTOXILYZER 8000 <} (‘Q/I

Location: ARIZOEA
Berial Number: B0-0027&0

07/23/2009 07:16:45
Standard Lot#: 7309011
Last Changed By: S. CIONE #50516 /i*\
QAS: C. COWLEY #34517
o~ TICSON 7D
Test g/210L Time
Air Blank Q0.000 gF:z17:13
Cal Check 0.100 07:17:31
air Blank 0.000 07:18:01

Wane bode,

Cpurator's Elqn&:ure

Frrsuant 1o seenon JB-JEDT, drirone Hewieed Stavyrer. this Rostmen:
L]

n . . St ; IF 8 pertiiied dunl b
Tgkte: Sorage aevicss ¢ the Tussan Folies Devarimen FETIRIRE Siplicate of the sfermaey votamned o



