CERTIFICATION by CUSTODIAN of RECORDS
v Tucson Police Department Crime Laboratory
270 § Stone Avenue Tucson, AZ 85701-1917

I hereby certify that these documents are & true and cormrect copy of the /C)\‘\ 'Lﬂcﬂ
periodic maintenance® for the Intoxilyzer 8000 Serial Number '],L"

20- 002760 maintained by the Tucson Police Department Y
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.1 10AC.

Date: Eﬂ'fiﬁfg& Cal1_p, 098 AC Cal2 0,098 AC

Between the dates of 5_&1 /09 and _10/15/09
the instrument was operating properly and accurately. =~

The instrument was taken out of service for repairon —
The instrument was retumed to serviceon —

/44454:_&2:04
Sarah L. Cione
lo/21/0%

ADPS QAS Permit # 33335

SUBSCRIBED AND SWORN to before me this__ ~7 /3" . day of
” 2009 .

Q_l}‘ ﬁ'(\L /jr."‘.' A e /«‘fﬂ

) T OFFICIAL SEAL
‘ o B\ AM. HERNANDEZ
| L estie 7 5 NOTAAY PUBLIC-ARTZONA
I a3 SIAdA ™ BTy

"":“ s .'"!Fvlaf'l L.JOLH-'l Y
M -

LA My Comm. Exp. Mar ‘ir.:[—‘.-E!

Notary Public
!
*Includes documents specified in AA.C RIZ10-104.A5 :

- —

Pursiznt 1o zection 28-1327. Anzona Revised Stannes, this documens is a ceriified duplicziz of the
information contained in compoter storass devices of the Tucson Police Deparmment



EXEIBIT G-4 i 9&[ \fOSC_

THIS REPORT PREPLRED PURSUANT TO RUTY IMPOSED BY
B-A.C, RI13-10-104 (L)

ARLZONE DEPARTMENRT OF PUBLIT SASETY

STANDARD QUALITY ASSURANCE PRCOCECURES
INTOXILYZER MODEL BOOD

e

STANDARD QUALITY ASSURANCE PROCEDURE ék\ ,u,&\

on sezciazzst Sarah ot AGENCY Tucson Police Department
DATE fﬂﬁﬁ/p‘i TIME §:R”3

Fi T
IRTOXILYZER SERIAL # - (30, LOCATION buI fil?

[/ i 1. Display reads “PUSH BUTTON TO START"

DIAGHOSTIC TESTS

7
tof

} 1. Clock time check.
i 2. Date check.

OPERATIONAL TESTS

iv', ] 1. EZlcohol-free subject tesc resuliz C. 000 aAC.
(/) 2. Error recognition logic system funcTtiocning.
dot & Successfully Completed Tast Seguence printed
Ur"/ | . Proper sample recognition system,
Net & Successiully Completed Test Sequence printed
'// eficient samnle pfinted.
{ } 4. Standard Calibration Check standard O. lﬂﬂ AC
rasult: 0. _09¢ c

i)

a3

Instrument is coperating properly and sccurately. YES / NG

COMMSETE

Fursuans o sectior: 38 [ 377, Arizong Revred Starares. thiz documgnr = o cernjied dupiicars of fhe myjormaiion comained in
compuler Horepe denoes of ke Tucson Pollcr Desarmen:



202105,

INTOXILYZER 8000
Location: ARIZONA
Serial Number : B0-002760

10/15/2009 09:55:19 /ﬁ\

Standard Lot#: 7303011

Last Changed By: 5. CIONE #50616
QAS: S. CIONE #50616
TUCSCON PD
Operator: S. CIONE #50816
TUCSON PD

Subject: SQAP,TEST
PeB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:56:46
Diagnostic Test Pass 09:57:13
Air Blank 0.000 03:57:40
G.100 Cal Check 0.09%9 09:57:59
Air Blank 0.000 09:58:-29
Subject Test 0.000 02:58:43
Air Blank 0.000 05:53:10
Five Minute Wait ABT*

Air Blank 0.000 09:59:49

*Sequence Aborted

Not a Successfully Completed Test Segquence

=.
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INTOXILYZER 8000
Locaticn: ARIZONA

Serial Number :

10/15/2009

80-002760

SOffosc

09:59:55 /}%

Standard Lot#: 7309071

Last Changed By: S. CIONE #50616
QAS: S. CIONE #506186
TUCSON PD

Operatcr: S. CICHE sECEE
TUOCSON PD

Subject: SQAP,TEST

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Periocd? Yes

Test g/210L Time

ARir Blank RFI* 10:=00:51
Ailr Blank IFg** 10:00:58
*RFI Detect

**Improper Sample

Not a Successfully Completed Test Sequence

Furguam 1o veetion 35153
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INTOXILYZER 8000
Location: ARIZONA

Serial Number : B0O-002760

10/15/2009 10:01:21 /@}\
Standard Lot#: 7309011

Last Changed By: S. CIONE #50616
QAS: S. CIONE #50616
TUCSON PD

Operator: S. CICNE #50816
TUCSON PD

Subject: SQAP,TEST

POB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 16:02:04
Diagnostic Test  Pass 10:02:32
Air Blank 0.000 10:02:59
0.100 Cal Check 0.099 10:03:18
Air Blank 0.000 10:03:48
Subject Test RFI* 10:04:44
Alr Blank 0.000 10:05:17

*RF1 Detect

Not a Successfully Completed Test Seguence
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SUF{OSC

INTOXILYZER 8000

Location: ARIZONA
Sarizl Number : 20-0027F0

-

10/15/2009 | 10:05:58 /\5\‘

Standard Lot#: 7309011

Last Changed By: S. CIONE #50616
QAS: 5. CIONE #50816
TUCSOR FD
Operator: S. CIONE #50816
TUCSCH ED

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:06:47
Piagnostic Test Pass 10:07:14
Air Blank 0.000 10:07 =41
0.100 Cal Check 0.099 10:08:00
Air Blank 0.000 10:08:30
Subject Test 0.045% 10:11:38
Air Blank 0.000 10:12:10
Air Blank 0.000 103512:37
Subject Test XXX** 18:13:10
Air Blank 0.000 10:13:44

*Deficient Sample
**Invalid Sample
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Not a Successfully Completed Test Sequence
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INTOXILYZER 8000
Tocation: ARTIZONA
Serial ¥usber: 80-002760

1071572609 10:714:05

Standard Lot#: 7305011 \1
Lagt Changed By: 5. CIONE #350615

Qas: S CIONE SS0615

TUCSON FD

Tast glf210L Time

Air Blank 0.000 10:14:33

Cal Check 0.088 10:14:51

Air Blank 0.000 10:=15:21
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EXHIBIT ©-2

.
DUTY IMPOSED BY 7 0{1 05(

THIE® REPORT PREPERED PURSUANT TO
G-104(2)

A.A.C. R13-10
ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCEZ PROCEDURES
INTCXILYZER MODEL BOQD

G, 1
STRANDARD CALIBRATION CHECZX PROCEDURE \ %ﬂp
\

OR Specialist ot AGENCY Tucson Police Deparcment

DATE _|p f;squ TIME _G./83

Intoxilyzer Serial & S0-00275L0 Lecation DT HE

[/: 1. Ensure thar gas tank is atrtached to instrument and contains a
standard alcohol concentration solution 0. [{!1 A,
oR
Sour a2 standarg alcohoal concentration solution AC,

intc & clean dry simulateor and assemble the simulatc:s. Ensure
that a tight seal has been made. Turn on the simulator and
allow temperature toc reach 34°C + 0.2°C

1#/ ) 2. Intoexilyzer BOOD display reads “"PUSH BUTTOK TO START"

3. Go to the “Control Testing Menu”. Select “D" for dr
control test or *W" for wer contrel test. Afte
selection is made press ENTER.

Y

d 4. Air blank completed.
{ v ) 5. Calibratisn check compléted. Test results G.{HE AC.
v 6. Air blank completed.

7

. Remcve printed record. Attach the record to the completed
checklist,

BEPSE Form Exh G-2 (Rev. 05-01)

Pursuant to section 281327, Arizong Revised Stomtes. this document is @ cortified duplicatz of the informotion contaimed i
cemputer storape devices of the Tucson Police Departmens.



INTOXILYZER 8000 E} HF, {OSC

Location: ARIZOHA
Serial FNumber: B80-002760

1871572009 09:53:40
Standard Lot#: 7309011 (ﬂ\
Last Changed By: $. CIONE #50646

QAS: S. CIONE #50616

TOCSON PD

Test qf210L Time

Air Blank 0.000 N9:54:-08
Cal Check 0.098 09:54:2€
Air Blank 2.000 09:54:5¢&

=ash (ot

Ugerator's Signature
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Date: __| ﬂ{/ ! Sf 09

'SA{BM:'.M{

QAS:

TUCSON POLICE DEPARTMENT ‘?9‘}5(05‘:

CRIME LABORATORY

INTOXILYZER SERVICE RECORD
FOR
CALIBRATION GAS TANK CHANG 4

M
"

Intoxilyzer Serial Number: _80 = 002760
New Lot Number; $2L001 T

New Expiration Date: _37&3/31'} 10

)
()

(V)
(v

)
5

SIGNATURE igb Cione

I

Lk

Ly

- -

10.

Intoxilyzer 8000 display reads “PUSH BUTTON TO START”
Remove the old gas tank and install the new one.
Hit the *ESC™ key twice and swipe the QAS card.

Go to the “M-Maintenance” menu and select “S-Standard Change.”
Select “D" for dry gas and enter the following information:

Enter Target Value: 0.100

Enter Control Lot #: From the tank label

Enter Exp Date: From the tank label (mm/dd/vyyy)

Edit info YN? Y or N

Update Std Info? Y ENTER

“Please wait saving,..”
Hit the “ESC” key twice.
Go te the “M-Maintenance™ menu and select "Control Testing. ”
Select “D" for dry control test. After selection i1s made press
ENTER.

Air blank completed.

Calibration check completed. Test results 0._[ ()] AC.

Air blank completed.

Remove printed record. Attach the record to the completed checklist.

Pursuant (o section 28-1327, Arizona Revised Statwes, this document is 2 certified duplicate of the informution contained in
computer storage devices of the Tucson Police Department
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INTONILYZER 8000

Location: ARIZOMA

Serial Wumber: 80-002760

10/15/2009 10:20:33

Standard Lot#: 8260011

Last Changed By: 5. CIONE #50616 /SL\

QAS: S. CIONE #50616

TOCSON PD

Test gf210L Time

Air Blank 0.000 10:29:01
Cal Check 0.10% 10:=21:-19
Air Blank 0.000 10:21:-49

L)
— Sanh Lo
Dperator's Signature

n' - ey .ﬂ - - -
SUERUE 1D roenton 2507 Armone Revisss Lot T dos

- . Lis Z ks SMET B SEETTIES Suslirate e v r |
cemzies storape devies qf'the Tuzson Poiice Departmes: @ Eeriied auplicas of the ime-maion comatmed »



