CERTIFICATION by CUSTODIAN of RECORDS
Tucsor Police Department Crime Labaorators
270 8. Stone Avenue Tucson. AZ 8570]-1917

1 hereby certify that these documsnts are 2 true and correct copy of the
periodic maintenance® for the Intoxilyzer 8000 Serial Number @L\

fo-v0277L0 maintained by the Tucson Police Department Q_R
Crime Laboratory pursuant to the requirements of the Arizona Deparmment
of Public Safety for a quality assurance program.

g0°

A quality assurance specialist (QAS) tested the instrument on the following
aates, The acceptable accuracy limits, as defined in A, A.C, R13-10-104.A.2,
for 2 0.100AC solution are 0.090AC 10 0.110AC.

Date: 2-5~/2 CallD.l0D AC Cal2 O.109 AC

Between the datesof  /-7-/0 and 2-%-/o
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon N/
The instrument was returned to serviceon N /A

Mare Qn&v}

Clare L. Conley

ﬁcla‘iflorb

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this Q B et

Notarv Pubi; 1 . OFFICIAL SE/
otarv Public * LAURA A, SANTAN:
i) J5) NOTARY PUBLIC-AT",

>4 PIMA COU

" My Comm. Exp. Jan.

*Includes documents specified m A A C. RI3-10-104.4.5

Pursuan: to section 28-1327, Arizona Revised Stanues, this document
information contained in computer storaoe deviess of the Tueson Poli
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INTOXILYZER 8000 QNN
Location: ARIZONA
Serial Number - 80-002760

02/05/2010 07:24:45 (ﬁ,‘
Standard Lot#: 8260011

Last Changed By: C. CONLEY #34517

QAS: C. CONLEY #34517
TUCSON PD

Operator: C. CONLEY #34517
TUCSON PBD

Subject: TEST,SQAP
DCB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 07:25:33
Biagnostic Test Pass 07:26:0%
Air Blank 0.000C 07:26:28
0.100 Cal Check 0.101 07:26:47
Air Blank 0.000 07:27:16
Subject Test 0.000 07:27:42
Air Blank ABT* 07:27:48
Air Blank 0.000 Q7:28:17

*Bequence Aborted

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Arizona Revised Statutes, this docurment is o certified duplicate of the information contained in compules
storage devices of the Tucson Police Department



INTOXILYZER 8000 %7

Location: ARIZONA Q)m\
Serial Number : 80-002760
02/05/2010 07:28:26 {ﬂh

Standard Lot#: 8260011
Last Changed By: C. CONLEY #34517

QAS:" C. CONLEY #34517
TUCSON PD

Operator: C. CORLEY #34517
TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight:- 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank RFI= 07:28:50
Air Blank IpSH* 07:29:00
*RFI Detect

**Improper Sample

Not a Successfully Completed Test Sequence

Pursuant 1o section 281327, Arizony Revised Statuies, this document i a certificd dupiieate of the information cantained in computer
srorage devices of the Tucson Police Deparment



INTOXILYZER 8000 L}€£:?

Location; ARIZONA Q}P\
Serial Number : 80-002760
02/05/2010 07:29:13 fﬁk

Standard Lot#: 8260011
Last Changed By: C. CONLEY #3457

QAS: C. CONLEY 234517
TUCSON PD

Operater: C. CONLEY #34517
TUCSON PD

Subject: TEST,SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 07:29:59
Diagnostic Test Pass 07:30:27
Air Blank 0.000 07:320:54
0.100 Cal Check 0.101 07:31:13
Air Blank 0.000 07:31:42
Subject Test 0.403* 07:34:51
Air Blank 0.000C 07:35:24
Air Blank 0.000 07:35:52
Subject Test 9.8 S 07:36:14
Air Blank 0.000 07:36:50

*pDeficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuant 1o section 28-1327, Anzona Revised Statutes, this document is & certified duplicate of the mformaton contined in compuler
storage devices of the Tucson Police Deparment.



INTOXILYZER 8000 (.’5107

Location: ARIZONA

Serial Number: B0-002760

02/05/2010 07:37:06 SEN
tandard Lot#: B260017T

Last Changed By: C. CONLEY #34577 é‘*‘
QAS: €. CONLEY #34517

TOCEON 7D &

Tast g/ 210L Time

Air Blank &.000 67:37:33

Cal Theck 0.100 07:37:52

Air Blank 0.000 07:38:22

blase Boilles

Operator's Signature

Pursuant fo section 28-1327, Arizona Revised Statutes, this document is a certified dupiicate of the informanon contained 0 computer
storge devices of the Tuesopn Police Deparment
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Qy-w227f0 Locaticn thlm -LGLL

Ernsur=z tThat Ggas tank s Ertachad To instroment andé cContains a
standard alcohol —oncentration solutien (. fﬁg AC,

(0728
Dy & standaré alcohol gsoncent=zation sclutisr 22,
into & clean dry simnlator and assemple the simulateor. Ensuze
That & tight seal has besn made. Tuzn on the simulaTor and
ailow temperature to reach 34°C + 0,29

Intoxilyzer B000 display reads “PUSH BUTTGN TO START”

Go e the *Control Testing Menu™. Selegt “D° fer dzy
control test or “W" for wet control test. After
selectiocn is made press ENTER.

Rir blark compleced.
Celibration check conmpieted. Test results G._iff___ﬁc.
Bir blank completed.

Remove printed record. Attach the =zecord tTo the completad
checklisct.

Pursuant to section 2501327 Argons Revised Sianmes. this documenr is o certifled duplirnie of tae ifirmation contamed in
mmﬁmﬂﬂz?mhﬂﬂw



INTOXILYZER 8000 7({;’}

iocation: ARIZONA

Sarial Busber: BO-002760 h
G2/05/2010 07:23:14

Standard Lot#: 8260011

Lagt Changed By: C. COMLEY #34517

CGAS: C. CONLEY #3457

TUCSON FD

Teat g/ 230L 2ime

Air Blank 0.000 07:23:42

Cal Check 0.100 07:24:01

Air Blank 0-000 07:24:30

Mone Coler,

operator's Sig r}fatura

Pursuant io section 28-1327, Anzona Revised Statutes, this document is a cernfied duplicate of the information contained m computer
storege devices of the Tucson Pobice Departmen:



