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CERTIFICATION by CUSTODIAN of RECORDS

W Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-1917 éb\
0
I hereby certify that these documents are a true and correct copy of the ."];a"n
periodic maintenance® for the Intoxilyzer 8000 Serial Number I't

80 - 0027760 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date:ijIZI[Q Call 0.101 AC C(Cal2 o.m; AC

Between the datesof 3 ﬁ-i’ A 0 and "'fﬁ A’O
the instrument was nparaliﬁg;pmperl}f and accurately. '

The instrument was taken out of service for repairon ~
The instrument was returned to service on =

/émal} Liont

Sarah L. Cione

4/a/io
ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN to before me this /2™  dayof
; OIMMQ .20 /0.

Notary Public R L
| @S54 PIMA COUNTY |
*Includes documents specified in A.AC. R13-10-104.A.5 LT gy Comm. Exp. Mer 47, 2017

Pursuant to section 281327, Arizona Revised Statures, this document is a certified duplicate of the
information comained in computer storage devices of the Tucson Police Department.



O DUTY IMPOSED BY /o §

TEIS R=ZPORT PREZARED PURASUANT T b 4 1
RiA.C. RIZ-10-1041a]
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STANDERD CUALITY ASSURANCE PROCEDURE L‘

QR SPECIALIST Sﬁfﬂh Cmﬂ{ AGENCY Tucson Police Departmen:

DATE /IAQ vz 846

INTOXILYZER SERIAL & Ef)-002 Iéﬂ ocariol DL H@

i\"'{ Y 1. Bisplay resds “FUSHE SUTTOR TO START
DIAGNOSTIC TESTS

1 ) . Cigck zim= check.
i\)( ] 2. Date check.

OPERARTIONRL TESTS

i 1 ci-Tree subiect test result 0. Q Q AL.
{ } 2. -Error agn;:;a" lagic system Iunctio
ceessiully Completed Tes: Sequenc
samg:...e racoqnition systea.
H::-- SGCCEES:::J. Complsted Test Segusntes prinTed
Def::ien: sampie printed.
i / 4. Scandazd Caiibratien Check standard 0. (00 ac

s=sulz: O._JO) =z

I‘I
[ -_{;

Lt

"U lll
it 5
(}l
mm

nsitrument is operstipyg properly and accurately. YES ?/( RO

PSS Form =rh 6-4 [(Rev. 35=01

Pursuant ro section 281327, Arizona Revised Statwres, 1his documens i o cociinies duplicate o the information comained &
comenier srorape devices of the Tucson Polior Dvparimess



INTOXILYZER 8000 Q (70 glic

Location: ARIZONA

Serial Number : 80-00276&0

04/01/2010 08:49:04 /ﬁL\
Standard Lot#: 8260011

Last Changed By: C. CONLEY #34517

QAS: S. CIONE #B0616

TUCSON PD .
Operator: 5. CICNE #506718

TUCSON FD

Subject: SQAP,SQAP
DoB: 11/171/4171 10
Sex: F Wweight: 111

15 Minute Deprivaticon Period? Yes

Test g/210L Time

Air Blank 0.000 0B:50:17
Diagnostic Test Pass 0B:50:44
Air Blank 0.000 DB:571:12
0.100 Cal Check 0.101 08:51:31
Air Blank 0.000 0B:52:00
Subject Test 0.000 08:52:43
Air Blank 0.000 08:53:10
Five Minute Wait ABT*®

Air Blank 0.000 0B8:53:57

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuant w section 28-1327, Arizona Revised Statutes, this document is a cernfied duplicate of the information contained in computer
storage devices of the Tucson Police Deparment.



INTOXILYZER B000
Location: ARTIZONA

3ol e

Serial Number : 80-002760 /’sl\
0470172010 08:55:07 \
Standard Lot#: B26001I

Last Changed By: C. CONLEY #34517

QAS: S. CICNE #506186
TUCSON ED .
Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP,SQAP

pDoB: 11/11/1111

Sex: F Weight: 11

15 Minute Deprivation Peried? Yes

Test af210L Time
Air Blank RFI* 0B:55:39
Air Blank ITPS** 08:55:50

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Anzons Revised Statutes, this document i5 a certified duplicate of the information contamed 1 computer
storzge devices of the Tucson Police Deparmment.



INTOXILYZER 8000
Location: ARIZONA _
Serial Number : 80-002760

04/01/2010 08:55:56
Standard Lot#: 82860071

Last Changed By: C. CONLEY #34517
QAS: S. CIONE #50816
TUCSON PD

Operator: 5. CIONE #50616

TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Tast g/210L Time

Air Blank g.000 08:57:05
Diagnostic Test Pass 08:57:32
MAir Blank 0.000 08:57:59
0.100 Cal Check 0.101 08:58:18
Air Blank 0.000 068:58:48
Subject Test 0.079* 09:01:56
Alr Blank 0.000 05:02:28
Air Blank 0.000 09:02:55
Subject Test XXX *= 09:03:20
Air Blank 0.000 09:03:52

*Deficient Sample
**Invalid Sample

Begin new deprivation period

Not a Successfully Completed Test Sequence

Tof 8.
4

Purszant to section 28-1327, Anzona Revised Statutes, this document 15 & certified duphicate of the mformation containgd in computer
starage devices of the Tucson Police Depariment.



INTOXILYZER 8000 S 9
Location: ARTZONA S

Serial Number: 80-00Z780

D4/01 /2070 09:06:4"
Standard Lot#: 8280012 /\ﬁH
Last Changed By: C. CONLEY #34317

TOCSOH =D

Testl gf2i10L Time

Air Blank 0.0o0 09.:07:0%
Tzl Check 0.109 Gg%:Q07:238
Air 8lank 0.000 09:07:57

’2@_1' Q c:hn!
Dperator's Sigmaturs

Pursuant to gection 25-1327, Arizons Revised Swtutes, this document is 2 centificd dupbeate of the information contamed in compoiss
storage devices of the Tucson Police Department.
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TEHIS REPORT PREPARED PURSUANT T0 DUTY IMPOSED BY é %
E.A.C. R13-10-104(%) SC

ARIZONA DETARTMERT OF PUBLIC ZRFETY

STENDARRD QUALITY ASSURANCE PROCEDURES /ﬁ\ h\ﬂ
L 8

IRTCXILYZEER MODZI. 800

STANDERD CALIBRATION CHECK PROCEDURE l\

QA Specialist Sﬁ.m._’j EJ#{J{ AGENCY Tucson Police Department
DRTE q_/:j;g St | A
Intoxiliyzoar Ssrial & ?9*9027‘15 Locatlion DUI Hfﬂ

Ly

h"'f ) 1. Ensure that gas tank is attachsd to instrument &ng contzins =
standard alcohol concencration sclution 0. 100  &c.

o=
& standa~d zaloohol conrentration solution AT,
a clean dry simnistor a2nd assembie the sirtlator. Ensuse
a Tigh: se2al has Doen made., TuTh on the simulstor and
temperature to reach 34°%°C + 0.2°C

) 2. Iptoxilyzer BOOC displiay reads “FUSE BOTTON TD STERT

[
§Eﬂli

[l -
[ N = 0 5
o0

) 3. Go tc the “Control Tasting Menu™. Select “D" for dry
control Test ey “WT for wer control Test. After
selectiion 18 méde press SNT=ER

ion check completed. Test resulzs 0. 10] AC.
. HAir bBlank completed.

] 7. Remove printed record. Attach the record to the comoletsd

Pursuant (o section 28- 1327, Armona Revised Stanares. they docursend 5 o centifles duplicane of the tnformanon contatmes
compuier siorage devices of the Tucson Podice Depeartment



INTOXTLYZER 8000 ;
Location: ARTZIONA '7 8'
Serial Number: 80-002760 Bt
0£/01/2010 08:46:35

Standard Lot#f: 8260071 /\Sl\

Last Changed By: C. CONLEY #34577

QAS: S. CIONE #50616

TOCSON FD

Tast g/f2igL Time

Air EBlank RET* 08:46:42
Air Blank 0.000 d8:47:11

*BFI Detsct =

w-ﬂm}

Operator®s Signature

Pursuant to section 28-1327, Anzona Revised Stamutes, this document is 2 certified duplicate of the information contained in computer
storage devices of the Tucson Police Deparmment



INTCEXILYZER 8000 ?? 8

Location: ARITOEA S{
Serial Number: BO-00Z2780
04/01/200D 0R:47:17

Standard Lot#: E260071 /@\{

Last Chanoed By: C. CONLEY #34317

QAS: 3. CIOWRE #5066

TUCEOR PD

Test g/2iiL Time

Alr Rlank 0.800 0847145
Cal Chesk g.101 0B:48:03
Elr Blank 0.G0g 08:48:33%

;‘t Operator's Bignature

Pursuant to section 28-1327, Arizona Revised Statutes, this document = a certified duplicate of the mformation contained in compister
storage devices of the Tucson Police Department.



