CERTIFICATION by CUSTODIAN of RECORDS
Tucsor Police Deparrment Crime Laboraiory
270 S Stone Avenue Tucson, AZ 85701-1917

I hereby certify that these documents are & true and correct copy of the

periodic maintenance® for the Intoxilyzer 8000 Serial Number /ﬁ l'\ ,@10
80-00277,0 maintained by the Tucson Police Deparment %L@

Crime Laboratory pursuant o the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following

dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
tor 2 0.100AC solution are 0.090AC 10 0.110AC.

Date: 2/19/10 Cal 1.0.100 ac ca20.100 AC

Betwesn the dates of '7_/22/!0 and 8‘!!"‘!'0

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on _~
The instrument was returned to service on =~
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Pursuant 1o section 28-1327, Arizona Revised Stamutes, this document 15 a certified aupiicate of the
mfiormarion contamed in computer storage aevices of toe Tucson Police Deparmment
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Pursuant to section. 28-1327, Arizona Revised Statuzes, this documsni is a certified duplicare of the information comained in

computer storage devices of the Tucson Police Department



INTOXILYZER 8000
Location: ARIZONA
Serial Number : 80-002760

08/19/2010 15:18:54
Standard Lot#: 8260011

Last Changed By: C. CONLEY #34517
QAS: S. CIONE #50616
TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight:

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 15:19:39
Diagnostic Test Pass 15:20:06
Air Blank 0.000 15:20:33
0.100 Cal Check 0.100 15:20:52
Air Blank 0.000 .52 222
Subject Test 0.000 15:21:5]
Air Blank 0.000 152223519
Five Minute Wait ABT*

Air Blank 0.000 1522259

*Sequence Aborted

Not a Successfully Completed Test Sequence
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Pursuant to sechon ‘28-132 /. Anizona Revised Statutes, tis document s z certified duplicars of the mformation contamed in computer
storage gevices of the Tucson Police Deparmen: .



’Zaﬁk

INTOXILYZER 8000
Location: ARIZONA

Serial Number : 80-002760 AN
08/19/2010 15:23:04

Standard Lot#: 826001I

Last Changed By: C. CONLEY _ #34517

QAS: S. CIONE #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP, SQAP
DOB: 11/171#1211
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 15:23:53
Diagnostic Test Pass 15:24:27
Air Blank RFI* 15:24:30
Air Blank IPS** 15:24:39

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

T +, - . - - 1 o~ s - -
sursuant to secion 28-1327, Anzona Revised Statutes, this Gocument 1s 2 cerified Gupiicate of the miommaton containec m computer
storages devices of the Tucson Police Deparmmen: -



INTOXILYZER 8000
Location: ARIZONA
Serial Number : 80-002760

08/19/2010 15:24:46
Standard Lot#: 8260011

Last Changed By: C. CONLEY #34517
QAS: S. CIONE #50616
TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight:

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 15:25:39
Diagnostic Test Pass 15:26:06
Air Blank 0.000 1155 26233
0.1700 Cal Check 0.100 15526252
Air Blank 0.000 152273222
Subject Test 0.054%* 15:30:30
Air Blank 0.000 15231 201
Air Blank 0.000 15231 229
Subject Test XEX** 152 31 £52
Air Blank 0.000 15:32:25

*Deficient Sample
**Tnvalid Sample

Begin new deprivation period

Not a Successfully Completed Test Sequence

Tof e
(

':'ursuan' 10 secuon .?‘E"_l 327, Anzona Revised Stannes, this documen: is 2 cemtified duphicate of the mformation contamed i compiite:
Storage aevicss of the Tucson Police Department !



INTOXILYZER 8000

Location: ARIZONA

Serial Number: 80-002760

08/19/2010 15:33:12

Standard Lot#: 826001T
Last Changed By: C. CONLEY #34517

QAS: S. CIONE #50616

TUCSON PD

Test g/210L Time

Air Blank 0.000 15:33:39
Cal Check 0.100 15:33:58
Air Blank 0.000 15:34:28

- Dty Cond

pe;’.'ator 's Signature

“ _ = . L . P— . :
Fursuznt to secuon 28-1327, Anzonz Revised Statutes, this document 1s a certified duplicate of the miormation contained i computer
storage gevices of the Tucson Police Deparmen: '



EXHIBIT G-2

THIS REPORT PREPARED PURSUBNT TO DUTY IMPOSED
A.AR.C. R13-10~-104 (&)

N
~X
o~

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000 45[\

STANDARD CRLTBRATION CHECK PROCEDURE %fub

Q2 Specialist Sﬁrﬁh Cl o AGENCY Tucson Police Department

DATE J!M/W TIME _§]77

Intoxilyzer Serial % ?Q“OOQ Z{‘gO Location Cn}n(_ Lok

(/) 1

(p%)

1=

Ensure that gas tank is attached to instrument and contains a
standard alcoheol concentration scolution D.[QD AC.

OR
Pour &a standard alcohol concentration seolution AC,
into a2 clean dry simulator and assembls the simulator. Ensure
that 2 tight seal has been made. Turn on the simulator and
allow temperature to reach 34°C + 0.2°C

Intoxilyzer B000 display reads “PUSHE BUTTON TO START”

Go to the “Control Testing Menu”. Select “D” for dry
control <test or “W' for wet control test. After
selection is made press ENTER.

Air blank completed.

Calibration check completed. Test results 0[(&) AC.
2ir blank completed

Remove printed record. Attach the recerd to the completed
checklist

Pursuant to section. 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information: contained in
computer siorage devices of the Tucson Police Department.



INTOXILYZER 8000 70% 7

Location: ARIZONA
Serial Number: 80-002760
08/19/2010 15:17:23

Standard Lot#: 8260011 /l )h

Last Changed By: C. CONLEY #34517

QAS: S. CIONE #50616

TUCSON PD

Test g/210L Time

Air Blank 0.000 15:17:50
Cal Check 0.100 15:18:09
Air Blank 0.000 15:18:39

émﬂ./} Crond
Operator's Signature

Pursuznt 1o sec 1327 eyise oc this 4 . ified dupl he mi 5
.umm.ws...uanZS-.-_..AnzonaR..vm.dS:a.nn.,;.m:auocm-.tsaczmncudnpn:amafmsmimnonmmncﬂmcompuw

storage gevicss of the Tucson Poiice Deparment



