CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-1917

I hereby certify that these documents are a true and correct copy of the /|5L\ .Lalp
periodic maintenance* for the Intoxilyzer 8000 Serial Number lZ’_U—l
B0~ p02740 maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following

dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: |2~9- (v Call O.l0] AC Cal2 ©d.lo] AC

Between the dates of _I(=[l~=(v and 1=2-9-(0
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on N /A~
The instrument was returned to service on N/ A

o L0

Clare L. Conley

|2~10~(D

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this
,20 10 .

Notary Public

ID\ML dayof

OFFICIAL SEAL
2\ ROSA REYNA
5 NOTARY PUBLIC-ARIZONA

>4/ PIMA COUNTY
My Comm. Exp. Jan. 31, 2011

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.




EXHIBIT G-4

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY GK\7
A.A.C. R13-10-104(A) ' }\,
W

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE /4®\\ L\1£“O
QA SPECIALIST t)pwx-aﬂh&Lﬂ AGENCY Tucson Police Department

(
DATE (2 ~% ~1(0 TIME |94k

INTOXILYZER SERIAL # ¥D-02270LD LOCATION Dul HNa obdw

( ) 1. Display reads “PUSH BUTTON TO START"

DIAGNOSTIC TESTS

( Jf} 1. Clock time check.
( V’) 2. Date check.

OPERATIONAL TESTS

(V' ) 1. Alcohol-free subject test result 0. DV AC.
( v) 2. Error recognition logic system functioning.

Not a Successfully Completed Test Sequence printed
(v') 3. Proper sample recognition system.

Not a Successfully Completed Test Sequence printed
Deficient sample printed.

( ) 4. Standard Calibration Check standard 0. |V AC
Result: 0. D] AC

Instrument is operating properly and accurately. YES &~ NO

coMMENTS N ena .

SIGNATURE m (‘-N"&-‘q

!

DPS Form Exh G-4 (Rev. 05-01)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tueson Police Department



INTOXILYZER 8000
Location: ARIZONA
Serial Number : 80-002760

12/09/2010 10:47:53
Standard Lot#: 719919 "

Last Changed By: S. CIONE #50616
QAS: C. CONLEY #34517
TUCSON PD

Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST, SQAP

DCB: 11/ /7100

Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:48:46
Diagnostic Test Pass 10:49:13
Air Blank 0.000 10:49:40
0.100 Cal Check 0.101 10:49:59
Air Blank 0.000 10350529
Subject Test 0.000 10:50:57
Air Blank ABT* 10251203
Air Blank 0.000 10257 31

*Sequence Aborted

Not a Successfully Completed Test Sequence

UISHEnT 0 sesnon 28- 1327, Anzona Revised Stenunes, tis documen: is 2 eertified cunhicare of toe miormanon contamed m comute:

Siorage cevicesof tne Tueson Polics Drepzrmmen:



INTOXILYZER 8000 3{10’]
Location: ARIZONA

Serial Numbher : 20-002760

12/09/2010 10:51:38 DN\
Standard Lot#: 719919 = k
Last Changed By: S. CIONE #50616

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 10:52:08
Air Blank IPS** 10:52:16

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

£ o mm—

ot 10 szonon 28-1327. Anzona Revised Stapures, fmis documen: is @ certiied aushicete of the miomsaton contamed m oomple

CETUDSO oUDhCET LEAMEC In Complter
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vices-of the Tucson Polies Drepzrmmen:



INTOXILYZER 8000
Location: ARIZONA

Serial Number : 80-002760
12/09/2010

U<
10:52:49 CAA

Standard Lot#: 719919
Last Changed By: S. CIONE

#50616 /iﬁ*

QAS: C. CONLEY #34517
TUCSON PP

Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST, SQAP

DOB: 11/11/1111

Sex: M Weight:

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10253235
Diagnostic Test Pass 10:54:;02
Air Blank 0.000 10254229
0.100 Cal Check 0.101 10:54:48
Air Blank 0.000 10255518
Subject Test 0.082% 10:58:26
Air Blank 0.000 10:58:58
Air Blank 0.000 19:59:26
Subject Test XX ** 7t 200 11
Air Blank 0.000 11:00:44

*Deficient Sample
**TInvalid Sample

Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuzn: to secuon 28-1377

!, Anzona Revised Swenrres, mis Gocimnent 15 2 ceriified

siorage devicesof the Tucson Police Drepzrmert

QuDNCErs O IS MIOIMANOn CoNtamec Im compure;



INTOXILYZER 8000

Location: ARTZONA & {B/]

Serial Number: 80-002760

12/09/2010 11:01:01 (AN

Standard Lot#: 719919
Last Changed By: S. CIONE #50616 /é\«

QAS: C. CONLEY #34517

TUCSON PD

Test g/2_‘l oL Time

Air Blank 0.000 11:01:29
Cal Check 0.101 11:01:47
Air Blank 0.000 11:02:17

Uans bl

Operator's Signat;lure

Hu:'suz‘ 1o sesuon 28-1327. Anzone Revisef Stamurss, fnis documsnt 1s 2 cermfed cuphicars of the miommanon contamed 1 compure:
siorage gevicssof tne Tucson Police Dreparument |



——e e

LAlllilDl L o~

STANDARD CALIBRATION CHECK PROCEDURE /éb\ Mw\o

that gas tank is attzched to instrument and contzinos =2
standard alcohol concentration sclution 0. | o) e

0):4
Pour &a standard alcochel concentrazticn solutien

hzs D=en maas.

\

Y.

Vv : Czlibrztion check comple=ecd. Test resulzts 0. /0| AC
v 7. Attach ths record tTo the compleisd

o= mama e -
cedaNm L URLD
DPS Tor-m EBExn &-2 (Rev 05=012

Pursuanr 1o secrion 281377, Arzonc Revised Sicmimes, this document is o ezrtified dupiicare of the nyormanon contained ir
compuzer siorage @evices of the Tucson Poiice Departmen

e

LS



INTOXILYZER 8000
Location: ARIZONA

Serial Number: 80-002760 1 4 7

12/09/2010 10:46:29

Standard Lot#: 719919 (N
Last Changed By: S. CIONE #50616

QAS: C. CONLEY #34517 L\

TUCSON PD

Test g/Z10L Time

Air Blank 0.000 10:46:56

Cal Check 0.101 10:47:15

Air Blank 0.000 10:47:44

Wone bordie

Operator's Signature [

ursuzmt to s=cnor 28-1327, Anzons Revised Stamires, fiis doowmen: is & cemndfied cunlicers of to= mformanon contamed n computs:

Storage dsvicesof the Tucson Polics Deparmnent



