CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-1917 /_",\
Vo aN

I hereby certify that these documents are a true and correct copy of the r]/T)
periodic maintenance* for the Intoxilyzer 8000 Serial Number

B0 - 002760 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: 2-32-// Call 0-/02x AC Cal2 0.i/0l AC

Between the datesof - & [/ and 2-3-1(/
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on N / B
The instrument was returned to serviceon N/ A

Has Lol

Clare L. Conley

2~ Y ~l]

ADPS QAS Permit # 33314

SUBSCRIBED AND SEORN to before me this 1/77’ , day of

OFFICIAL SEAL 7%46{/& V] ,20 4.

2 MONICA L. BRAVO %
.,‘} i HGT.‘\&Y FUBLIC-MIZ&‘M ) ﬂé"l

PEMA COUNTY *
v Camm. Exp. Jung 27, 3014 %MO

Notary Public

~ *Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



EXHIBIT G-4

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R13-10-104(A)

v ’)
ARIZONA DEPARTMENT OF PUBLIC SAFETY '

STANDARD QUALITY ASSURANCE PROCEDURES CA/\
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE /\6\‘\ ,LD\\

1‘5

QA SPECIALIST Ql&r%ienn\en AGENCY Tucson Police Department
B |

DATE =2 -%- [\ rime O0%I o

INTOXILYZER SERIAL # €b-d227Lo0 rocatioN DO W Dw( W&

( v) 1. Display reads “PUSH BUTTON TO START”
DIAGNOSTIC TESTS
(v") 1. Clock time check.

( ) 2. Date check.

OPERATIONAL TESTS

() 1. BAlcohol-free subject test result 0. OVWD AC.
(/) 2. Error recognition logic system functioning.

Not a Successfully Completed Test Sequence printed
(v ) 3. Proper sample recognition system.

Not a Successfully Completed Test Sequence printed
Deficient sample printed.

(') 4. Standard Calibration Check standard 0. ]8O AC
Result: 0. id]) AC

Instrument is operating properly and accurately. YES v NO

COMMENTS  f\| pwao .

SIGNATURE U QAL Q“‘\K’{'vi

DPS Form Exh G-4 (Rev. 05-01)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8000 < 56 7

Location: ARIZONA C}}
Serial Number : 80-002760 :
02/03/2011 08:12:18

Standard Lot#: 719919 ] 45“
Last Changed By: S. CIONE #50616

QAS: C. CONLEY #34517
TUCSON PD

Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:13:06
Diagnostic Test Pass 08:13:33
Air Blank 0.000 08:14:01
0.100 Cal Check 0.103 08:14:19
Air Blank 0.000 08:14:49
Subject Test 0.000 08:15:25
Air Blank ABT¥* 08:15:32
Alir Blank 0.000 08:16:00

*Sequence Aborted

Not a Successfully Completed Test Sequence

= at saton 26-1277 z R= 2% : s a “hed qunt i i ]
i ursua:._ © s..:uu:_ .;8__..-2 1. An;nmhmsm StEmurs:, mis Aocumen:is 2 certified quphicate of the mioTmanon cantaned m oomputer
Siorags cevicesof tne Tucson Police Deparmmen.



INTOXILYZER 8000
Location: ARIZONA

34,7

Serial Number 80-002760

02/03/2011 08:16:30 (¥
Standard Lot#: 719919

Last Changed By: S. CIONE 450616 /(pb\
QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP

DCB: 11/11/1111

Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank RFI* 08:17:20

Air Blank IPg** 08:17:33

*RFI Detect

**Improper Sample

Not a Successfully Completed Test Sequence

Pursuzant o s=cuon 28-1327, Anzonz Revised Stanme:s.
SIcrags asvicesof tne Tucson Polles Di=pzrmmerns.

Tis document Is 2 certified quphicars of the mfcrmanon contamed o commuter



INTOXILYZER 8000

Location: ARIZONA Lll fg 7

Serial Number : 80-002760
02/03/2011 08:18:17 o

Standard Lot#: 719919
Last Changed By: S. CIONE #50616 A?\

QAS: C. CONLEY #34517
TUCSON PD

Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:19:03
Diagnostic Test Pass 08:19:31
Air Blank 0.000 08:19:58
0.100 Cal Check 0.101 08:20:17
Air Blank 0.000 08:20:46
Subject Test 0.076%* 08:23:55
Air Blank 0.000 08:24:27
Air Blank 0.000 08:24:54
Subject Test XXX** 08:25:19
Air Blank 0.000 08:25:53

*Deficient Sample
**Tnvalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Sursuant to secnion 28-1327, Anzons Revise?d §

5 261 . =3, TS AoCUmEn: 15 2 certiiied auphicats of the mformanon contamed 1 compurer
Storags asvices ol tne Tucson Folice Deparmmen:



Pursuzzt to secnon 28-1327

. Anzonz Revised Stamures

INTOXILYZER 8000

Location: ARIZONA =
Serial Number: 80-002760 L 56/7
02/03/2011 08:26:23

Standard Lot#: 719919
Last Changed By: S. CIONE #50616

QAS: C. CONLEY #34517 /@\
TUCSON PD

Test g/210L Time

Air Blank 0.000 08:26:51
Cal Check 0.101 08:27:09
Air Blank 0.000 08:27:39

Oane bindry

Operator's Signatlure

Siorage devices-of the Tucson Police Deparunent.

. tnis documen: is 2 certified dupheere of the mIoTmANON CONTANA0 In COMDIte]



STANDARD QUALITY

\RD QUALITY ASSURANCE PROCEDURES QU\

INTOXILYZER MODEL 800C

STAND2ZRD CALIBRAT N CHECK PROCEDUR &\\

L
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the simolator.

Ad e ]l ank PR S —
© #21Ir blank comp.eted
= o T ey | e - T LY s, ISR gl e ae -
{ % Remove print eag TXecorda. AttTach tThe rscord To thne —D;.L..p_‘_._.._

CRECK.LLST.

SIGRATURE M&u OL«\,QA,_,

~Npes o W omon P Az

DPS Torm Exh &2 (Rev va—U.

Bursuarn: 1o secuen 281317, Artzona Revised Star

Ter, this document Is a certified dupiicare of the ipormanon corained iy

compuler SIorage AEVILES D_f the Tucson Folice ...JS_DE?TME-’".'



INTOXILYZER 8000
Location: ARIZONA r;7ﬁ;£b/]7
Serial Number: 80-002760

02/03/2011 08:10:20 C/u\

Standard Lot#: 719919
Last Changed By: S. CIONE #50616 /6\

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 08:10:47
Cal Check 0102 _ 08:11:06
Air Blank 0.000 B8:11:36

U Lol

Operator's Signat[ure

Fursuznr to secuorn 28-1327, Anzonz Revised Stamurss, tis documen: is 2 eertined cuplicats of the mformanon coniamed m compuTes

storags gevices-of the Tucson Police Drepertment



