CERTIFICATION by CUSTODIAN of RECORDS/
Tucson Police Deparement Crime Laboratory %
s

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 8000 Serial Number

®0- ov 2% 3 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for 2 quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, ag definedin A A C, R13-10-1 04.A.2
fora 0.100AC solution are 0.090AC to 0.110AC.

Date: /-/6-0¢g Call ©. ;¢ AC Cal2 2.} sv AC
RS NN g i5v
Between the dates of )i~ 0% and |-16-0og

. . _‘*——-__—-——-———__
the instrument was Operating properly and accurately.

The instrument was taken out of service for repairon N/A-

. . _—&_—'—__.—-_-_.___ N
The instrument was returned to service on  p /R .

Clare L. Conley

[~ 0%

ADPS QAS Permit # 33314
SUBSCRIBED AND ) SWORN 10 before me this__ | 6 , day of

OFFICIAL SEAL
ENKATHY A. KINNEY
&} NOTARY PUBLIC-ARIZONA

A7 PIMA COUNTY
‘ My Comm. Exp. Sept. 4, 2008.

JCauos . ;2008
S : 7

LA Q

Notary Public a\

*Includes documents specified in A.A.C. R13-1¢- 104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the

»

information contained In computer storage devices of the Tucson Police Department.



EXHIBIT G-z

A
THIS REPORT PREPARED PURSUANT 70 DUTY IMPOSED By '(%7 Q/b\
AR C. RlB-lO-lO‘l(A) :

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES &0\’\ b@)
INTOXILYZER Mopgr, B0O0OO \\d’\’

STANDARD QUALITY ASSURANCE PROCEDURE \

QA SPECIALIST Qﬁqre Cy—)\f AGENCY  Tucson Police Department
D = S —=229n Police Department
DRTE _[-{b~Dy TIME 0922

INTOXILYZER SERIAL # ©» toa gO3 LOCaTION O
—_— s e
(v 1.

Pisplay reads “PUSH BUTTON TC STarT”

DIAGNOSTIC' TESTS
(v« ) 1. Clock time checlk
(v ) 2. Date chack.

CPERATIONAL TESTS

(=) 1. Alcchol -free subject tesgt result 9. 00D AC.

() 2. Error recognition logic System functioning.

(«") 3, Proper sample recognition Eystemn,
Not 3 Successfully Completag Test Sequence pPrinted
Deficient Sample printeqd.

{ ;/) 4. Standargd Calibration Check Standard o, /o AC
Result: o, 1860 AC ,

Instrument 4g Cberating properly ang 8ccurately. vrg o~ NO

COMMENTS N opg

SIGNATURE U“A{ (45\_.&437 —

DPS Form Exh G-4 {Rev . 05-01)

Pursuant 1o Section 28.7327, Arizong Revised Statures, this dacument js g ¢

ertified duplicare of the information conlained i
computer Storage devices of the Tucson Police Departmeny



INTOXILYZER 8000
Location: ARTZONA

Serial Number : 80-0028023

01/16/2008 09:24:57 /ﬁ\\

Standard Lot#: 7309011

Last Changed By: 5. CIONE #50616
QAS: C. CONLEY #34517
TUCSON PD
Operator: c. CONLEY #34517
TUCSON- PD

T— L

Subject: TEST, SQAp
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test X g/210L Time
Air Blank 0.0600 09:25:49

Diagnostic Test Pass 09:26:17
Air Blank 0.000 ' 09:26:44
0.100 cal Check 0.101 09:27:03
Air Blank 0.000 . 09:27:232
Subject Test 0.000 09:27:49
Air Blank ABT* 09:27:55
Alr Blank 0.000 09:28:24

*Sequence Aborted

Pursuan: 1 Seetion g
SiCrage devices of tﬁ T u.sun rcﬁ%ﬁmt ad & &‘“ﬂﬁ’mplﬁ'&*&qmﬁsﬂgﬁc%g‘uence

2T10h Conta: ne m nrwnw::.-._
e |



INTOXILYZER 8000 i;{&§7 (AJ\

Leocation: ARIZONA
Serial Number : 80-002803

01/16/2008 09:28:31 /@\\
Standard Lot 7309011

Last Changed By: S. CIoNng #50616

OAS: C. CONLEY ' #34517

TUCSON PD

Operator: c, CONLEY #34517
TUCSON- PD

T s 5

-Subject;: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? ves

Test ' g/210L - Time L
Air Blank RFI* - 09:29:19

Air Blank IPS** 09:29:31

*RFI Detect
**Improper Sample

Bur Suant 1 Jod=tetblas

Siorage. devigeg Ehh‘t.hﬁ“i3 .,son roucs Dep %Mqlipnmplmm;gsutmt%?%uence

SN0T Contained T compe—
ilybey
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INTOXILYZER 8000
Location: ARIZONA

Serial Number : 80-002803

01/16/2008

470

09:29:54 - /ﬁﬂ

Standard Lot#: 7309017

Last Changed By: s, CIONE #50616
QAS: C. CONLEY #34517
TUCSON pD
- Operator: c. CONLEY #34517
TUCSON. PD

Subject: TEST, soap

DOB: 11/11/1113

Sex: M Weight:

15 Minute Deprivation Period? ves

Test ‘ g/210L Time N
Air Blank 0.000 09:30:43
Diagnostic Test Pass 09:31:11
Air Blank 0.000 09:31:38
0.100 cal Check 0.101 09:31:57
Air Blank 0.000 | 09:32:26
Subject Test 0.178+ 09:35:35
Air Blank 0.000 09:36:08
Air Blank 0.000 09:36:35
Subject Test XXK** 09:36:55
Air Blank 0.000 09:37:30

*Déficient Sample
**Invalid Sample

Begin new deprivation period

luzson Polige Drzparmeny

NO¥’ a8y eves sfng ﬂ;ydcﬁﬂmpln@rmm?:%és’

D‘xtlhc%rem nence

aL10N Containad N tompnes



INTOXILYZER 8000

~— ’ )
Location: ARIZONA Z (A“q Cn
Serial Number: 80-002803 /
01/16/2008 09:37:5]

Standard Lot#: 7309011
Last Changed By: 8. CIONE #50616

QAS: C. CONLEY #34517

TUCSON PD

Test g/210%L Time

Alr Blank ¢.000 0%:28:18
Cal Check 0.100 09:38:37
Air Blank 0.000 09:39:07

Pursuan- 10 s=otign 281327, Ariza
R

i , T2 Reviserd Stamvae i
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EXHIBIT G-2

THIS REPORT PREPARED PURSUANT TC DUTY IMPOSED BY
' A.A.C. R13-1p-104 (A)

[a]
ARIZONA DEPARTMENT OF PUBLIC SAFETY \0% Q)Jm
STANDARD QUALITY ASSURANCE PROCEDURES 6\\ lb
INTOXILYZER MODEL 8000 ’0

STANDARD CALIBRATION CHECK PROCEDURE

QA Specialige Umr-{ Oﬂn\ AGENCY Tueson Police Department
N __.\Q:‘___.__ ————————===F Jepartment
DATE -1k~ 0% TIME (9:272

Intoxilyzer Serial # €0 - DL 28 03 Locatien obw

{ ) 1. Ensure that 28 tank is attacheq T instrument and contains a
Standard alcchol concentration solution 0. {»oO AC,
OR
Pour gz standard alcchol concentration solution AC

!

into a clean dry simulator and assemble the simulator, Ensure
that a tight ses) has besen made. Turn on the simulator ang
allow temperature to reach 34°C 1 g ze¢

( v+ 2 Intoxilyzer spgo display reads “PUSH BUTTON To START”

() 3. Go to the “Control Testing Menu”, Select “D” for dry
COntrol test or up» for wet control tesgt, After
selection isg made pregs ENTER.

( - 4 Air blank completed.

( v) s Calibration check completed. Test results 0. 9| AC.

() ) Air blank ctompleted.

{ ) 7 Remove printeg record. Attach the Tecord to the completad
checklist,

SIGNATURE MOA

DPS Form Exh G-2 (Rev, 05-01)

Pursuant 1p section 28-1327, Arizong Revised Statutes. this docume

nlis a certified dupficare of the information contained in
computer storage devices of the Tucson Police Department,



Location: ARIZONA

Serial Number: 80-002803 /\%
01/16/2008 122,

Standard Lot#: 73090171 QJU\

Last Changed By: 5. CIONE #5061¢

QAS: C. CONLEY #34517

INTOXILYZER §000 /()b\

TUCSON PD

Test g/210L Time

Air Blank 0.000 09:23:12
Cal Check 0.101 09:23:37
Air Blank 0.000 09:24:00

Uow 0
Operator's Sighature
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