CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory A\-\
Lhereby certify that these documents are a true ang correct-copy of the \
periodic maintenance* for the Intoxilyzer 8000 Serial Number \3

_8B0 ~ po2%¥ 03 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a-quality assurance program. '

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in AA.C.R13-10-] 04.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: (9°23-98 iy 5 (60 AC Cal2 0.09% AC

Between the dates of Q.25 - ot and _ /9-23-0%

the instrument was operating properly and accurately.

The instrument was taken out of service for repairon  p// A
The instrument was returned to service on N/ '
f

Vo bt
Clare L. Conley
))-4- 0%

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this </ , day of
ﬂ);)ﬂmb% 20 0y

R,

1/)
Notary Public

*Includes documents spez:iﬁcd in A.A.C. RI3-10-104.A.5

. OFFICIAL SEAL

> )\ A.M. HERNANDEZ |
bl SRS [5) NOTARY PUBLIC-ARIZONA
Y PIMA COUNTY

My Comm, Exp. Mar. 17, 201¢,

Pursuant to section 28- 1327, Arizona Revised Statutes, this document is a certified dupiicate of the
information contained in computer storage devices of the Tucson Police Department.



EXHIBIT G-4

THIS REPORT PREPARED PURSUANT 7o DUTY IMPOSED BY
A.A,.C. RlE-—lO—lDQ(A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY ’ {%7

STANDARD QUALTITY ASSURANCE PROCEDURES Q)b\
INTOXILYZER MODEL 80qp R

STANDARD QUALITY ASSURANCE PROCEDURE ﬁb\

N

tment

QA SPECIALIST _Glatﬂaﬁeﬁnl{hq AGENCY Tucson Poclice Depar

!
DATE /¥ -23-0%

TIME 022
INTOXILYZER SERIAL 4 8D -2 2¢0n% LOCATION D NW

vyo1. Pisplay reads “PUSH BUTTON To START”

DIAGNOSTIC TESTS

(v} 1. cloek time check.,
(V/J 2. Date check.

OPERATIONAL TESTS

(v ) 1. Alcohol-free subject test resuis 0. doo AC.
(vw) 2. Error recognition logic system functionlng

- ‘Not a Successfully Completed Test Sequence printed
( )

3. Proper sample recognition system,
Not a Successfully Completed Test se
Deficient sample printed,
(L) 4. standarg Calibration Check Standard 0. {0
Result: 0. 995 AC

quence printed

AC

Instrument ig Operating bProperly and dccurately. YES NO

——

COMMENT & ’U N1

SIGNATURE a"lﬁx (ZM p.m
-

DPS Form Exh G-4 (Rev, 05-01)

Pursuant 1o secyi on 28-1327, drizona Revised Statures, this

document is o certified duplicare of the information comained in
computer storage devices of the Tueson Poliee Lepartmeny



INTOXILYZER 8000
Location: ARIZONA

Serial Number : §0-002803
10/23/2008

08:23:

59

Standard Lot#: 735401G
Last Changed By: S. CIONE

#50616

QAS: C. CONLEY
TUCSON PD

#34517

Operator: C. CONLEY
TUCSON PD

#34517

Subject: TEST,SQap
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

L

_Test g/210L Time

Air Blank 0.000 08:24:51
Diagnostic Test Pass 08:25:19
Air Blank 0.000 08:25:46
0.100 Cal Check 0.100 08:26:05
Air Blank 0.000 08:26:34
Subject Test 0.000 08:26:51
Air Blank ABT~ 08:26:57
Air Blank 0.000 08:27:25

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuans 1o Secrion 28-1327 dp;

Zona Revised Stmues. 1hig doc ] i3
. 26 . UMENT s o cerpi i Brd ' ned |
Complier siorage devices of the Tucson Police Departmeny ved diplicase ofthe rermaion comained i

2 847
o



INTOXILYZER 8000

Location: ARIZONA E;‘§6’7 D&A

Serial Number : 80-002803

10/23/2008 08:27:36 43«
Standard Lot#: 735401C
Last Changed By: S. CIONE #50616
" OAS: C. CONLEY . 434517
TUCSON PD
Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
POB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 08:28:08
Air Blank IPS+*=* 08:28:20

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

r
SUTSUAn! 1o section 28-132 7, Arfzona

Revised Siarues, this d i ;
. ocu oy L ,
compraer s e T MENL IS a certified auplicare of the byormation comaine iy

on Police Departmen;



INTOXILYZER 8000

Location: ARIZONA L{g%f7 CAA

Serial Number 80-002803

10/23/2008 08:28:24 /5"\
Standard Lotd: 7354016 |
Last Lhanged By: S. CIONE #50616

QAD C. CONLEY _ #34517

TUCSON PD

Operator C. CONLEY #34517

TUCSON PD

Sub]ect: TEST,SQAP
DOB: 11/11/1111
Sex: M Weights: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:29:12
Diagnostic Test Pass 08:29:40
Air Blank 0.000 08:30:07
0.100 cal Check 0.100 08:30:26
Air Blank 0.000 08:30:55
Subject Test 0.138%* 08:34:04
Air Blank 0.000 08:34:37
Air Blank 0.000 08:35:05
Subject Test XXX#** 08:35:29
Air Blank 0.000 08:36:03

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuam ro Section 28-1327 . Arizona Reviseq Statutes, this

i documeny is o
certifie
computer siorage devipes of!h e Tucson Police Department ified duplicare of the imformaion contained in



Pursuan o secrion 28-132 7, A4

INTOXILYZER 8000
Location: ARIZONA

Serial Number: 80-002803

10/23/2008 (8:36:18
Standard Lot#: 735401G

Last Changed By: 5. CIONE #5061¢

QAS: C. CONLEY #34517

TUCSON PD -

g/210L Time
Air Blank 0.000 08:36:45
Cal Check 0.098 08:37:04
Air Blank ¢.000 08:37:33

Operator's Signature

rizona Revised Statures, thic doc

. YMENL IS o certified gy} g 1 ;
Compiter storage deviges ofthe Tueson Polipe Departmen; ied auplicare of e HTOrmarion comaingd i



EXHIBIT G-o

THIS REPORT PREPARED PURSTUANT To DUTY IMposzp By
AA.C. Riz- 10-104 (a)

ARIZONA DEPARTMENT oF PUBLIC SAFETY

STANDLRD QUALITY ASSURANCE PROCEDURES ‘O%f)
INTOXILYZER MODEL 800g

. Cn
STANDARD CALIBRATION CHECK PROCEDURE /\‘D &
- \*
QA Specialist Oiwc anw\ (ﬁj AGENCY Tucsen Police Department
N
DATE _ [0-03.0¢ /
\3\ =

TIME 0&22
Intoxilyzer Serial # go-082%p3 Location 02w
=TT 808

—_—

Ensure that das tank is attached to instrument ang Conitaing g
standard alechol COmeentration solution 0. ™ AC.

(v 1.

Pour gz standard alcchol concentration soclution AC,
into a clean dry simolator and zssemble the simulater, Ensure

that a tight seal has been made. Turn on the Simulator and
allow temperatyre to reach 34°¢ + 0.2°C
(/) 2. Intoxilyzer gong display reads “PUSH BUTTON To START”

(v 3. GO to the “Control Testing Menu”. selsct “D” for dryl

control tegt or W' for wWet control test. Afrey
selection ig made pregm ENTER.

Alr blank complated,

Calibration check completed. Tegt results 0. ) oD e
Air blank Completed,

\
e B =) B 1

Remove printegd Tecord. Attach the record to the completagd
Checklige,

SIGNATURE ‘ i& CAV\Q-L_I

DPS Form Exh G-2 {Rev. 05-01)

Pursuanr 1o Section 28-1327, Arizona Revised Statutes, this

document js o certified quplicate of the information corlained in
computer storage deviges 0f the Tucson Police Deparmmen:



Pursuan: 1o secri on 28-1327, 4rizo

compurer storage devices of the

INTOXILYZER 8000

Location: ARIZONA

Serial Number: 80-002803

10/23/2008 08:22:39
Standard Lot#: 735401G

Last Changed By: S. CIONE #50616

QAS: C. CONLEY #34517

TUCSON PD -

Test g/210L Time

Air Blank 0.000 08:23:06
Cal Check 0.100 08:23:25
Air Blank 0.000 08:23:54

U bl

Operator's Signgture

na Revised Suzures. 1his
Tucson Police Departmen;

documeny js o certified duplicare of the imformation comaine, in



