CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 §. Stone Avenue Tucson, AZ 83701-19]17 43‘1 2,5 {ﬁ

[ herebyv certify that these documents are a true and correct copy of the
periodic maintenance® for the Intoxilyzer 8000 Senal Number

8o -t0d80% maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program,

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C, R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date:_07/23/09 Call_o.697  AC Cal2_ 0.097 AC

Between the dates of _d¢ /2 s/e7 and __ ¢ 9“:/,# 3//::? 7

the instrument was operating properly and accurately.

The instrument was taken out of service for repairon _ —
The instrument was returnad 1o service on —

oy X St
Cheryl K. Straub
4 77;/ 2 «:’f/ 09

ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN to before me this g éﬁ , day of
LI. !l-'. ) "'D ﬂ?

Wﬁhﬂ crcleg]

Notary Public

‘Lol
1

*Includes documents specified in AA.C. R13-10-104 A5

OFFIGIAL SEAL
AM. HERNANDEZ
| NOTARY PUBLIC-ARIZORA
PIMA COUNTY

k": Gamm. Exp, Mar, 17, 21

Pursuant to section 28-1327. Arizona Revised Statutes, this docwment is a certified duplicate of the
information contained in computer storage deviees of the Tucsen Police Department,
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ARIZONA DEPARTMENT OF PFUBLIC SAFETY

STRNDARD QUALITY RASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

BN
STENDARD QUARLITY ALSSURANCE PROCEDURE \ q‘ﬁ

QA SPECIALIST Ohw’mf, 57@‘1;41%8 AGENCY Tucson Police
[

DARED PURSUAHT TO DUTY IMPOEEED BY
3 13=-36-204 (&)

’q

Depariment

DATE ﬁ?’/}ﬁf/&? e _ g6 L4/

INTOXILYZER SERIAL # $p — 002903 LOCATION 725*"/97;-1 T///)gi{f

{ A" 1. Display rsads “PUSH BUTTON TO START”
DIRGNOSTIC TESTS

1. Clock time check.
T 2. Date check.

i

CPERATIONRI. TESTS

:;:f 1. Llcoholi-free subject test result 0., D2 O A,
} 2. Error recognition logic system functioning.
p’/f Mot & Sucecessfully Completed Test Segusnce printed
} 3. Broper sample recognition system.
Mot a Successfully Completed Test Sequence printed
Deficient sample printed.
p/f’ 4, Standard Calibration Check standard C._J 20 AT

Result: 0. 29 E AT

YES ‘/'ﬂo

Instrument is operating properly and accurately.

COMMENT 5

SISNATURE @/ﬁiﬁi/ %

ODPFS Form Exh G-4 (Rew., 035-01)

P

Purguant to section 2821327, drizona Rivised Stotutes, this docament i§ a certiffed durdicare of the inforniarion coniained in

computer storage devices of the Tucson Police Department.
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INTOXILYZER 8000
Location: ARIZONA
Serial Number : 80-002803
07/23/2009 0b:dd:38 fi*\
Standard Lot#: 8043021
Last Changed By: C. CONLEY £34517
QaS: C. STRAUB #50772
TUCSON PD
Operator: C. STRAUB #50772
TUCS0N PD
Subject: S0QAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111
15 Minute Deprivation Pericd? Yes
Test g/210L Time
Air Blank 0.000 6:46:05
Diagnostic Test Pass 06:46:33
Air Blank 0.000 06:47:00
0.100 Cal Check 0.098 06:47:19
ABir Blank 0.000 06:47:48
Subject Test a.000 06:48:09
Air Blank 0.000 06:48:37
Five Minute Wait ABT*
Air Blank a.000 06:49:16
*Seguence Aborted
Not a Successfully Completed Test Sequence
‘__Fu‘-sl'.m':: sonon 281327, Arirong Toavines Leamerar goie o FUTETT 55 2 o e 4 i L
SrEns j;;.]i:g EEL; she Trcson Potice _I__I::‘r'::-n CE MWL ACCUTIE iz 2 SETLED CUR LAt Of Ins niommation COMISINES & sermmine
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INTOXILYZER B000
Locatlion: ARIZONA

Serial Number : 80-002803 -
07/23/2009 06:49:50

Standard Lot#: B04302I

Last Changed By: C. CONLEY 34517

QAS: C. STRAUB #50772
TUCSON FD

Operator: C. STRAUB §50772
TUCSON PD

Subject: SQAP,SOMAP
DOB: 11/11/1111
Sex: T Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 0&:50:45
Air Blank IRS+*+ 06:50:57

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

TUISRERT I seeuon BR-1307, Anzone Rovised Siummer tis documen i ffisd nim : ;
FUTAEE Sevtesn o e T s o SHIE an R BSTHNSC AMRRSATE O InY INTOTMETIOT SOmmises = Ansmeia-
FE2EE QIEVICREOC tns Tuzson Follor Dr=nmoronen : el LSS T DIIEmET

= it it kb ] b
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INTOXILYZER 8000
Location: ARIZONA

Serial Number : B0-002803

07/22/2009 06:51:47
Standard Lot#: 8043021

Last Changed By: C. CONLEY #34517
QAS: C. STRAUB 2850772
TUCSON PD

Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP,SOAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time o
Air Blank 0.000 06:53:07
Diagnostic Test Pass 06:53:35
Air Blank 0.000 06:54:02
0.100 Cal Check 0.098 06:54:21
Air Blank 0.000 DBE:=54:51
Subject Test 0.080* 06:57:59
Air Blank 0.000 06:58:31
Air Blank 0.000 06:58:58
Subject Test 0.043 06:59:20
Air Blank 0.000 06:59:55
Five Minute Wait ABT*¥*

Air Blank 0.000 07:00:40

*Deficient Sample
**Sequence Aborted

whie fm&ﬁ.mm bzﬁm«m{' Spmplc st

tnvment Joole H AS
T bliw o0 Fns
Subg st 4;? Tist W“"”{

Not a Successfully Completed Test Sequence

= ., sy .

PUTERETT i stk Zh Anzome Feymed 3r s - miETEUE S S e
P SEITRTI i 2 rmified T o e iy 4

FoTzps oovizzs o s Tocion Folise Tremer—rae = : i




INTOXILYZER 8000

.ocation: ARIZONA
Serial Number : 80-002803 /{:)L)‘
07/23/2009 07:00:59

Standard Lot#: 8043021
Last Changed By: C. CONLEY #34517

QAS: C. STRAUB 250772
TUCSON PD

Operator: C. STRAUB 50772
TUCSON PD

Subject: SQAP,SQAP
poB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 07:02:17
Diagnostic Test  Pass 07:02:44
Air Blank 0.000 07:03:11
0.100 cal Check 0.098 07:03:30
Air Blank 0.000 07:04:00
Subject Test XXX* 07:04:27
Air Blank 0.000 07:05:02

*Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

et & - - -
TLTESSNE 20 szongn. 281527, Anzoas Rovisd STnuur s SOSteem 15y semiies deiimses o the s
EoTase covices of toe Tusses Polns Dremprraen =SSR s e anEs T e




77 “1&

cs

INTOXILYZER 8000

Location: ARIZONA

Serial Humber: BO-002803

07/23/2009 87:05:53

Standard Lot#: 8043021
Last Changed By: C. CONLEY §34517

e o e T -

QAS: C. STRAUB 50772

TUCSOR PO

Test g/210L Time

Rir Blank 0.000 07:06:20
Cal Check 0.097 07:06139
Alr Blank 0.000 07:07:09

Operator's Signature

T - =y e me— -
+UEERIET 3 emomos 3E-2307, Arome Revised Soetorer mus soommem g sty
SLOTage o=viesk ¢ @ Tusson Foliss Tpamemes

L~
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EXEIBIT &-2 %c‘;

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
R.x.C. R13-10-104(A)

ARIZONA DEPARTMENT OF PUBLIC SAFET

STANDARRD QURLITY ASSURANCE DROCEDURES
INTOXILYZER MODEL 8000 \\

g
STANDARBD CALIBRATION CEECE TROCEDURE q:ﬂ‘

Q& Specialis:t g':ﬁg%ﬁ éﬁi&rtﬁ AGERCY Tucson Police Department

DATE ngﬂs?/p?_ e _ 04 Y]
Intoxilyzer Serial # ga*@iﬁﬂfl‘ocitiﬂn fi_fﬁ?ﬂ‘? E‘v

“

-

:; 2.
¢ ) i
(VY Al
( 7 s,
( ¥ 6.
{ LA 7.
SIGEARTURE

Ensure that gas tank is 2ttached to instrument and contains a
standard alcohol concentration sclution €. [00 AC.

or
Pour a standard alcohol concentration solution RC,
ints a clean dry simulator and assemble the simulator., Ensurs
that a tight seal has been made. Tuzn on the simulator and
allow temperature to reach 34°C = 0.2°C

Iintoxilyzer 8000 display reads “PUSH BUTTOR TO START®

Ge to the “Control Testing Meau”™. Select “D" for dry
contrel test or "W" for wet contrel test. Alter
selection is made press ENTER.

ERir blank completed.
calibration check completed. Test results 0. OF7Z ac.
Eir blank completed.

Eemove printed record. Attach the record to the completed
checklist.

DPS Form Exh G-2 (Rev. 03-01)

Porswom to section 25-1 327, Arizons Revised Stotutes, this dociment is a certified dupiicate of the information contained iz
computer stovage devices of the Tucson Police Deparament
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INTOXILYZER 8000

Location: ARIZONA

Sorial Kumber: 80-002803

07/23/200% OG:4l:38
Standard Lot#: BO4302T

Last Changed By: C. CONLEY #34517

QAG: C. STHAUB E30772

TUCSON ED

Test g/f21iL Time

Air Blank 0,000 D6:42:05
Cal Check 0.097 Oh:z42:224
Alr Blank 0,000 06:42:54

Operfitor's Signature

ﬂf—# &
es- 3% 'es
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Fureyanr o soopen 2B-1277. Arizons Revizet Suptutet dis docucon iz : .
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