CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory
270 § Sione Avenue Tucson, AZ 83701-1917

I hereby certify that these documents are a true and correct copy of the f@\ _00\
periodic maintenance* for the Intoxilyzer 8000 Serial Number \Q-
R0-002807% maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for 2 0.100AC solution are 0.090AC to 0.110AC.

Date: q}/nf/g‘ﬁ Call 0,099 AC Cal2 0.0%% AC

Between the datesof ¢ 0/0? and ‘?A 7/59
the instrument was operatin® properly and accurately. '

The mstrument was taken out of service for repairon __ =~
The instrument was returned to service on _—

:ﬁfam{; Liong
Sarah L. Cione
9/21/09

ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN to before me this o / . day of
-ﬁ(;mm L£4,2009 .
] phani A

OFFICIAL BEAL
Notary Public ;;m“; %.-__;._.iﬁ,_?.i HERNANDEZ
A= B KOTARY PUBLIC-ARIZONA
"< PIMA COUNTY |

By oymm Exp. Mar 17, 2012 |

*Includes documents specified in A.A.C. R13-10-104.A5

Pursuant 1o section 28-1327. Arizona Revised Statutes, (his document is a certified duplicate of the
informstion contamed In computer storage devices of the Tucson Police Department



EXHIBIT 5-4 f ’7
of Tse

THIS REPORT PREPARED PURSUART TO DUTY IMPOSEC BY
R.ABC, RIZ-10=-10413)

ARIZONA DEPARTMENT OF PUBLIZ SAFETY

STANDARD QUALITY ASSURANCE 2ROCEDURES A-J\\ A
INTOXILYZER MODEL 8000 ‘Vb
STANDARD QUALITY ASSURANCE PROCEDURE N
QB SPECIALIST 59.}’191)’7 CJ 0 AGENCY Tucson 2olice Department

DATE Q,A'Tffﬂq rive Q44
INTOXIIYZER SZRIAL ¥ J0-00200F  wocarior J2am 2

( / ) 1. Display reads “PUSE BUTTON TC START™

DIAGHNOSTIC TESTS

{ |./'| 1. Clock time check.
[ y 2. Date check.
v

OPERATIDNAL TESTS

{ 1/) 1. Alcohol-free subject test result 0. 000 AL
( ) 2. Errer recegnition logic system functioning.

Mot a Successfully Completed Test Seguence printed
I,/ } 3. Preper sample recognition system.

Norz 2 Succesasfully Completed Test Ssguence printc

/ Deficiant sample printed.
[ } 4. Standard Caliibration Check standard 0. IDO AC
Resclt: 0.09F AC

Instrument is operating properly and accurately. YES \/ Ne

COMMENTS

SIGNATURE é}ﬁﬂ.ﬁ’ GW

DPE Form Exn G-4 [(Rev. 05-01)

Pursuant to pection 28-1327, Arizona Revised Stanues this document is a certified dupdicare of the informution contained in
computer storage devices of the Tucson Pollce Departmens



INTOXILYZER 8000
Location:; ARIZONA
Serial Number : 80-002803

09/17/2009 09:45:41 A%\..‘
Standard Lot#: B26001T

Last Changed By: T. GALLEGOS 428847
QAS: S. CIONE #50616
TUCSON PD
Operator: 5. CIONE #50616
TUCSON PD

Subject: SOAP,TEST
poB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0D.000 09:46:26
Diagnostic Test Pass 09:46:53
Air Blank 0.000 09:47:20
0.100 Cal Check 0.099 09:47:39
Air Blank 0.000 09:48:09
Subject Test 0.000 09:48:31
Air Blank 0.000 09:48:58
Five Minute Wait ABT*

Air Blank 0.000 09:49:33

*Seguence Aborted

Not a Successfully Completed Test Sequence

b -

FUTELERT 10 grouon 26-1327. Anzone Faeviess Srsiver i drctomen fifien sy
SUOE di-i32]. firtzone Re 1 o zomiineg gumiisaes of oo micTmaEnor somtnes =

EISTRgs Sovicss of the Tuseon Tolies Dieszmmer =




307,

INTOXILYZER 8000
Location: ARIZONA

Serial Number : B80-002803

09/17/2009 09:49:39 /{‘Jk-\
Standard Lot#: 8260011

Last Changed By: T. GALLEGOS 228847

QAS: S. CIONE , 850616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 09:50:06
Air Blank IPS** 09:50:14

*RFI Detect
«=+*Improper Sample

Not a Successfully Completed Test Sequence

SUTEADT s==pivr 2R-1327, Asyronn P_;\.rm;'- SrEmmeen w0t 2e s

: L Eark o 154 somifiza euplizats of o= tfoemrion a im 2
Stovags devices of the Tuzson Foiies Depmer TETTIIEION SOTRRInL I S



Q#Zc
INTOXILYZER BO00

Location: ARIZONA
Serial Number : 80-002803

09/17/2009 09:50:19 &}J\

Standard Lot#: B26001T

Last Changed By: T. GALLEGOS 428847
QAS: 5. CIORE ] #50616
TUCSON PD
Operator: S. CIONE ¥50616
TUCSON FD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test gq/210L Time

Air Blank 0.000 09:51:01
Diagnostic Test Pass 09:51:28
Air Blank 0.000 09:51:56
0.100 Cal Check 0.100 09:52:15
Air Blank 0.000 09:52:44
Subject Test 0.034+ 09:55:53
Air Blank 0.000 09:56:25
Air Blank 0.000 09:56:53
Subject Test KXX** 09:57:08
Air Blank 0.000 09:57:41

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

FUTBUANT 1 zzonon 26-1227. srremn B 4
T St 8 -SVIESD DAMITIZI NS SOITUMSN LG & semifies sunbioars of fne i ; o i
51eTags Sevicss of the Tusson Bolice Dreparerer ¢ ST SIOTmATON COmmInel ) NEm



TNTOXILYZER 8000 5 # ‘75(:

Location: ARIZONA
Serial Number: 80-002803
09/17/2009 09:57:55

Standavd Lotd#: B26001I AJ\\

Last Changed By: T. GALLEGDS A28B47

e e e e e e - e e e, e i i e S =

OAS: 5. CIONE #50616€

TUCSON PD

Test g/210L Time

Rir Blank 0.000 09:58:23
cal Check 0.098 09:58:41
Air Blank 0.000 09:59:11

A/ﬂ/lﬂj'l fflf ond

f@peratﬂr'"u Signature

Furmen e seonos 261327, Anmone Bevised Spemmer s G i
e e $ s SOSURTR AL & soriies gurhozs of o microet 3 -
stiwez= Aciioes of the Tusstn Police Dpmmoont Gy ik CRTELE= 38 Srm



EXEIBIT E=2 é ?’ 7

THIS REPORT PREPARED PURSUANT TO DUTY IMPCOSED. BY 3¢
A.A.C. RL3-10-104(R)

ARIZOEA DEPARTMENT OF PGBLIC SATETY

STANDARD QUALITY ASSURANCE PROCIDURES
INTOXILYZER MODEL 8000 /\p\\ ﬁ;\

STANDERD CARLIBRATION CHECE PROCEDURE

QA Specialist S{_},E&E !IIQ(]_-{ AGENCY Tucsorn Police Departmen:
DATE ﬁ/r}'h}‘i e 9°HY
o ‘ —
Intoxilyzer Sezizl ¢ P0-0028 03 uocatior Jeam 2

t\/ ! 1, Ensurs that gas tank is attached to instrument and contains a
standard alcchol concencration sclutien Q. “}f} AC.
OB
Zgpur = sStandard =slccochel concentration soluticn Az,

into & clean dry simuelator and assemble the simmiator. Ensure
that & tight s=al has been made. Turn on the simulator and
aliow temperature te reach 34°C = 0.2°C

2. 1Intoxilyzer 80080 display rsads “PUSE BUTTON TC START"

i) 3. Go to the “Control Testing Menu". Select “D” for dry
contrgl test or *NT for v¥et control test. After
selection i& made press ERTER.

W/ 4. Bir blank completed,
{ J} §. Calibration check completed. Test results 0. AC.
-./ Riz blank completed.

=]
L]

*

Remove printed record. Attach the record te the completed
checklist.

SIGHATORE <ma}; &W
— ]

PPs Form Exh G-2 (Rev. 05-01)

Pursuanr to secrion 268-] 317, Arizona Revived Statutes, this docsment iv a certified duplicate of the information containsd in
computer storage devices of the Tucron Police Department.



T Tre

INTOXTLYZER 8000
Location: ARIZOHA
Serial Nomber: B0-002803

oa/17/2009 No:dd:17 ﬁﬁﬁ%

Standard Lot#: 8260011
Last Changed By: T. GALLEGOS #28847

——— -— . e e e N S

OAS: 5. CIOHE #0616

TUCSON PD

Test gf210L Tims

Air Blank 0.000 09:42:44
Cal Check 0n.099 09:45:03
Air Blank 0.000 09145232

Sunphy Liond
ﬂpm."ar.nr' s Signature

Pursueny w seouen 261327, Asuome Beviess Sr=mcer o cecu ed gugi —
e Ty = Fmonsl i DOSUTRTO AR L aevhes ceplimry of fue e
SitTzgs Covicss f Tt Tosnon Folis: g T . B



