CERTIFICATION by CUSTODLAN of RECORDS

@ Tucsor Police Department Crime Labaraton
270 § Stone Avenue Tucsor, AZ E570.-1917

periodic maintenance™ for the Imoxilyzer 8000 Serial Number ;

5 - 502803 maintained by the Tucson Police Department ¥
Crime Laboratory pursuant 1o the requirements of the Arizona Deparoment
of Public Safery for a quality assurance program.

I hereby certifv that these documents are 2 true and correct copy of the /{})b\ 6@0\
\

A quaiity assurance specialist (QAS) tested the instrument on the following
dates. The acceptabie accuracy limits, as defined in A.A.C. R13-1(-104.A.2,
for & 0.100AC solution are 0.090AC w0 0.110AC.

Date: 1 ~1€ - D09 Call p. oD AC Calz 2.099 AC

Between the datesof _ G -17-219 and 13-)5 .09
the instrument was operating properiy and accurately.

The instrument was taken out of service for repairon N/ /-
The instrument was returned to serviczon _ N/ A

Uew b,
Clare L. Conley
Ib-1<-09

ADPS QAS Permit = 33314

SUBSCRIBED AND SWORN to before me this /S Y/ dav of
(et 2007

A pt-thohing, 1d.0¢

Notary Public

OFFICIAL SEAL

73 A.M. HERNANDEZ
1 ] NOTARY PUBLIC-ARIZONA
PIMA COUNTY

Hy Camm, Exs, Mar 17, 2512

*includes documents specified iIn A A C Ri5-10-104.A5

L

Pursuant o seonon 28-1327, Arizons Revised Swmnutes, fis document is a certified dupiicate of the
informarion contames [0 compuTeT storage devices of the Tucsoe Polcs Deparmment.
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TAlI5 REPORT PREPARED PURSUANT TO DUTY IMPOSELC BY

A.A.C. R13-I0-104{R)
IZ0NE DEPARTHENT OF PUBLIC SAFETY

o -

STENDARD QUALITY ASSURANCE SROCEDRUDRES
INTOXILYZER MODEL BOOC

STANDARD QUALITY ASSURANCE PROCEDURE

QR SPECIALIST Q‘J\q:u cu\'\h. AGENCY Tucson Police Department
'
DATE 1B -15 . 09 TIME 0% S¥

INTOXILYZER SERIAL & E0-5025D3 LOCATION O DWW

(¢ } 1. Display reads “PUSH BUTTCN TC START™
CIAGNOSTIC TESTS

( ¥y I, Clock time check.
{ v+ 2. Dates check.

OPERATIONAL TESTS
{ ) 1. Alcohol-free subject test result 0, 00D AC.
i I' 2. Error recognitios legie system funectioniny.
Not 2 Succeesfully Completed Test Seguence pripnted

} 3. Proper sample recognition systos,

Mot a2 Successfuliy Compisted Tost Seguencs printed

Deficient sampie printed.
(| 4. Standard Calibration Check standard 0.[VP AC

Result: 0. Eﬂﬂ AC

% NS

i

Instruement 1s cperating properly and accuratelv. YES 7 HO

COMMENTS ) gwa. .

SIGNATCRE Dra- fn CGQL.?

L
U
L) ]
iy
]

4
m
o
e g
il

-4 [Rev., 03-01)

Prrsuant 1o seerion 251327, Artzora Revised Starunes. thiv document o g cortified duplicare of the gormanon comagined in

computer morage devices of the Tucson Police Depormeen



PSRN

INTOXILYZER 8000 PN
Location: ARIZONA
Serial Number : 80-002803

10/15/2009 08:59:24

Standard Lot#: B260011 11‘
Last Changed By: T. GALLEGOS #28847

QAS: C. COHLEY #34517

TUCSON PD

Operator: C. CONLEY $34517

TUCSON PD

Subject: TEST,SQAF
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:00:14
Diagnostic Test Pass 09:00:42
Air Blank 0.000 02:-01:09
0.100 Cal Check 0.099 09:01:28
Air Blank 0.000 09:01:57
Subject Test 0.000 09:02:15
Air Blank ABT* O08:02:21
Air Blank 0.000 09:02:50

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursunnt to section 28-1327, Anzona Revised Statutes, this document is & certified duplicate of the mformation contuined in computer
storage devices of the Tucson Police Depanment.



.%416%
INTOXILYZER BQOO

Location: ARIZOHA Q)“‘
Serial Number : 80-002803
10/15/2009 09:02:55

Standard Lot#: 8260011 fisq
Last Changed By: T. GALLEGOS §28847

QAS: C. CONLEY #34517
TUCS0N PD

Operator: C. CONLEY 234517
TUCSON PD

Subject: TEST,SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFE]1* 09:03:25
Air Blank IPS** 09:03:33

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursiant {o scction 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
sloraze devices of the Tucson Police Depanment.
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INTOXILYZER 8000
Location: ARIZONA Ql)*‘
Serial Number : B0-002B803

10/15/2009 09:03:43

Standard Lot#: B260011 /\5l1
Last Changed By: T. GALLEGOS 228847

QAS: C. CONLEY $34517

TUCSON PD

Operator: C. CONLEY §34517

TUCSON PD

Subject: TEST,SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:04:28
Diagnostic Test Pass 09:04:56
Air Blank 0.000 09:05:23
0.100 Cal Check 0.099 09:05:42
Air Blank 0.o000 09:06:11
Subject Test 0.164* 09:09:20
Air Blank 0.000 09:09:52
Air Blank 0.000 09:10:19
Subject Test XXX ** 09:11:02
Air Blank 0.000 09:11:36

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuant 1o section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage dovioes of the Tucson Police Department



INTOXILYZER BOO0O

e
Locatlion: ARIZOMA L_-,{%%
Serial Number: BO0O-002803

10/15/2009 0%:11:51 Q_)u\

Standard Loth: B250011

Last Changed By: T. GALLEGOS #28847 /‘JL\
QAE: C. COMLEY #£34517

TUCSON PD

Test g/210L Time

Air Slank 0.000 09:12:19

Cal Check 0.09% 09:12:38

Alr Blank RFI* 9:13:01

Alr Blank 0.000 09:13:29

*RFI Detect

Mlons donte,

Operator's Eigngtu.re

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.



INTOXILYZER 8000 54‘)%

Location: ARIZONA
Serial Nomber: 80-002803 Q/\:\
10/15/2009 09:13:33

Standard Lot#: 8260011

Last Changed By: T. GALLEGOS #28347 c L\
QAS: €. COMLEY £34517

TUCSON PD

Tast g/210L Time

Air Blank 0.000 09:14:01

Cal Check 0.099 D9:14:19

Adir Blank 0.000 09:14:49

(lane Lol

Operator's Sig}l—atl.mu

Pursuant to section 28-1327, Arizons Revised Statutes, this document is a certified duplicate of the information conmined in compuler
storage devices of the Tucson Police Department



EXHIBIT &-2

THIS REPORT PREFARED PURSUANT TO DUTY IMPOSED BY
A.A.C. RI3-10-104(x)

ARIZONA DEPARTMENT OF PUBLIC SAFETY ur
STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

gt
STANDASRD CRLIBSRATION CHECH PBROCEZDURE \“1\9

QA Specialist Efgﬂ! l:nl 14 AGENCY Tucson Police Department
oare 10 -y ~09 TIME O0%S %

intoxilyzer Serial & &b -&D 2%03  ilocatisn !IQH!

I 1., Ensure that gas tank is attached to instrument and contains a
standard alcohol concentration selution C. (00 AC.
oR
Pour & standard alcohol concentration solution AC,

into 2 cilean dry simulator =nd assemble the simulator. Ensure
that a tiant seai has been made. Turn on the simolater and
allow temperature to reach 34°C + 0.2°C

P v ) 2. Intoxilyzsr B000 display r=ads “PUSH BUTTON TO STAET"

{pr 1} i. Go to the "Contrel Tesring Menu". Selact “b™ for dry
control test or *W- for wet control test. After
selection is made press ENTER.

v ) 4. Alir blank completed.

L) 5. Calibration check completed. Test resulcs o. 16D AC.

() ®©. Air blank completed.

{ w1 7. Remove printed record. Attach the record to the completed

checklist,

SIGNATURE “ﬂ& c-.-ﬂa..i

DPS Form Exh G-Z (Rev. 05%-01)

Prrsnant to seciion 28-1 327, Arizona Revized Starutes, this document i5a cortified duplicate of the mformation contained in
compuier siorog devices of the Tucion Police Department



INTOXILYZER HOO0O C&
Location: ARTZONA %\%
Serial Wumber: BO-00Z803

10/15/2009 08158205 Q_}t\

- - - - ——

Stdandard Lotd: 8260011
Last Changed By: T. GALLEGOS 28847

QAS: C. COMLEY #34517

TOUCSON PD

Test g/210L Time

Alr Blank g.aoo0 08:58:32
Cal Check 0.100 08:58:51
Air Blank 0.000 08:5%9:20

U bl

Uperator’'s SiqnamL

Purmmnt 1o sectipn 28-1327, Arizona Revised Statutes, this document 15 1 certified duplicate of the information contuined in computer
swwage devices of the Tucson Police Department.



