CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 8. Stone Avenue Tucson, AZ §5701-1917

I hereby certify that these documents ars a true and correct copy of the {{u\‘\ “50[\
periodic maintenance* for the Intoxilyzer 8000 Serial Number A\
W -o2eB o3 maintained by the Tucson Police Department \!
Crime Laboratory pursuant to the requirements of the Arizona Department _
of Public Safety for a quality assurance program.

A guality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C, R13-10-104.A.2,
for 2 0.100AC solution are 0.090AC 10 0.110AC.

Date;: 12-/10®9 (Call 0.{oD AC Cal2 0.049 AC

Between the datesof _ [1-12-09 and (2-/d-09
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon __ N/ P
The instrument was returned 1o serviceon _N /P

MUaw Lonllen,

Clare L. Conley

J2-to-09

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this /D%, day of
- ik 2005

/. ;mgznafyf:ﬂ;

e -l Fi T WS !
*Includes documents specified in A.A C. RI3-10-104.A.5 Y . Comm. Exo. b

Pursuant to sectlon 28-1327, Arizona Revised Statutes, this document is a certified dupiicate of the
information contained in computer storass davices of the Tucson Police Department.



TEZZ REPORT TIEPARED PUERSUANT TC DUTY IMPOSED
E.A.C. EIz-10-104(2)

ARIZOKA DEPARTMENT OF PUBLIC SATETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL BGOO

STANDARD QUALITY ASSURANCE PRO EDTRE

CIRLIST f!gr& Qp'nlﬂﬂ AGENCY
J

L

47
Orn

/3\ 1@

A

Tucson Police Depar—ment

|2-(d~09

DATE TIME 0% 27
INTOXILYZER SERIAL § 30 - 002%02 LOCATION 0 DWW
(¥" ) 1. Display reads “PUSH BUTTON TC START"

DIAGNOETIC TESTS

(¥ ) 1. Clock time check.
{7} 2. Dat= check.

OFERATZORARL TESTS

{ V) 1. 2lcohol-free subjec: AC-

(v ) 2. Exror recognition logic system functiconing.

Nor a Successfully Completed Tast Segusnce printed
Froper sample recogniticon system.

Not & Successfully Completsd Test Seguence printed
Deficient ssmple printad.

test result 0. GBO

L w7

(") &. E‘anaari Calibration Check standard 0. 0D AT
FE==u a ﬂﬂ AC
instrument s operating Droperly and accuratsiv. IES wC

comuENts ploa
SIGNATURS M.aw. Qn&,.,,
DPFS Form Exn &=-4 (Rew. 05-01)

Pursuaet to secrion 281327, drzona Revized Statuties, this decument it o ceritfied auplicans of the information contatned tn

campiter sivege devices of the Tucsor Police Depurtmen:



2447

INTOXILYZER 8000 (Lmﬂ
Location: ARIZONA
Serial Number : 50-002803

12/10/2009 08:38:31 Aa\&
Standard Lot#: B260011

Last Changed By: T. GALLEGOS #28847

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST,SOAP
BOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time o
Air Blank 0.000 0B:39:18
Diagnostic Test  Pass 0B:39:46
Air Blank 0.000 08:40:13
0.100 Cal Check 0.099 08:40:32
Air Blank 0.000 0B:41:02
Subject Test 0.000 0B:41:29
Air Blank ABT* 08:41:36
Air Blank 0.000 0B:42:04

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuant o section 28-1327, Arizona Revised Starutes, this document is o eertified duplicats of the information contained in copLer
storage deviees of the Tucsan Police Department.



37

INTOXILYZER BOOO (lin
Location: ARIZONA
Serial Number : B0-002803

12/10/2009 08:42:11 ﬁ@\
Standard Lot#: B26001I

Last Changed By: T. GALLEGOS 28847

QOAaS: C. CONLEY #34517
TUCSON PD

Operator: C. CONLEY £34517
TUCSON PD

Subject: TEST,S0AP
DOB: 11/711/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Alir Blank RFI* O8:42:42
Air Blank IpG** 0B:42:51

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Arizona Revised Statutes, this document is o certified duplizate of the Information cortained in computer
storage devices of the Tueson Police Departmerit,



INTOXILYZER BOOOQ Q,L/\
Location: ARIZONHA
Serial Number : 80-002803

12/10/2009 08:42:56 /b\,‘
Standard Lot#: 8260011

Last Changed By: T. GALLEGOS $28847

QAS: C. CONLEY $34517
TUCSON PD

Operator: C. CONLEY 434517
TUCSON PD

Subject: TEST,SQAP
pOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:43:45
Diagnostic Test  Pass 08:44:13
Air Blank 0.000 08:44:40
0.100 Cal Check 0.100 08:44:59
Air Blank 0.000 DB:45:28
Subject Test 0.110# 0B:48:37
Air Blank 0.000 08:49:10
Air Blank 0.000 0B:49:37
Subject Test AKX 0B:49:59
Air Blank 0.000 08:50:33

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuant 1o section 28-1327, Arlzonn Revised Statutes, this dacument is 4 certified duplicats of the information contzined in Gompuier
sleruge devices of the Tueson Poliee Deépartment.



INTONILYZER B0O0 Sﬂ% 7

Location: ARIZORA Q}f\
Serial Kumber: 80-002803
1271072009 08:51:25%

Standard Lot#: 8260011 /@\

Last Changaed By: T. GALLEGOS #28847

QAS: €. COMLEY #34517

- TUCSON PD
Test af210L Time
Alr Blank 0.000 08251152
Cal Check g.09% 0B:152:11
Air Blank 0.000 0852141

Hlan Corde,y

Operator's siqnathm

Pursuant to section 281327, Arizona Revised Statutes, this document 15 a certified dupiicare of the information contained in compurer
storage devices of the Tucson Poliee Deparmment.



=EZZ REPOAT PRSEARED PURSUANT TC DUTY IME0SED BY
R.A.C. RIZ-10-10412)
ARIZONA DEBZRTMENT OF PUBLIZ SAFETY

STRNDARD QUALITY ASSTRANCE PROCEDURES
INTOXILYZER MODEL BOOC

STARDARD CALISRATIOX CHECE PRCCEDIR

I

o

\y

\2

b7
Cha,

ol

QR Specialisc “g-rt ﬁﬁnl-ﬂ«q AGENCY Tucson Bolice Department
) 7

DATE 12 -10-09 TIME O0%3R77

Intoxilyzer Serial & €2 - 002803 iocation o DWW

szandard aicohol concentration sclution 0. DB acC.

CE
Pour a standard alcohol concentzation seolution Ry
into & clean dry simulator and assemble tThe: simulator. Ensure
that a tight seal has Desn made. Turn on the simuiator and

zilow temperature to reach 34°C = £.2°9

i v ) 2. Intoxilyzer B0 display reads “PUSH BUTICN TC STARTT

{ ) 3. BHo to the “"Control Testing Menu". Select *D" for dry
control ‘test cor *W" for wet control test. After
selection is mades press ENTER,

£ ) 4. Bir blank compistad.

{ -« ) 5. Calibration check completed. Test results C. |TD AT,

[ ) €. 2:r blzok compleced.

i v ) 7 Remove printed record. Attach the record to the completed
checklist.

SIGNATURS b,lm Op\J\M

I
DPS Form Exh &-2 (Rev. 05-01)

Enxsure thst gas tank 1s actached Te instrument and contains =

Pupsuant 1o section 28-1327. Avizona Revised Siames. this docwmeny is a certified duplicate of the infarmation contained in

computer sorage devices of tie Tucson Police Deparmen



INTOXILYZER BO00 7{&7

Location: ARTIONA

Serial Number: B0-002803 OA/\
1Z2/16/2009 08:37:07

Standard Lot#: B2B001I

Last Changed By: T. GALLEGOS #28B47 /&{

QAS: C. COMLEY #34517

TUCSON PD -

Togl g/210L Tima

Alr Blank a.oo00 Q137135

Cal Check 0.100 08:37:59

Air Blank 0.000 0B:38:23

Pursuahi 1o Section 28-1327, Arlzonn Revised Stantes, this document s o centified duplicate of the information contalned m compute:
storage deviees of the Tucson Police Department.



