CERTIFICATION by CUSTODIAN of RECORDS
V Tucson Police Department Crime Laboratory
270 8. Stone Avenue Tucson. AZ 8370i-19]7

AN

I hereby certify that these documents are a true and correct copy of the %npxﬂ
periodic maintenance® for the Intoxilyzer 8000 Serial Number %
X0 -~0p2%¥03 maintaimed by the Tueson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A2,
for a 0.100AC solution are 0.090AC t0 0.110AC.,

Date: 4~/~12  Cal1 8097  AC Cal2 0.097 AC

Between the dates of 2 -Y- (0 and - [~10
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon N/ A
The instrument was returned to serviceon W /R

o -,

Clare L. Conley
H-{-(?

ADPS QAS Permit # 33314

,20)0 .

SUBSCRIBED AND SWORN tp before me this [ & , day of
“y&":b L
T I }

=, OFFICIAL SEAL
ey |SABEL C. TRUJILLO
Gy ) NOTARY PUBLIC-ARIZONA
e PIMA COUNTY
- My Comm, Exp. July 16, 2012

Notary Public

*Includes documents specified in A.A.C. R13-10-104. A5

Pursuant to section 28-1327, Anizona Revised Starmes, this document is a certified duplicate of the
information contained n computer storage devices of the Tucson Police Department,




EXHISIT G-4

STANDARD QUALITY ASSURRREE PRUCEDURES QJA

INTOXILYZER MODEL 8000 ﬁ\
0°

STANDARD QUALITY ASSURANCE PROCEDURE

2 SPECIALIST unrﬂ eh\ Il’ﬂ AGENCY Tucson Pol:
!

DATE L{r[r-hﬂ' vz 09
INTOXILYZER SERIAL & ©) ~0D2%¥D3  LOCATION _ARW
o ) 1. Display reads "2JSH BUTTIK TO STARET”
IAGROSTIC TESES
fr/ ¥ is Clock time check.
(/") 2. Date check.
OFSRATIOMAL TESTS
{ ) 1. Rlcohol~free Bu:lle tess resulz 0. JOO AC.
(/) 2. Error recognition logic system funcsioning.
Not & Successfully Campleted Test Seguence printed
{¥ 1 3. Proper semple recognition system.
ot a Successfully Camsleted Tost Seguence printed
Delicionre SE..-..--E P inrted. _
( £ 1 4. S=andazd Calibration Check stendaxd 0. [6® ag
Resulz: Q. fz Pt
Instrumens {s oparating properly and accurately. YES ¥~ NO
coMzNTs Mo,
SIGRATURE
U258 Torm EXR G-4& (Rav. 05-0%
Pursuant 10 section 251327, drcons Revined Stanses, e documeny i o cortified duplicare of the pgormction consgined un

computer siorage devices of the Tucson Police Deparzment



INTOXILYZER 8000 ~4
Location: ARIZONA 2’\{\

Serial Number : 80-002803 Q)Wa
04/01/2010 DB:10:41

Standard Lot#: 8260011 ﬁ?ﬁ
Last Changed By: T. GALLEGOS 828847

OAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY 34517

TUCSON PD

Subject: TEST,SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:11:27
Diagnostic Test  Pass 08:11:54
Air Blank 0.000 08:12:22
0.100 Cal Check 0.098 08:12:40
Air Blank 0.000 08:13:10
Subject Test 0.000 08:13:37
Air Blank ABT+ 0B:13:43
Air Blank 0.000 08:14:12

*Sequence Aborted

Not a Successfully Completed Test Sequence

e

Parsugmt 1o section 28-1327, Artzona Revised Siatutes, this document s 2 centified duplicate of the informasion conszined in computer
storage devices of the Tucson Police Depermmem:



INTOXTLYZER 8000 g@(?

Location: ARIZONA

Serial Number : 80-002803 Qa~
04/01/2010 08:14:17

Standard Lot#: 8260011 fﬁk
Last Changed By: T. GALLEGOS £28847

QAS: C. CONLEY #34517

TUCSON FD

Operator: C. CONLEY £34517

TUCSON PD

Subject: TEST,SQOAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Taest g/210L Time
Air Blank RFI+ 08:14:51
Air Blank IPS++ 08:14:59

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursuent 10 section 28-1327, Arizona Revised Statmes, this doeument |5 o certified duplicate of the micrmation contained in campiter
storage devices of the Tucson Police Deparmen:



INTOXILYZER 8000 1
Location: ARIZONA 4 45

Serial Mumber : B80-002803

04/01/2010 08:15:06 an
Standard Lot#: B26001T ,@H
Last Changed By: T. GALLEGOS #28847

QAS: C. CONLEY £34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST,SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:15:53
Diagnostic Test  Pass 08:16:20
Air Blank 0.000 0B:16:47
0.100 Cal Check 0.098 08:17:06
Air Blank 0.000 0B:17:36
Subject Test 0,154~ 0B:20:44
Air Blank 0.000 08:21:19
Ax:r Blank 0.000 08:21:456
Subject Test b8 4.8 08:22:11
Air Blank 0.000 08:22:46

*Deficient Sample
++*Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuant to gection 18-1327, Artzond Revised Swanstes, this docnment is a certified duplicate of the informistion cantuined in commtes
siorage devices of the Tuczon Police Degammes:



INTOXTLYZER 8000
Location: ARIZOMA

Serial Number: BO-Q02803 q
04/01/2010 08:23:01 4;{%

Standard Lot#: 8260011 Qan
Last Changed By: T. GALLEGDS #2B8847 /6L\

QAS: C. COMLEY 234517

TUCSON. PD R
Test g/210L Time

Air Blank 0.080 0B:23:28

Cal Check 0.097 Ofz23:47

Air Blank 0000 08:24117

LN

Operator's Eiﬁ nature

Purseant ro secuiion 28-1327, Anzona Revised Swanutes, thie document is & certified duphcers of tne informanon contamed i computer
siorage d=vices of ihe Tucsoa Pohice Deparmment



ZXHIBIT &-2

THIS REZORT PREPARED BURSUANT TO DUTY IMEB0SED BY
A:A.E. Ri3-10-104 (A}

ARIZORE DEPERTMENT CF BUBLIC SAFETY !Q%fl

STARDARD QUALITY ASSURANCE PROCEDURES
INTCUILYZER MODEL 8000 lé

STANDARD CALZBRATION CHECK PROCEDURE 1ﬂﬁ

QR Epecialist anrx.ebnw|ﬂ~\ EGENCY Tucson Police Department

pxrz 4 - |~1O TiMz  0%094

Intoxilvzer Serisl # o - B2 %D% Location DD_“

{ f( ) = N nsure thet gas fank is attached to ix ::" anr 2nd contains &
s,an“ﬁri ailcohol copcentration solution 0. [ AC.
OR
Pour & standsrd slcghol concentration sclution AT,
into a clean dry simplatoer and assemblis the simzlator. Epsure
that a tight sezl has bean made. Tern on the simulator and

allow temperature to reasch 34°cC = 0.2°%

Intoxilyz=sr B0OGD display rsads “PUSH SUTTOR TO START

A

{ ) 3. 6o to the “Control Testing Menu™. Salect “D7 fgor dry
Cﬂl‘.tr’.‘r =280 13-4 “w" for wel coORtrol Test.,. Afitez
cLi is mzge press ENTER

s

« Rir blaank complietad.
Czlibration check completed. Test results 0.097 ac.

Air Blank compieczad.

=
.

A

t\‘k .\'\

) 7. Remove printed record. Actach the record to the complsted
checkiisz,

SISKRATURS Um h’“"‘—j

)

EPS Form EXh G-2 (Rev. 053-=D1)

Fursunn) o secrion 28] 327, Arizong Revisvd Srarues, this dpcument is o certified auplicate of the-infarmcition contained in
compitler Fonzzs devices of ke Thcson Police Department



INTOXILYZER 8000
Location: ARTZONA
Serial Humber: BO-002803

0470172010 0E:z09:2] ,,f{g/-[
Standard Lot#: B260011

Last Changed By: T. GALLEGOS #28847

LT ——— N—

QAS: C. CONLEY 834517 L\
TUCSON PD

Test g/210L Tine

Alr Blank 0.000 OB:09:48

Cal Check 0.097 BRs10:07

Air Blank o.000 08:10:37

Uan bond,

Cperator's Siqnatiu‘e

Pursuan? to-section 28-1327. Arizonn Revised Swsnites. this document 1 8 certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.



