CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-1917

I hereby certify that these documents are a true and correct copy of the /\%\’\ LD\O
periodic maintenance* for the Intoxilyzer 8000 Serial Number \“)'

EO - 50 2D maintained by the Tucson Police Department \’V .
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: 12—9-to (Call 0.09% AC Cal2 0.09% AC

Between the dates of _[1-11-10 and |2-9-lv
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on N/ A
The instrument was returned to serviceon N /A

s e

Clare L. Conley

(2 ~(p- o

ADPS QAS Permit £ 33314

- | T
SUBSCRIBED AND SWORN to before me this__| O , day of

\o ,20.(0 .
S5 OFFICIAL SEAL
@M CQQ,;,,. o_|(FEmmid\ ROSA REYNA
=t /4 5 Ng?;;Y PUBLIC-ARIZONA
] _ %/ -PIMA CO
Notary Public My Comm. Exp. Ja'i'::. 2Yo11

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is 2 certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.




EXHIBIT G-4

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R13-10-104(A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY (\rbq

STANDARD QUALITY ASSURANCE PROCEDURES

O~ .
INTOXILYZER MODEL 8000
P
N,
\'L

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST Qld?ﬁ.eﬁn\{hq AGENCY Tucson Police Department
T

DATE 12 9 _|o TIME 0%y 3

INTOXILYZER SERIAL # ¥ -pp 2803 rocarron ODW)

(V/ ) 1. Display reads “PUSH BUTTON TO START"

DIAGNOSTIC TESTS

(V') 1. Clock time check.
(v ) 2. Date check.
OPERATIONAL TESTS

(v )
(v )

(=]

Alcohol-free subject test result 0. oty AC.
Error recognition logic system functioning.
Not a Successfully Completed Test Sequence printed
(v~ ) 3. Proper sample recognition system.
Not a Successfully Completed Test Sequence printed
Deficient sample printed.
(/") 4. standard Calibration Check standard 0. /80 AC

Result: O. Qﬂg AC

3%}

Instrument is operating properly and accurately. YES ¥~ NO

comvENTs Pl nndio M net (‘l‘f\;br\*l-ﬁ.:n\c?\ Pwpan CL‘MZ" RE( e

SIGNATURE um M«,\

DPS Form Exh G-4 (Rewv. 05-01)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8000 éé\
Location: ARIZONA 2

Serial Number : 80-002803

12/09/2010 08:45:13 N
Standard Lot#: 719919 . {$K.
Last Changed By: S. CIONE 450616 \
QAS: C. CONLEY $34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST,SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:45:59
Diagnostic Test Pass 08:46:26
Air Blank 0.000 08:46:54
0.100 Cal Check 0.098 08:47:13
Air Blank 0.000 08:47:42
Subject Test 0.000 08:48:06
Air Blank ABT* 08:48:12
Air Blank 0.000 08:48:40

*Sequence Aborted

Not a Successfully Completed Test Sequence

Tyr - o 28,1377 A & hia 6 L i 3
5 "xumt c s::no:;lzc-’._«.«_ /. Anzonz Revissd Stannes, this documen: is 2 cerdified duphicate of the mformanon contzmed m computer
Sterags aevices-of the Tucson Poiice Dreparmen: - 7 7



INTOXILYZER 8000 o
Location: ARIZONA 2%

Serial Number : 80-002803 Q)h~
12/09/2010 08:48:44 /)\,\
Standard Lot#: 719919 - \

Last Changed By: S. CIONE #50616

DAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:49:33
Diagnostic Test Pass 08:50:00
Air Blank AMB* 08:50:28
Air Blank 0.000 08:50:56

*Ambient Fail

Not a Successfully Completed Test Sequence
-ursuznt 1o secuon 28-1327, Anzonz Revised Starurss, this document is 2 certified quplicare of the informanon contained IN COTODULET
Storage asvices of the Tucson Poilcs Deparmmen: - .



INTOXILYZER 8000

Location: ARIZONA L\4£f\

Serial Number : 80-002803 ()J\
12/09/2010 08:55:11 /(D\\
Standard Lot#: 719919 =

Last Changed By: S. CIONE #50616

OAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST,SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:56:02
Diagnostic Test Pass 08:56:29
Air Blank 0.000 08:56:57
0.100 Cal Check 0.097 08:57:15
Air Blank 0.000 08:57:45
Subject Test ABT* D8:57:57
Air Blank 0.000 08:58:25

*Sequence Aborted

Not a Successfully Completed Test Sequence
*-ursuzn‘ to secnon 28-1327, Anzona Revised Stanue:s, this document is 2 cerdfisd dupiicats of fne MIODNANOoD contamesd mn GOmDUIST
Storage cevicesof the Tucson Police Deparmen: A .



INTOXILYZER 8000
Location: ARIZONA
Serial Number : 80-002803

12/09/2010 10502719 \
Standard Lot#: 719919 Ap
Last Changed By: S. CIONE #50616

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
POB: 1T1/11/1111

Sex: M Weight:

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 110202 259
Air Blank IPS** 10:203:06

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

~ursuznt 1o sestorn 28-1327, Anzona Revised Stames, this documentis 2 cerfied duphicars

Siorags asvicss of tne Tucson Police Deparmen:

of the miormanon contained 1 compure:



INTOXILYZER 8000 \04%%
Location: ARIZONA

Serial Number : 80-002803 Q)¢¥
12/09/2010 10216508 :
Standard Lot#: 719919 . /ﬁf\

Last Changed By: S. CIONE #50616

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
o8 1111017101
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10216557
Diagnostic Test Pass 10217225
Air Blank 0.000 18217 252
0.100 Cal Check 0.099 1@z 18211
Air Blank 0.000 10:18:40
Subject Test 0.192% 10:217:49
Alr Blank 0.u00 f0zZ223723
Air Blank 0.000 10:22550
Subject Test .08 Gt 10:23216
Air Blank 0.000 T10:2 23251

*Deficient Sample
**Tnvalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence
Pursuant 1o section 28-1327, Anizonz Revise? Stanues, , this document is z certified qunhicars of

f to= miormanon contammesd m compurs:
SIoTEgs devicesof the Tueson Police Deparoment o = o=



INTOXILYZER 8000
Location: ARIZONA
Serial Number: 80-002803

12/09/2010 10:24:12

Standard Lot#: 719919

Last Changed By: S. CIONE #50616 /(D‘\
QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 10:24:39

Cal Check 0.098 10:24:58

Air Blank 0.000 10:25:28

Operator's Signature

=N

= t scnion 28-1327 Re £ Sramates tmiz g : Hed auni 24 i
m:suzn s -na}: _28_.-.. 1. Anz_ona Revisef Stamures, fis document is = certified duplicare of toe informanon contaned In compuIer
storages devices-of tne Tucson Police Deparument ' .



\RD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL

A S @ TN W ' 9 T8

Sy

STANDARD CALIBRATION CHECK PROCEDURE %
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FPursuan: 1o secrion, 28-1327, Arizonz Revised Stomures, tus document is o certinied aupiicare of the

irpormation cornained in
computer siorage devices of the Tucson Police Department.



INTOXILYZER 8000
Location: ARIZONA

Serial Number: 80-002803
12/09/2010 08:43:51 O\

Standard Lot#: 719919

Last Changed By: S. CIONE #50616 Q)\’\
QAS: C. CONLEY #34517 /ﬁ\\

TUCSON PD

Test g/210L Time

Air Blank 0.000 08:44:18

Cal Check 0.098 08:44:37

Air Blank 0.000 08:45:07

Mowr bk,

Operator's Signaqu re

- o s - — e s .
Fursuant o secuon _28-‘.;.’1 /. Anzonza Revissd Starures, fnis documnent is 2 certifed quplicare of toe miormanon contamed In complter
siorage devices-of the Tucson Police Deparment .



