CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-1917

I hereby certify that these documents are a true and correct copy of the /@L\

periodic maintenance* for the Intoxilyzer 8000 Serial Number _fLD \
X0 - DD 2%03 maintained by the Tucson Police Department |

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: | - b1 Call ©.098  AC Cal2 D.09b AC

Between the dates of _12-9- 2019 and |~ b-Il
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon N/ [
The instrument was returned to service on N/F

M L Cw@t.q)
Clare L. Conley

|-6-(1

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this (4 , day of
sy ,20_J/ .

/1

: OFFICIAL SEAL ]
et LAURA B HODGSON l

NGTARY PUBLIC-ARIZONA *'
PIMA COUNTY |
_..My Comm. Exp. Aug. 2¢ 2013?

Notary Public

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



TEIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
2. A, C. RI3-106-104 (2
A,.A8.C, RLI=-10=L04 (R

INTOXILYZER SERIAL # ¥P-6D2%0 LOCATION o DdDW

( v ) 1. Display reads “PUSH BUTTON TO START”

1. ale b est result 0. DSV AC.
.v/;- 2. Err cognitio ogic system funcrioning.
Not & Successfully Completed Test Seguence printed
\/ 3. Proper sample recognition system.
Not a Successfully Completed Test Sequence printed
Deficient sample printed.
( / 4, Standard Calibration Check standard 0. [V AC

Result: 0. Oﬂ RC

T —— - ———— T o= < . —~— ] = -::/ e
Instrument is operating properly and accurately. YES NC

Toeay v o ~ o AT
DPS Torm Exh G-4 Rev. 053-01

Bursuan: 1o section 28-1327, Arizona Revised Sianures, this document is @ certified duplicare of the Irformation comtained in
compuzer siorage devices of the Tueson Folice Department



INTOXILYZER 8000
Location: ARIZONA

Serial Number : 80-002803
01/06/2011

08:35:08

Standard Lot#: 719919 E
Last Changed By: S. CIONE

#50616

QAS: C. CONLEY
TUCSON PD

#34517

Operator: C. CONLEY
TUCSON PD

Subject: TEST,SQAP
DOB: 11/11/1111
Sex: M Weight:

#34517

111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:35:57
Diagnostic Test Pass 08:36:24
Air Blank 0.000 08:36:52
0.100 Cal Check 0.098 08:37:10
Air Blank 0.000 08:37:40
Subject Test 0.000 08:38:06
Air Blank ABT* 08:38:13
Air Blank 0.000 08:38:41

*Sequence Aborted

rage gevices-of tne Tucson “ou:=;::na::nuu

-Not a Successfully Completed Test Sequence

KEVISED SIEMTe:, (mis OOCImmen: 15 2 cerdfied qumhicere of tn= mformanon contamed In commure;



INTOXILYZER 8000 549/]

Location: ARIZONA

Serial Number : 80-002803 W
01/06/2011 08:38:45

Standard Lot#: 719919 . /(bb\
Last Changed By: S. CIONE #50616

OAS: C. CONLEY $34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST,SQAP
DOB: 11/711/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 08:39:16
Air Blank IPS** 08:39:27

*RFI Detect
**Improper Sample

:“-.‘:‘E'-E.."_‘ o ssonen ﬂ?_“g' a._‘zﬁa%&ﬁ%g:g.;uh]fz.x]'sgc :_%?JEB 'cl_etc?gmh?aee DS'E:: :gz? utg l:lc:ncrg;e.: In compuIs:
S1otages asvicesof the Tucson Poilc: Deparonen:



INTOXILYZER 8000
Location: ARIZONA

Serial Number 80-002803
01/06/2011

IEN
QJ“\

08:39:41

Standard Lot#: 719919
Last Changed By: S. CIONE

#50616 /\5\\

QAS: C. CONLEY $#34517
TUCSON PD

Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST,SQAP

DOB: 11/11/1111

Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:40:26
Diagnostic Test Pass 08:40:53
Air Blank 0.000 08:41:21
0.100 Cal Check 0.097 08:41:39
Air Blank 0.000 08:42:09
Subject Test 0.178%* 08:45:18
Air Blank 0.000 08:45:51
Air Blank 0.000 08:46:18
Subject Test XXX** 08:47:08
Air Blank 0.000 08:47:43

*Deficient Sample
**Tnvalid Sample

Begin new deprivation period

Pursuzn:t o secnon Za-Lo07, AnzOna Revises Smrme:

SIorage asvicesof the Tueson Polics Dreparmen:

Not.a Successfully Completed Test Sequence

cument 1S 2 cerined qupicers of the MIOTTNANOD CONIZMes I ComDULe:
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INTOXILYZER 8000
Location: ARIZONA

Serial Number: 80-002803 6%\

01/06/2011 08:48:02

Standard Lot#: 719919 Q)J\
Last Changed By: S. CIONE 50616 /fat\

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 08:48:30

Cal Check 0.096 08:48:49

Air Blank 0.000 08:49:19

Manc b,

Operator's Signatiure

v e

uTsuant 10 secton 28-1327. Anzons Revised StaEmuiss fnis documen:is z cermiied unbiszrs of tne micTmenon contamed m oMol
Orage devicssof the Tucson Police Dreparmnen:
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Pursuzant 1o ssonon 28-1227, Anzonz Revised Stannes

storage devicesof tne Tucson Poly

~e

INTOXILYZER 8000 46)
Location: ARIZONA ﬁ
Serial Number: 80-002803

01/06/2011 08:33:49 /DL\ \)\5\

Standard Lot#: 719919
Last Changed By: S. CIONE <#50616

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 08:34:16
Cal Check 0.098 08:34:35
Air Blank 0.000 08:35:05

Mo bk,

Operator's Sign‘ature

, inis documen: 35 & certified quphiceze of the MIcrmanon tontamsd in Compute:
Dreparupent



