CERTIFICATION by CUSTODIAN of RECORDS g
Tucson Police Department Crime Laboratory C

1306 W. Miracle Mile, Tucson, AZ 85705 0\1‘7\ M

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 8000 Serial Number

S0 -00605 3 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: 1' 3201 ca1 .09 AC Cal2 /\///1 AC
Between the dates of N /}r and /V//‘{'

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on 9.3.2 /‘/[
The instrument was returned to service on

Arnglully

Terry S. Gallegos
7-9-20/¥

ADPS QAS Permit # 33169

SUBSCRIBED AND SWORN to before me this 9% day of
5:-0,,10‘-/(&4@4,/‘ ,20 /4 .

i hiin _Zacarceps

Notary Public

OFFICIAL SEAL
A\ELMA ESCARCEGA
NOTARY PUBLIC-ARIZONA
PIMA COUNTY
My Comm. Exp. Nov. 3, 2015

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.




EXHIBIT G-2
/OQ%/

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R13-10-104(A) /{54

ARIZONA DEPARTMENT OF PUBLIC SAFETY

[
STANDARD QUALITY ASSURANCE PROCEDURES S
INTOXILYZER MODEL 8000 C\hll"i

STANDARD CALIBRATION CHECK PROCEDURE

QA Specialist1ﬂ2}144(;m4%h65<JEFV} AGENCY Tucson Police Department
DATE ?3 c;(l)/(/'} = TIME MZS
Intoxilyzer Serial # XO-OO@OSS Location CI/I\*P\(_(M‘

( L/T/ L Ensure that gas tank is attached to instrument and contains a
standard alcohol concentration solution Q. [da AC.
OR
Pour a standard alcohol concentration solution AC,

intec a clean dry simulator and assemble the simulator. Ensure
that a tight seal has been made. Turn on the simulator and

allow temperature to reach 34°C + 0.2°C
( V/T/ 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

( V/T 3. Go to the “Control Testing Menu”. Select “D” for dry
control test or “W” for wet control test. After
selection is made press ENTER.

( l//} 4, Air blank completed.
( l/) 5. Calibration check completed. Test results 00‘?87 AC.
( V/S 6. Air blank completed.
() 7. Remove printed record. Attach the record to the completed

checklist.

SIGNATURE /% M&(/ﬂ/\

DPS Form Exh G-2 (Rev. 05-01)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8000
Instrument Initialization
16:13:06 09/03/2014

INTOXILYZER 8000

Location; TUCSON PO

Serial Number: 80-006053

Core Uersion; 8105.48

19/03/2014 16:45: 12

Standard Loth: 1151410082
Last Changed By: R. SZELEUSKI #6927

0RS: R. SZELEWSK! #4g927
TUCSON PD

Operator: T. GALLEGOS H28g4?
TUCSON PD CRINE LAB

Test g/210L Ting

fir Blank 0.000 16:45:39
0,100 Cal Check  0.098 16:46: 00
fir Blank 0.000 16:46:30

/
My g Wlator

L

INTOXILYZER 8000

Location: TUCSON PD

Serial Number: 80-006053

Core Uersion: 8105.48

09/03/2014 14:23:07

Standard Lot#: 11514100R2
Last Changed By: R. SZELEWSK] H46927

0RS: R. SZELEWSKI 46827
TUCSON PD

Operator: T. GALLEGOS #28847
TUCSON PD CRIME LAB

Test g/2llil Tine

Air Blank 0.000 14:23:34
0.100 Cal Check 0.0%8 14:23:55
Air Blank 0.000 14:24:25

Pursuant to .section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.

o?O'C-g
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/\ TUCSON POLICE DEPARTMENT 308
| CRIME LABORATORY 14

\"V/

INTOXILYZEER SERVICE RECORD ¢f,
FOR
CALIBRATION GAS TANK CHANGE

Date: O&‘J/‘// %

QAS: 2. S2ecsesk g7
Intoxilyzer Serial Number: §© ~-Coots~5
New Lot Number: 1 IS f".f/OC//s’cl

es” fos /

Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

New Expiration Date:

Remove the old gas tank and install the new one.
Hit the “ESC” key twice and swipe the QAS card.

/—\X\-\
[,
BOW N =

. Go to the “M-Maintenance” menu and select “S-Standard Change.”
/ Select “D” for dry gas and enter the following information:

Enter Target Value: 0.100

Enter Control Lot #: From the tank label

Enter Exp Date: From the tank label (mm/dd/yyyy)
Edit info Y/N? Y or N

Update Std Info? Y ENTER

“Please wait saving...”

(// 5. Hit the “ESC” key twice.

//) 6. Go to the “M-Maintenance” menu and select “T-Control Testing.”
Select “D” for dry control test. After selection is made press
ENTER.

(/1/ 7. Air blank completed.
(/ 8. Calibration check completed. Test results 0. f( ) AC.

(/)) 9. Air blank completed.
o

10. Remove printed record. Attach the record to the completed checklist.

| SIGNATURE %fW%/

Pursuant to section 28-1327, Arizona Revised Statutes, this docut s a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.




INTOKILYZER BO0D s
Location; TUCSON PO E

Serial Numper: BO-0UB053

Care Uersion: 8105.48

18/31/2014 19:47:48

Standard Loti: 1151410082
Last Cnanged By: R. SZELEUSK! #46%27

0RS: R. SZELEUSKI H46S27

TUCSON PO
Operator: R. S7ELEUSK! #46927
TUCSON PD
Test g/210L Time
fir Blank 0.000 19:48:18
0,100 Cal Check  0.100 19:48:39
fir Blank i 19:49:03

Preventative Maintenance
Performed - Timer Reset

\
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SoF%

TUCSON POLICE DEPARTMENT S

CRIME LABORATORY

W s
INTOXILYZER SERVICE RECORD C
FOR

CALIBRATION GAS TANK CHANGE

o &)l

ons. Yeiios Zop T

Intoxilyzer Serial Number: X000 é@’ S5
New Lot Number: [/ S 1106 /4 <

_S//ﬂg

New Expiration Date:

9
23
")

A

Intoxilyzer 8000 display reads “PUSH BUTTON TO START”
Remove the old gas tank and install the new one.
Hit the “ESC” key twice and swipe the QAS card.

Go to the “M-Maintenance” menu and select “S-Standard Change.”
Select “D” for dry gas and enter the following information:

Enter Target Value: 0.100

Enter Control Lot #: From the tank label

Enter Exp Date: From the tank label (mm/dd/yyyy)
Edit info Y/N? Y or N

Update Std Info? Y ENTER

“Please wait saving...”

£ W =

A2\

Hit the “ESC” key twice.

b

Go to the “M-Maintenance” menu and select “T-Control Testing.’
Select “D” for dry control test. After selection is made press
ENTER.

Air blank completed.

Calibration check completed. Test results 0. /0(7( f AC.

9. Air blank completed.

SO

() 10. Remove printed record. Attach the record to the completed checklist.
/7
-
SIGNATURE /o
/7

/ada
Pursuant to section 28-1327, ‘Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



INTOXILYZER BOOD

Location: TUCSON PO

serial Number: 80-006093 swmmbocicns:
Core Uersion: 8105.48

0873172014 02:43:24

Standard Lot#: 1151410082
Last Changed By: J. HAUKINS Hd240

ORS: 5. CIONE 50616

TUCSON PD

Operator: J. HAUKING #4240

TUCSON PD

Test g/210L Time

Rir Blank 0,000 02:44:06
0.100 Cal Check 0.099 02:44:27
Air Blank 0.000 02:44:57

Preventative Maintenance NOT
Performed -- Timer NOT Reset

Q@A\

4ol8
0

L

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.



TUCSON POLICE DEPARTMENT 4‘0’??

CRIME LABORATORY Th

’
INTOXILYZER SERVICE RECORD
Date: 43;0/(/
/'
QAS: Ly /?)J{//e’ﬁOS 2869+
-/ /

Intoxilyzer Serial Number: X 0- 0060 53

Reason For Service: NO‘{'/Q("C/ '7%4,{ 7%\4 /./156/4( Mgﬂ]é I/f’ﬁ/._f/(/ ?J
" Tunk Pressure Low (Dtact QAT atter Hhetmé
had been chamgd. The vegulator preSiure reading 15
1200 ps 1, ﬁfajﬁ@é@ Mj’ﬁnﬁ/@fﬁi%rf reading is Ops;.
T ¢ ham (LD fud Sl Diagnastic tanl pesbw? yeuds
DateJZ)Sut oof ervice: quozo/s/ (&WL P?&K,[Drm A (J(Lz-br&ﬁ.&:\c[l
but"not-« Sa,bjao{'%éfﬁ

Calibration Check completed prior to removal from service

Date: 0! .3 c;ld/"/

SQAP completed prior to removal from service

Date: N 0

Corrective Action: E(Sent to CMI, Inc.

ddata oown loaglool

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



EATTERG %y o

- Tokd
i INZ 0154

Service Evaluation Form

This form MUST be completed and enclosed with instrument to be serviced. §<
Failure to complete and return this form may cause delays in service.

(Note: please ship items in their origina! shipping container(s) or a similar protective box.)

1. Contact information: Cusiomer Number (050'—75 (contact Customer Service)
Name 72{‘1‘}/ GA”&OOS Phone: (520)837-16771
Fax: (520) 1= 4542 Emait: ZZcry. Calieaos () fuesenaz .oV "
2. Bill to Address: Ship to Address:
Frnante /Accounts Payable Toreson Poliet epontment Crime Lob
Po Box! 2my50 { 1306 Wi Miracit Mi1€
Tueson AZ §57126~7450 Tocson, A7 §5705

3. Seria! Number: 80 - 00605 Instrumant Model: _T 8400

4. Detailed Description of Problem:
“IDNK pressun not recognizeo by bracjmashcs A lu(( tonk reapls at O psi WhIN

fﬂ%uhfdr pressule i's t;‘loo PS! ;-.

t’t'k*

~xizzardous Matarial Warning! — DO NOT return gas cylinders with instrument!
i _

S | Authorize Repairs Up To: r:é All 5325{} 35509 55?’5@ @Other$
Purchase Order Number (attach a copy of P.O. if applicable) 234770

Authorized By:

Terry Balleaps  Towrcology Coordinabr Ship to:

% %V Y A 2o
Attn: Service Dept.
?? ‘10/4 316 East Ninth Street

a d\/ =
Signature Iy Date Owensbore, KY 4730.:
N ot this ms%mmgd W43 PurChased 4.30-2013 and tnay be undur
No, please send estimate before repairs are made. o riad Y
Note: An estimate wili be faxed before performing any repairs and may cause delays in
service.

An evaluation fee ($79.00 or actual costs) will apply to estimates that are not repaired.

316 EAST NINTH STREET OWENSBORO, KENTUCKY 42302 1-866-835-0690

S



