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Certificate of Analysis

Certificate ID: 5569

Part #: BAC1e5L1eeT

Cylinder Size: 1esL
Lot Number: 25913100A2

Expiration: 16/1/2015

0.100 BAC (For use with breath alcohol testing instruments)

Contents: 105 Liters @ 1000 psig 70°F (21°C)

Component: Concentration: Accuracy: Method:
Ethanol 260.5 PPM +/- 0.002 or 2% NDIR
NITROGEN BALANCE lBAC whichever

is greater

*NIST Standard Reference Material

Cylinder No. CC14290 / Job No. 09160202
Certified 212.8 umol/mol Ethanol in Nitrogen
for ILMO Products Co,, Jacksonville, IL
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