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TEIS REPORT PREPARED PURSUANT 10
ALA.C. RI-14-404(A)
ARIZONA DEPARTHENT OF EZEZALTH

STANDARD QUALITY ASSURANCZ PROCED

INTOXILYZZR MODZL 5000
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LG

”

scmycy Tucson Police  gx SPEICIALIST Trene Doran 033/
(2rint hama)
INTOXILYZEZR SERIAL #W"OCD/&Qb/(#?' LOCALTION Tm%c
DATE Decermber 3o 5 2004 TiH: /(.35
24
,_é%:— Display reads "RZI2ZY TO ST2AST" or "SUSHE ZUTTON T2 START
TEST."
DIAGNQOSTIC TESTS
-—ed DVM TestT check. Setting should o2e ZetTwe2n .200 and
£00. Mode selection switch S2 on, Sl and S3 of I or
xeyboard menu selection "H". Raz ;ng is .
. é&: D*spWay Tost check. Mode selecticn switch SL on anc S2
and $S3 off or keyboard menu selaction "V"
-~ Printar Test check. Mode selecticn swizch S, S22, S3
off or keyboard menu szleczion "ZF"
< Clock tima check. Mode sslection switch S1C ¢on o~
xevboard menu seslection "ZV
=é£$: Data chack Mode selaction switcn Sil on oI Xeyboard
D2nuw sa2lsction "EY
QPZRATIOVAL, TEZSTS
Zs: Alconol free subject Test result 0. AC
éQ; Error recognition leglc systen IUNCTLCONINg
Tnvalid test printed

'd

roper sample racognition syste
Tnvalid sample printed s
Deficient sample prln;cd{%r

Completeness of sample purge with

Calibration standard O .Qﬂg Ac

© N/A
7, el

collection tubex*x=*

Results: __.__Hdiqoo-o??;t-t L
Instrument operating properly and ac curately. YES_ NO___
COMMENTS :. @l’Ca'/’h hos@ not htated at fime g SAP.
(i (e grd _Linie 177 258
heatt (. -
SIGNATURE ON—

. -
R L}%j“/alcohol concentration standard coll
1nalysils. %=

*WITH OR WITHOUT VAPOR RECIRCULATION AND WI
**xTETIS STEP IS ONLY REQUIRED
EAMPLE CAPTURE.

DES

S/DSLS/Form C117(Rev.7-53)

ected for subsegquent

THE OR WITHOUT XZYBOARD

IP TEIS DEVICE IS BEING USED FOR
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SUBJECT' S NAME

7 ratfrs

TIME FIRST OBSERVED

INSTRUMENT LOCATION
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'ADDITIONAL INFORMATION AND /OR REMARKS K

INTOXILYZER' INSTRUMENT PRINTER CARD

€ 1986 by CMIINC.




PXHIBIT P N
THIS REPORT PREPARED PURSUANT TO DUTY IMPOBED BY
A.A.C. RI-14-404(n)

ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000«

STANDARD CALIBRATION CHECK PROCEDURE /&¥

Agency _Tucson Police Deparfment Date /A/”\O/OY Time _/[385

Intoxilyzer Serialf e¢-00/225 (*7) Location Trafé c

QA Specialist Lrea e Doran 433/

(Print Name)

(s ) 1. Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.

Sstandard value: Q0.p&? AC

(@) 2- Turn on the simulator and allow the temperature to
reach 34°C#+.2°C.

o) 3- Set Intoxilyzer mode ;election in the ACA mode by
switching mode selection switch #9 on or selecting "C"
on Xeyboard menu.

(vo4~) 4. Attach simulator to the simulator entrance port on the

Intoxilyzer.
5. Intoxilyzer 5000 display reads "READY TO START" or

( oe)
o "PUSH BUTTON".
& (_ax~) 6. Push Start Test button or press enter on keyboard.
e ) 7. 1Insert card 1in response to display.
A (ti;b 8. Air blank completed.
v&J~pg) 9. Calibration check completed.

Test results 0. JFF«D.O0FFAC
v-(wo) 10. Air blank completed.
ﬂkjﬂar) 11. when display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
( ¢q?) 12- Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter
on keyboard.

SIGNATURE V> B—M O~

*WITHE OR WITEOUT VAPOR RECIRCULATION AND WITE OR WITEQUT XEYBOARD

DHS/DSLS/Form Cl16 (Rev.7-93)
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