CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Depariment Crime Laboratory /ﬁ Ll

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance® for the Intoxilyzer 5000 Serial Number
CY-00/279 6 (#f ) mainiained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A A C. R9-14-404.A 3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date:  Gp3/os  Call p.p2% AC Cal2 O0.079 AC

Date: @/ Z#fps Call O-0FF AC Cal2 0079 AC

Date: SV A Call _AC Calz AC
Between the dates of ﬁﬂff%}/ﬁjf and b2 FoS5
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon  A/A
The instrument was retumed to service on A

W@M

Irene Doran

/0S5

ADPS QAS Parmit # QAS 29586

SUBSCRIBED AND SWORN to before me this fe , day of
N o M 2005 .
_FFICIAL SEAL = lfj
) KATHY AL KINNEY
2 B B NOTARY PUBLIC-ARIZONA |
k 7 PIMA COUNTY

' My Co " .
- ——— 2/ 2OmM. Exp. Sept. 4, 2008 Notary Public
*Includes documents specified in A A.C. R9-14-404.A.6

a7

Pursuaneto section 28-1337, Arizona Bevised Stemuies, this document is & cemified duplicase of the
infarmmarion contained 10 comouter staraee devices af the Thieean Balice Miensrraanr .



EXHIBIT Q

1ok

THIS BREPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.BR.C. R9-14-404({4a)

ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE FEDCEDUREE?
INTOXILYZER MCDEL 5000F

AGENCY  Tucson Police QA SPECIALIST {{f,VVi G’i((‘ﬁﬁrﬂﬂ A88¢7
(8tint Na

INTOXILYZER SERIAL %  (34- 00|22 {_#8-) LOCATION Aﬂ,b
DATE ’-!!5 ne 1% &g’ 2005 TIME [1:i33

V## Display reads "“READY TO START" or ™MPUSH BUTTON TO START

TEST. -~

DIAGNOSTIC TEST
v DVM Test check. Sstting should be between 200 and
.B00. Mode selection switch 52 on; 51 and 53 off er

keyboard menu selecticn “H". Reading is L 335

Wfr Display Test check. Mode selection switch 51 on and §52
and 53 off or keyboard menu selection “V™.
Printer Test check: Mode selection switeh 51, 52, 83
cff or keyboard menu sslection "B,

]
e

p/f‘ Clock time check. Mode selection switch 510 on or
/ kéyboard menu s£lesction “E7
Date chack. Mode selection switch 511 on or keyboard

menu selection “E”.

QPERATIONAL TESTS
v Alcohol free subject Test result 0. 000 AC
v Error recognition logic system functiening
Invalid test printed »~
V/ Proper sample recognition system
Invalid sample printed «~
Deficient sample printed v

N/A Completeness of sample purge with cellection tubar*
L~ Calibration standard 0.080 AC
results: 0.N0FFAC aud 0.0 T4 AC
Instrument operating properly and aceurately. YES MO
COMMENTS :
L

= o |
0. §/A alcohol concentration Standé:L collected for subsequent
analysisg.*#*

*WITH OR WITHOUT VAPOR HECIRCULATION AND WITH OR WITHOUT REIBOARD
**THIS STEP IS ONLY REQUIRED 1IF THIS DEVICE IS BEING USED FOR
SAMPLE CAPTURE.

DHS/DSLE/Form C117 (Rav. 7-93)

Pursuant 1o section 28-1327, Anzona Revised Stanmes, this document is & certified duplicate of the information contained in computer
arorage devices of the Tucson Police Department.
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Pursuant 1o section 28-1327, Arizona Revised Stanues, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.
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1327, Arizona Revised Statutes, this decument is 2 certified duplicate of the information contained in computer

the Tucson Police Department.

Pursuant to section 23-
storage devices o
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Tucson Police Department Crime Laboratory
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3%.1327. Arizona Revised Starutes, this dosument is 2 certifed duplicats of the information contained in compuler

storage devicss of the Tucson Polics Depanment.

Pursuant to section
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THIS REPORT PREPARED PURSUANT TO DUTY INPOSED BY
A.A.C. R3-14-403 (A)

STANDARD QUALITY ASSURAWCE BIO
T *I B MOQDEL 5000

STANDARD CALIBRATION CHECK PROCEDURE

Agency Tucson Police Department Date (9,2,? ZQOS Time ”¥33
Intoxilyzer Serial ¢ 64#&;{”12_(.9 (:ﬁ'ﬂ) Location Lok

DL Specialist 'f..‘- C'] {{ e

QR 5§ JALrry Qe fjﬁs 2884t

| Brint MNam2)

Pour a standard alconol solutbtion of knewn valus iato a
clean dry simulator jér and assemble the simulator
Insurs that a2 Cight seal has beesn mads.
Standard value: 0.0 AC

( V/i 2. Turn on the simulator and allow fthe tesmpsratdrce Lo

reach 34°C+.2%.

{ Mx; 3 Set Intoxilyzer mods sslection in the BRCA mode by
switching mode selection switch #% on or selecting MC”

//’ on keyboscd menu:

{ ] 4. Xttach simulster to the simulator entrince port on the
Into®ilyzsr.

[Vﬂff 3 Intoxilyzer 5000 display reads "“READY TO START” or
“BUSH BUTTON"™

tb/VT. B Push Start Test button or prass enkter an kevboard.

[h/Pﬁ 7. . ITnsert gard in: responses to display

Wi 8 Air blank completed.

Wy 9 Calibratien chack completed.
Test rcesults 0.0FFAC awd 0.0T9 AC
Air blank completed.

X
A5

I11l. When display reads Tast Cnmola:e remove evidencs cazd.
Attach the card to the completed checklist.

Return mods sslection switch £9 to off position after
all calibration checks are complete or type Q and enter
an ksyboarcd

SIGNATURE /_21{(/1/.4 ([.

*WITH QR WITECUT VAPOR ELCIRCULATIGN AND WITHE OR WITHOUT REEYBOARD

j\
e
]

OHS/DSLS/Form Cl16 (Rev, 7-93)

Purzpant to section 28-1327, Arizona Revised Starutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucsan Polics Daparmment.
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TUCSON POLICE DEPARTMENT 7%
CRIME LABORATORY

INTOXILYZER SERVICE RECORD

Date: Ze -27: 200 5
QAS: T{rv’u & m”%aﬁ,_g?ﬂﬁ ¢t

[ntoxilyzer Serial Number: (g_"[ 00)12 6 (‘ﬁ‘ 8\ e

Reason For Service: ’EKOU&J/L'(: '}'D Z\_&b ~F)w "DVIA'/"V i)y
by Sqt. [eotand

Date Out of Service: U//jr

Calibration Check completed prior to removal from sarvice
Date: “ J’ :

SQAP completed prior to removal from service

v N [A

Corrsctive Action: [ ] Sentto Applied Electronics

'Pw%med wfs thalks. AUl printed logibly, WMo prinks

_Dyvor (h Ll b b neJ 0 B on

b-23-2005.

Pursuznt to section 281327, Arizonz Revised Statutes, this document is a certified duplicate of the information contained in
computer starapge devices of the Tugson Police Deparmment.



