. Tucson Police Department
Crime Laboratory
270 S. Stone Avenue
Tucson, AZ 85701-1917

August 16, 2004

Applied Electronics

448 Grand Avenue

Eagle, CO 81631

To Whom It May Concern:

Enclosed is Intoxilyzer 64-002505 (#11). We pulled this instrument for preventive maintenance.
When set in DVM mode, the reading fluctuates (.255-. 271).
Please optimize and/or repair as necessary.

e 7

ene Doran
Criminalist/QAS
520-791-4494




CUSTOMER SERVICE

REPORT
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ATTEN: ) ’ P.0. NO. ATTEN:
PHONE ( ) PHONE ( )
EQUIPMENT RECETIVED INVENTORY
me. 5000 CARRY ING CASE 0 EXTENSION CABLE O KEYBOARD/ CABLE ,\é
SERIAL NO. b1 -0O0D 2505 ECM CABLE ] TUNING FORK POUCH 0 PAT BOX ~ 0
ANTENNA SER.NO. REMOTE LOCK O TUNING FORK POUCH U SIMULATOR U]
ANTENNA SER.NO. DASH BRACKET J BATTERY PACK ] BREATH TUBE
E.C.M./VM SER.NO. DECK BRACKET ] BATTERY CHAR ] 0
TUNING FORK SER.NO. BAIL BRACKET O A/C PONRE<CORD N0, D) . O]
TUNING FORK SER.NO. DESCRIPTION OF CHARGES —————PART NO.| QTY [UNIT PRICE! TOTAL
MISC. SER.NO. Ceperes vor oo 7 | |
' Saures _£oop ]
FCUSTQMER COMPLAINT / SERVICE REQUESTED C YDW.B.VIE L /
eed preverk men -
DA L luctualee 255 =27/
CORRECTIVE ACTION TAKEN . N Coldorxen (o x [
J mVD . N(\Orxn\.\ O\u\wv .
- . TOTAL PARTS
OUres 3,0 s TOTAL LABOR
opgics 2 Frivhia . TAX
Tert God olilosw INSURANCE/ SHIPPING/HANDLING
< TOTAL ‘ _

FACTORY AUTHORIZED WARRANTY

. SERVICE FACILITY FORALL
CRAL . MDH .. ive

—1
&vav:muwmoaoz.nm. INC.]

440 NOAND AVE o P O ROX RRR

FAGIF CO R1631 « Phone: {970) uww.m»m'



fﬁ /B \CrLIEy / —LECTRONICS JA Y
T .
W PO.NOX B« FAGLE, G 31631 Phone: (970) 328~5f120

STATEMENT o SERVTCE WARRANTY

Applied Electronics varrants (hat any ¢component having been
replaced, to be free of defects in material and workmanship
- for a period of 90 days from dafe of dnlivery to itsg customer.
i .. This warranty is limitegd to- only components that have been o
"t replaced during the repair ol vaur prodact. Applied Electronics’
* obligation is limited to repairine

or replacing as we may elect
of any component covered undrr hi sArvice warranty, S

Any parts or COMPONENMLSs consice o
shall be returned freight

covered by this warranty“;ﬁ
Return freight shalj;

Prepaid Lo Auplied Electronics,
he paid hy Appliern Electronics.

This warrnaty may be: voidad it .

_ product has been adveréély;-
effected or tampered with in

ANV vy

.. T e Lo
e original manufacturerS;A
@d Electronics be liable for:
ANy such defective component -

This service warranty is separate from th
warranty. 1In no event shall Appli

any loss or damages arisinag ol o r
Or workmanship.

CERTIFICATE OF
CALIBRATION

This is to certify that the calibration of INTOXILYZER®
serial number (o {-002.5 , was tested and found to be in compliance
with the National Highway Traffic Safety Administration Standard
for Devices to Measure Breath Alcohol
(3.8 ER., No. 212 30459-30463 Nov. 5, 1973.)

ekl 31,209 s . sre L)

Technician

—1 7
/74 \PPLIED | —LECTRONICS

Factory Authorized Service Facility For CMVMPH Products




BXZIZIT Q

. TETS REPORT PREPARED PURSUANT TO DUOTY IMP08ED BY
A.A.C. R9-14-404 (A7)

ARIZONA DEPARTHMENT QF EHEALTH SERVICES

STANDARD QUALITY ASSURANCE paoczocazsﬁ$(
INTOZILYZER MODEBL 50Q00%* \

AGENCcY Tucson Police QA SPECIALIST Sng (combs Y6160

(Print Name)
INTOXILYZER SERIAL #
DATE szzfimi,u 9

#1) 1ocatrov_ L
v// Display reads

TIME 0729
EADY TO START" or "BUSH BUTTON TO START
TEST."

DIAGNOSTIC TESTS

DVM Test check. Setting should be between .200 and
_6§00. Mode selection switch S2 on, S1 and S3 9ff or
xeyboard menu selection "H". Reaading is

Display Test check. Mode selection switch S1 on and S2
and S3 off or keyboard menu selection "V".
v Printer Test check. Mode selection switch S1, S2, ST
' off or keyboard menu selection "P".
v// Clock time check. Mode selection switch S10 on or
/// xeyboard menu selection "E". ‘
Date check. Mode selection switch S1l1l on o
menu salectlion "E".

H

xeyboard

OPZRATIONAL TESTS
Alcohol free subject Test result 0. Q000 ac
v Error recognition logic system runctlonlnq
Invalid test printed
o Proper sample recognition system
Invalid sample printed/
Deficient sample printed.,”

N/A Completeness of sample purge with collection tubex*=*
z: Calibration standard 0. (0RO AC
Results: 0.01%AC & O. 07‘7& /
Instrument operating properly and accurately. YESY NO

COMMENTS :.

SIGNATURE Vi

Q.Nlﬁ alcogol
.ana ysis. %2 °

*WITHE OR WITEHOUT VAPOR RECIRCULATION AND WITH OR WITEOUT XEYBOARD
**THTS STEP IS ONLY REQUIRED IF TEIS DEVICE I8 BEING USED FOR
SAMPLE CAPTURE.

ncentration standard collected for subsequent

DHS/DSLS/Form C117(Rev.7-93)
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SMH 6U-BB2585 39/89/84:&“
EY7.8a - - griuz
INVALID TEST
SAMPLE INTRODUCED
AT IMPROPER TIME.
1
A 1

SUBJECT'S NAME
TIME ARST OBSERVED INSTRUMENT LOCATION
OPERATOR

ADDITIONAL INFORMATION AND/OR REMARKS

INTOXILYZER" INSTRUMENT PRINTER CARD m

- - €' 1986 by CMI INC. —

AN




BEXHIBIT P

THEIS REPORT PREPARED PURSUANT TO DUTY IMPOBED BY
A.A.C. R9-14-404(2)

ARIZONA DEPARTMENT OF HEALTH BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000%

STANDARD CALIBRATION CHECK PROCEDURE &p

Agency _Tu_cwiggfgp_amnkenﬁ Date ‘3 'i’bq Time Q?Zﬁ
Intoxilyzer Serial# t ~oozS(*1) Location _ LA
QA Specialist HaO

(Print Name)

( v/7) 1. Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.

Standard value: 0.0%0 AC

{ v} 2. Turn on the simulator and allow the temperature to
reach 34°C+.2°C.

( ) 3. sSet Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"
on keyboard menu.

( v) 4. Attach simulator to the simulator entrance port on the

' Intoxilyzer.

1 ) 5. Intoxilyzer 5000 display reads "READY TO START" or

"PUSH BUTTON".

. aé ./) 6. Push Start Test button or press enter on keyboard.

Vs ) 7. 1Insert card in response to display.
A ::j 8. Air blank completed.
) 9. Calibration check completed.
Test results 0.078AC40.019 ac
1 v7 10. Air blank completed.
T ~) 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
( v 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter
eybogrd. :

-SIGNATURE

*WITH OR WITHOUT OR RECIRCULATION AND WITH OR-WITHOUT KEYBOARD

DHS/DSLS/Form C116 (Rev.7-93)
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