CERTIFICATION by CUSTODIAN of RECORDS/LO.-]\
'|.

Tucson Police Department Crime Laboratory

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance® for the Intoxilyzer 3000 Serial Number
[H-—RAD5 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404_ A 3,
tor a 0.080AC solution are 0.070AC to 0.090AC.

Date:  /a/ac/od Call 0.073 "AC Cal2 f.073 AC

Date: J'/JCIJDE Call D079 AC €2 067¢ A€

Date:_ NJA Cal 1 AC Cal2 AC
Between the dates of .*’5’_/5?0/ oY and __ / Zf ‘,?/ B3

the instrument was working properly and accurately. J

The instrument was out of service for repair from ‘MX "

to

d Jﬂﬂifﬂl‘ L. Coombs

ADPS QAS Permit # QAS 29886
SUBSCRIBED AND SWORN to before me this < , day of

Feheouoea, ,20p s.
i

Notary Public  same.  GLFFICIAL SEAL \
BIONKATHY A. KINNEY

=) NOTARY PUBLIC-ARIZCHA

PIMA COUNTY

My Comm. Exp. Sept. 4, 2008

*Includes documents specified in A A.C. R9-14-404 A6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.
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= Pursuant (o section 281327, Arizona Reviasd
Siatutes, this document is a cerlified duplicate of “"‘gd‘#
the information contained in computer storage
devices of the Tucson Police Department.

TUCSON PFOLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD
- AN

Dace: L/ ]o5
‘ )

[nroxilyzer Senal Number, (2 =00 5@5—{- /
QaAS: %‘Lr_’f Jerry Ohara  FREISE F6 TO
\@AS perrmit # 7887 initsad

Problem Descnprion:

}/farsc%n/g, goes _not guifsmatically updafe

If the instrument is taken ourt of service, complete the following:

Date out of service Aj/4

Il Calibration Check completed prior to removal from service:

0 Yes Date: 0 No

| SQAP completed prior to removal from service:

| O Yes Date: 0 No

| Date returned to service:  A/4

Corrective Action Taken or Repaurs:
Dpen side panel and rotak yrar dial (unps) 70 S
7 o

54._ . _—;EH—_J




Pursuant to section 28.1327, Anzona Hu:'f_m.:l
Sratutes, this document is a certified duplicate of
the informalion contained in computer storage
devices of the Tucson Police Departmant.
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THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
=404 (&)

ARIZONA DEPARTMENT OF HEALTH SEAVICES

“
STANDARD QUALITY ASSURANCE PROCEDURES K?
INTOXILYZER MODEL 3000*

AGENCY Tucson Palice QA SPECIALIST \Jﬁﬂﬂ#}f p@mhﬁ 4&;@,0

(Primt Nams)

INTOXILYZER SERIAL # {gL{- OOZ2sbs (‘*hﬁ) LOCATION QN

DATE o AU | 9 Zo0S.  TIME 577

vl Display reads “BEADY TO STARTY or “PUSH BUTTON TO START

TEST=

DIAGNOSTIC TESTS 2

15 DVM Test check. Setting should be betwesn .200 and H
-600. Mode selection switch 52 on, .51 and S3 aff or

keyboard menu selection “H”. Reading is 2l )
B

Pl Display Test check. Mode selection switch S1 on and 52
and 53 off or kevboard menuy selection “V*.

wf’ Printer Test check. Mode selection switch 81 ‘524 83
0ff or keyboard menu selection “p*.

p/f Clock time check. Mode selsction switch S10 on or
keyboard menu selection “E”.

ij Date check. Mode selection switch Sil on or kevboard
menu selection “EY,

QPERATIONAL TESTS

Alcohol free subject Test result 0. oo AC
ég Errgr recognition laogic system functioning
Invalid test printsad
p// Proper sample recognition system

Invalid sample printed
Deficient sample printedy”
M/A Completenass of sample purge with collection tube+#
il Calibration standard 0. %O aC
Results: 0. 0754C # 0.074 AC

Instrument operating properly and accurately. YES V/ING

COMMENTS :

fl 1 A B
STGNATURE MQ’; f;lu /MC}

0. N/A alecchol (con tration standard collected faor subseguent
analysis.**

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEIBOARD
**THIS STEP IS ONLY FREQUIRED IF THIS DEVICE IS BEING TUSED FOR
SAMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev. 7-93)

Pursuant 1o section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer

storzge devices of the Tucson Police Department
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- this document is a certified duplicate of the information contained in computer

Pursuant to section 28-1327, Arizona Revised Stahmes

storage devices of the Tucson Police Department.
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PutSuar to section 28-1327, Arizona Revised Stanites, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.
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ARIZONA DEPARTMENT OQF HEARLTH SERVICES

STANMDRRD QUALITY ASSUBANCE PROCECURES
INTOXILYZER MODEL 5000+*

STANDARD CALIBRATIOMN CHECEK ’_—'-'F"J:!"I:EHE.1F".Ei/\l@mIl

Agency Tucson Police Department Date 1/!?Lﬂ5 Tims ffff?

Intoxilyzar Serial & {g‘-l—ﬂDZﬁ:}S {*"H) Location ol

QA Specialist Jenafer Crambs il
(Brintc Nam=)

| M/T 1. Pour a standard alcohol solution of known walue into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal Has besn madsas.

Standard wvalus: 0.08D .Yl

[ ¢/ﬁ 2. Turn on the simulator and allow the temperature to
reach 349C+.2°C.

( Vfi j. Set Intoxilyzer mode selection in the ACA mode By
switching mode selection switch %9 on or selscting “c*
on keyboard menu.

{ Vﬁ} 4. Attach simulator to the simulator entrance port on the

Intoxilyzer.
i v/‘y 5. Intoxilyzer 5000 display reads “READY TO START" or
“BUSH BUTTON".
w/f 6. Push Start Test button or press enter on keyboard.
7. Imsert card in response to display.
8. Air blank completed.
9. Calibration check completed.

V/] Test results 0.0THAC % D.0YY AC

10. Air blank completed.
M/} 11. When display reads Tést Complets remove evidence card.
Attach the card t¢ the completed checklist.
{ V/G 12. Return maode selection switch #9 to off position after
all calibration checks are complete or type QO and enter

an kevyb i
SIGNATURE {7 rjﬂ MS
w

odrcd
TWITE OR WITEQUT ?@GR E@IRCULETIGN AMD WITH OFE WITHOUT EEYBROARD

Nk

DHS/DSLS/Form Cll6 (Rewv. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document {s a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Reviged Statutes, this document is a cersi fed duplicate o

storage devices of the Tueson Police Department,



