EXHIBIT Q

THIS REPORT PREPARED PURSUANT TO DUTY IMPOS8ED BY
A.A.C, R9-14-404(2)

ARIZONA DEPARTMENT OF EEALTH SBERVICES

STANDARD QUALITY ASSURANCE PROCEDURES 4%“
INTOXILYZER MODEL 5000%*

AGENCY Tucson Police QA SPECIALIST Lrene DO"J” é’é’j_—;/)

(Print Name)
INToXILYZER SERIAL (2) G4 @A5/¢ LOCATION_Trdml [/ [DS)
DATE % hiigry 19— v5 Zppy — TIMECTYOY

G—— . :/G‘
‘79 Display reads "READY TO START" or "PUSH BUTTON TO START
TEST."

DIAGNQSTIC TESTS _
DVM Test check. Setting should be between .200 and
.600. Mode selection switch S2 on, S1 and S3 off or
keyboard menu selection "H". Reading is . 35.3
:zflf/’ Display Test check. Mode selection switch S1 on and S2
and S3 off or keyboard menu selection "V".
§£§ Printer Test check. Mode selection switch S1, S2, S3
N 4 off or keyboard menu selection "P".
::fﬁ[ Clock time check. Mode selection sw1tch S10 on or
7<5/' keyboard menu selection "E".
Date check. Mode selection switch S11 on cr keyboard
menu selection "E".

OPERATTONAL TESTS
=§§; __ Alcohol free subject Test result 0.000 AC
£ Error recognition logic system functioning
Er’ /fnvalid test printed
:ﬁ Proper sample recognition system
Anvalid sample printed</s
,Deficient sample printedw4+~

N/A Completeness of sample purge with collection tube*=*
w24 Calibration standard 0. C&T
Results: 0. 07 3AC « 0. O?{/’C/

Instrument operating properly and accurately. YES __

coMMENTS: B Mpved ClarK _ahied 3 iirnwhes —
A /[0oho/ el  Subielt , Prinkec foslt—Locek
N 6?'//(41 VA, 227) /OMJ/M

SIGNATURE

Qéﬂlﬁglh:icohol concentration standard collected for subsegquent
analysis.=»#

*WITE OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD
**THIS STEP IS8 ONLY REQUIRED IF THIS DEVICE I8 BEING USED FOR
8AMPLE CAPTURE.
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SUBJECT S NAME

an.S

INSTRUMENT LOCATION

Doettnl (4633, )

OPERATOR _ \

ADDITIONAL INFORMATIOTI\’AND/OR REMARKS

INTOXILYZER INSTRUMENT PRINTER CARD ~ m
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EXHIBIT P
P o

THIS REPORT PREPARED PURSBUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(2)

. ARIZONA DEPARTMENT OF HEALTH BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000+ \

STANDARD CALIBRATION CHECK PROCEDURE

Agency _Tucson Police Department Date cQ//4/07 Time 5%22
.S

Intoxilyzer Serial#,(ig ) @%[—Qagﬁlél.oca ion __Jrama / 2]
QA Specialist Lrevle Doenin Yl 321
(Priht Name]

g/%’s 1. Pour a standard alcohol solution of known value into a

clean dry simulator jar and assemble the simulator.

Insure that a tight seal has been made.
Standard value: 0. 0&D AC

quFY 5. Turn on the simulator and allow the temperature to
reach 34°C+.2°C.

Qqéhr'B. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting
on keyboard menu.

§?/Zf'4. Attach simulator to the simulator entrance port on

' Intoxilyzer.

§4/¢¥“/ 5. Intoxilyzer 5000 display reads "READY TO START" or
"PUSH BUTTON".

\¥ﬂ6$4/<§'6. push Start Test button or press enter on keyboard.

‘v xy 7. Insert card in response to display.

‘=¥f§:ibf 8. Air.blang completed.

&St 9. calibration check completed.
Test results 0.973 v 0075 AC

P22 10. Air blank completed.

1" C"

the

oA 11. when display reads Test Complete remove evidence card.

Attach the card to the completed checklist.

$¢qu’12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter

on keyboard.

STIGNATURE m /(9"'%44_/
TN

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITHE OR WITHOUT KEYBOARD

DHS/DSLS/Form Cl116 (Rev.7-93)
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