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TEIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY

‘ A.A.C. R9-14-404(R)

ARIZONA DEPARTMENT OF HEBALTE BEZRVICES

STANDARD QUALITY ASSURANCE PROCEDURES&N\
INTOXILYZER MODEL 5QQ0=*

AGENCY Tucson Police QA SPECIALIST 4;;¥/€V7C'Z>D/af7 (?f&gé;;i;)

(Print Name)

INTOXILYZER SERIAL + 00025/ (12) LOCATION o0Ls
pATE_ ANl ¢ Y- 2004 TIME_ Q£ 30
7 '/ %ﬁ—,

‘,LO:__ Display reads "READY TO START" or "PUSH BUITON TO START
TEST."

DIAGNQSTIC TESTS
DVM Test check. Setting should be between .200 and
.600. Mode selection switch S2 on, S1 and S3 off or
xeyboard menu selection "H". Reading 1s

42) Display Test check. Mode select icn switch S1 on and S2
and S3 off or keyboard menu selection "V".
;ézj Printer Test check. Mode selection switch S1, S2, S3
off or keyboard menu selection "?'".
3#QQ:7V Clock time check. Mode selection switch S10 on or
keyboard menu selection "E". :

Date check. Mode selection switch S11 on or keyboard
menu selection "E".

OPERATIONAL TESTS

Alcohol free subject Test result 0.0D00D AC
Error recognition logic system functioning

Invalid test printed
Proper sample recognition system

Invalid sample printed —

Deficient sample printed—

N/A Completeness of sample purge with collection tubex*=*
Calibration standard 0. g5 AC
Results: 0.07¢AC <« O.0F0AC. /
YE N0

Instrument operating properly and accurately.

coments: ¥ ioved Clock abired Epan AE2E—0E3/

SIGNATU’R? W M Y S

T

alcohol concentration standard collected for subsegquent
analy515.ii

‘_ *WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT XEYBOARD

**THIS STEP IS8 ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
8AMPLE CAPTURE.

DHS/DSLS/Form Cll7(Rev.7-93)
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Tucson Police Department Crime Laboratory
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0 TEST
SEMELE THTRODUCED
AT IMFRIFER TIME.

SUBJECT S NAME

ens

TIME FIRST OBSERVED INSTRl:IMENT LOCATION

' )
wafj’ / */)

ADDITIONAL INFORMATION AND/OR REMARKS

INTOXILYZER® INSTRUMENT PRINTER CARD

© 1986 by CMIINC. ./&

R
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BXHIBIT P

THIS RBPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404 (1)

ARIZONA DEPARTMENT OF HEALTH S8ERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000% “\

STANDARD CALIBRATION CHECK PROCEDURE

Agency _Tucson Police Department Date e//756479[ Time 478?553

Intoxilyzer Serial# OY-0vA5/te (/A; Location L2DS
QA Specialist Trrenl Doran [¥©3F)

(Print Name)

QJ%T 1. Pour a standard alcochol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
standard value: 0.QF0 AC

Lqﬂ 5. Turn on the simulator and allow the temperature to
reach 34°C+.2°C.

&7 3. set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"
on keyboard menu.

/C7T 4. Attach simulator to the simulator entrance port on the

' Intoxilyzer.

L L%er‘s. Intoxilyzer 5000 display reads "READY TO START" or

“"PUSH BUTTON".

Air blank completed.

g) 6. Push Start Test button or press enter on keyboard.
) 7. Insert card in response to display.
< 8.
9

‘fgfl‘é%q Calibration check completed.
& Test results 0.076 + 0.076AC
<&z, 10. Air blank completed.

§¥ur—§¢%77 11. When display reads Test Complete remove evidence card.

Attach the card to the completed checklist.

%f&'j 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter
on keyboard. :

.SIGNATURE Wm
o>

#WITHE OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITEOUT KEYBOARD

DHS/DSLS/Form Cl16 (Rev.7-93)



ONIHWD A9 9861 O . , ONI IWD Ag 9861 O

, . ) -
. UE o OHYD HILNHd ININNHLSNI HIZAIXOLNI E h QuVO HALNIHA ININNHISNI - HIZAIXOIN
k- 0 ’ g -

N : Pk - Ay

: N ) . \\ ) . R !

7 - g —

i . .
& T . .
1] - % ’
puiey
i
|
/@ | SHVINIY HO/ ANV NOILLYIWHO AN TYNOILIOQY SHHYWIH HO/ ANV NOLVWHOINI TYNORIQaY : !
e ) H0lvy3do
NN - 12 L T~
Q i
ﬁ NOIVI01 LNIWNHISNI G3AY3SBO 1SHIF INLL NOILYDOT LINIWNHISNI QIAHISB0 LSHI IWIL
X w | . .
Y IWVYN S$.403r8Ns IWVYN S.123rans
AN
X |
TV , . !
* g -
; | »
' A i

TOAMIHLA0 LSIHDIH SHM O3LHIAd “
A07HA - ITdUES LHN3Io1430 % |

| S=izw - age- ANETE 41y sRisE  0ED” PR CRE
BLiEB TdEC 1531 L03rAnse ESIBE  HHHT 37dUBS O1THAMI |
S5iEB BeE ANETIE HTY csize epa” ANBTE A1 |

3UIL 3MTEs awg 1=31 | IMUIL 3N IuE o LE3L

HEAhT A HE :lAw\“¢|/ HEAhT . he

397 ) 13a0 =y QIS PAR-h9 HS paas 13d40d 2R
mww>umaz_gcz_ IHI T THUE IOHOTH — 23ZATIHOLHI
wt U sl .

a4 OHT O IMD S TdE0D TIHUIS HY3043 I



