CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

[ hereby certify that these documents are a true and correct copy of the

periodic maintenance* for the Intoxilyzer 5000 Serial Number
[;;4 0035/ » maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404 A 3.

for a 0.080AC solution are 0.070AC to 0.090AC.

Date: r/ﬁ‘/g;e’ Call _ 0.075 AC Cal2  £.07b

AC

Date: o?/f7/£§_ Call 2075 AKe €al2. HPyy7 Ab
Date: ;‘"U/FI - Call AC C(Cal2 AC
Between the dates of J’/FQ’/G‘J and .:3%’ ?/ﬂ;f )
the instrument was working properly and accurately.
The instrument was out of service for repair from N /fq
to

j,{,;ub Lf‘ﬁ“ﬁ“ﬂ—gj

Jenmfer L. Coombs
&/&%’/&5‘

ADPS QAS Permit # QAS 29886

SUBSCRIBED AND SWORN to before me this___ 4.3, day of

5 piMA COUNTY

* My Comm, Exp. Sept. 4, 2008

*Includes documents specified in ALA.C, R9-14-404 A6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the

information contained in computer storage devices of the Tucsan Police Department.




EXHIBIT.
THIS REBROQRT PREPARED PUZSUANT T0O DUTY IMPOSED 8Y
AL .G 13-14-404 (&)
ARTZONA DEPARTMENT OF HEALTH SEEVICES

STANDARD QUALITY ASSURANCE
INTOXILYZIEDR E 3

AGENCY __;[‘icszun Paolice QL SPECIRLIST ; Eﬂﬂh&_ﬁ f&]méi jt"ﬁ?j{ﬂi

rnToxILyzeR sErIAL ¢ [pH-00Z51l (#iz) LOCATION @;},_5
Do

ATE {br’m I~ 3% 7pps TEdE o754

lay reads “':i(.fﬁcj.:l?f TQ: START"™ orc “PUSH BUTTEOM T4 START
L

OrLsp T
TEST .
DLAGNOSTIC TESTS
v DVM Test check. Setting should be between .200 znd f
B0 . Mode selection switch 52 en, 51 and 33 off or

I
keyboard menu sslection "HY. Reading is L HYo
W Display Test check. Mods selsction switch 31 on and 52
and 53 off or Keyboard menu sslzctien "V,

-  Printer Test check. Mode selection switch ‘51, SZ, 53

off ar kKeybosrd menun sslection “pB"

v/i; Clock time chneck. Mode selection switch S10 on or
reyboard menu selesction “EY.

m/f Dat2 check. Mode selection switch 3511 eon or keyboard

OPERATTONATL TESTS
o Aleohol free subject Test result 0. o0D AC
v Error recogniticn logic system functisning
Invalid test printed
v Proper Sample recognition system
Invalid sample printedv”
Deficiant sample prlhtEdv/#

N/A Completeness of sample purge with collection tube*+
;; Calibration standard 4. g0 B
Results: 0. 075AC £ 0.077AC.
Instrument operating properly and accurately. TES u/fﬁD

comaznrs: ymoved Clock ahead 0751 = 075y

i fi S
SIGNATURE /QLAL'ALD[‘L B{/ wfﬁ

0. N/A alcohol ncentrnation standard collected for subseguent
analysis_**

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITEOUT KEYBOARD
**THIS STEF IS ONLY REQUTRED IF THIS DEVICE IS BEING USED FOR
SAMPLE CAFTUEE.

DHSMSLSForm C117 (Rev. 7-93)

Pursuant o section 28-1327, Anzona Revisad Statutes, this document 15 a cenified duplicate of the information contained in computer

storage devices of the Tucson Police Department.
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INVALID TEST

SURJECT 5 HAME

TINE 19151 CHILE S0 NEFHI.H\.‘EMT LOCANCA

HlalleO

QAERATOH

ANCITICMAL IFORMATION AND/JOR REMAFES

Pushed stard +st outton ot mmnj _
o _dime.

MTOXILYZER" MSTHUMENT PRINTER CARD m

I= & 4988 by CMIING
LW il

Pursuant to section 28-1327, Arizona Revised Statutes; this document |5 a certified dunlicate of the inform
storage devices of the Tueson Police Department. i

ation contained in computer




EXHIRIT p

THIEZ REPORT PREPARED PURSUBNT TO DUTY IMPOSED BY
A.&.Cur RI-14-40412)

ARIZCNA DEPARTMENT OF HEALTH SERVICE

L]

STANDARD QUALITY ASSURANCE PROCEDUEES
INTOXILYZER MODEL 5000%

STANDARD CALIBRATION CHECK PRO CEPJRE({I}\
Agency Tucson Police Department Date 07/1"?/&5‘ Time ©O75Y
Intoxilyzer Serizl # L,"—i 00251 {#JE_) Location ons

QA Specisza EVIM&[ ii %S

[Print Name)

i L/ﬁ l. Pour a standard alcohol solution of Known values into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
Standard wvalue: 0. 0%0 ALC

<

Turn on the simulator and allow the temperaturs to

regeh IPCEIRC.

} 2 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or seleeting Me”
on kevbeoard menu.

tfﬁ Attach simulator toe thé simulatsr entrance purt oo the

Intoxilyzer.

Intoxilyzer 5000 display reads “READY TO START” or

“BUSH ‘BUTTON".

Push Start Test butten or press enter on keyboard.

insert card in response to display.

Air blank completed.

Calibration check completed.

Test results 0.0754C *+ o©.077] AC
::} 10. Rir blank completed.

b=

N

= XEAGRNS L
2

11. When display reads Test Complete remove evidence card.
Attach the card to the completsed checklist.

12. Return mode selection switch #9 to off positicn after

all calibration checks are complete or type O and enter

o Looubs

*WITH OR WITHDU{JVAEE@HECIRCULATIDH AND WITH OR WITHEOUT EEYEOARD

SIGNATUR

K]

DHS/DSLS/Form Cl16 (Rew. 7=-93)

Pursuant to section 28-1327, Anzona Revised Statures, this document {52 cermified duplicate of the information eontained in computer
storage devices of the Tucson Police Departmen:,
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