CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory /{DH

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance™® for the Intoxilyzer 3000 Serial Number

b4- poasiu {ﬁ!l}maimained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404. A3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: 3’15{[}5 Cal 1 .07 Ac cal2 0.075 AC

Date: 4015 o5 call  0.077 AC cal2  0.075 AC

Date: N{ﬂ Cal 1 AC Cal2 AC

Between the dates of __ J/I /05 and /?{/fp’ o5

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on A / A
The instrument was refurned to service on A /A

é&m% o Lol

|
(g_}jifer L. Coombs
4019 Jos

ADPS QAS Permit # QAS 29886
SUBSCRIBED AND SWORN to beforemethis_ /9 dayof

/‘%ﬂﬂr[ 2005 .

P CFEICIAL SEAL _]
SEIRN\ KATHY A. KINNEY

(S RY PUBLIC-ARIZONA )
5" pivA COUNTY Aotz O Kinmie

; My Comm. Exp. Sept. 4, 2008 Notary Public

*Includes documents specified in ALA.C. R9-14-404 A6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.




EXHIBIT Q \ ;;[Lﬂ

THIS REPORT PREPARED PURSUANT TO DUTY IMBOSED BY
JA.C. R9-14-404 (A) :

ARTZONA DEPLRETMENT OF HEARLTH SERVICES

¥ ASSUBANCE PROCEDURE S(%\
ZER MODEL 5000*

AGENCY Tucson Police QR SPECIALIST . ]Qﬂﬂ —E&r" (\bbmbﬁ Yl o

[Brint Mame)

INTOXILYZER SERIAL # {SL-I "‘{'_‘JQESFH‘ﬁ C'H'rfl) LOCATION _._O-ha
oate Apal 1S 3 o005 TOE Jog)

p/ Display reads
TESE:"

ADY TO START" or "PUSH BUTTON TO START

DIAGNOSTIC TESTS
DVM Tesc ch=ck. Setting should be between .200 and
-600. Mode selection switch 52 on, SL and 53 off or

keyboard menu selection “H". Reading is ,HL{E .
Display Test check. Mede .selection switch 81 on and 52
and 53 off or keyboard menu selecticn “V".

Printer Test check. Mode selectien switch 5§51, 52, 53
off or keyboard menun selection MPY,

Clock time check. Mode selection switech S10 aon or
keyboard menu selectien "EY.

AR K

Darte check. Made selection switch %11 on or kevboard
mend selection “E".

%

ERATIDNAL TESTS
v~  Alcohol fres subject Test rasult 0.0ch XS
Error recognition logic system functioning
ITnvalid test printed
Proper sample recognition systen
Invalid sample prlqted v/,
Deficient sample printed
MR Completeness of sample purge with coellection tubex*
Calibration standazd 2. DRO AC

esults: 0l £
Result 011 RC £ 0.075 AC Wl

Instrument operating properly and accurately.

M

COMMENTS :

e
SIGNATURE M ﬁﬂ Mﬁ

0. N/a alcobpl cdngentration standard collscted for subsequent
analysisg.**

*WITHE OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITEOQUT HEYBOARRD
+*PHIS5 STEP IS ONLY REQUIRED IF THIS DEVICE IS BREING USED FOR
SAMPLE CAPTURE.

DHS/DSLS/Form CI117 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a cartified duplicate of the information contained in computer
storage devices of the Tueson Police Department.



| V/// =4

TN A EREL 2L

U HELMIHA INWIRELSNE G AT0LNI

SUEIATH 0SNG HOITR D Ter oo

[TIRF TR
Q9 [0)

FE W LN

T G LT e

Skt =WAL

_ cEHIaT aa@ " AMETE WIY
“ catal Hag L5311 1a3rans
CEIBT HAEm -t dNETE 419
_ ANIL  3INWA a¥d Ls3al
CEAST A
aicfpa-he M= gaas 1300M Z¥
43T LIHHE JOHGOTH — H3ZATIROLMI

SGHT IMD & <4302 TEHDIE TH43034

Swiwna A aREL = .ﬂ

QYD WA LN I NAWOMLSN M2 A TN S

V.~

3P H0Y ONY ORGPl

[FETETER ]

Q2%
RO THFANELSN !
S g

T H S LIRS

TEea
heed
||||||||||||||||||||||||| o Pl
ZmEn
Sasl
BEL
........................ _ ). 2EES
HHHHYHHHHHHHHHHHHHHHHHHHHHHHH AR
III_.:.:._T_IIIIIIIIIIIIIIIIIIxIIIII
HHHHEHEHHHHHHHHHHHHHHHHHHHHHHHHHH
HHHHHHHHHHHHHHHHHHHHHHHHHHHHAHA - -
HHHHHHHHHHHHHHHHHHHHHHHHHHHHHHH

HHHHHHHHHHHHHHHHHHHHHHHHHHHHHHH

3333333333333333334333333333333
3333333333333333333333333333333 75 s
3333333333333333333333333333333 . |
33333333333333933333334333334333 :
33333339333333333333333333333333 ]
33333933333333333333333333333933
28:81 “ 28" N3
SH/GT/hE g1cEaB-he HE

Pursisant 1o section 28-1327, Arizona Revised Starutes, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.
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EXHIBIT P

" THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
BB C. R9-14-404{A)

ARTIZONA DEPRARTMENT OF HEALTH' SERVICES

STANDARD QUALITY ASSURANCE PREOCERURES
INTOXILYZER MODEL S000%

STANDARD CALIBRATION CHECK PROCEDURE &fﬁ

Agency Tucson Police Department Date L'fhﬁ'/ﬂf;" Time |po]

L)

Intoxilyzer Serial #§ jﬁ{—ﬂhzﬂ{_ﬂ (#(2) Location OMS

QA Specialist __A__o—nn‘xpﬂr C@_ﬂ;bﬁ LUlp 1 (oD

(Print Name)

N

Pour a2 standard alcohel solution of kneown walue into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has besen made.

Standard value: 0. RO AC

( 2. Turn on the simulator and allow the temperature to
reach 349C+.2°C.

[ 3. Set Intoxilyzer mede selection in the ACR mode by

switching mode selection switch 29 on or selecEing Vg
on keyboard menu.

4. BAttach simulater to the simulator entrance port on the
Intoxilyzer.

5. Intoxilyzer 5000 display reads “READY TO START” or
“PUSH BUTTON":

6. Push Start Test button or press enter on keyboard.

7. Imsert card in response to display.

8. Air blank completed.

9 Calibration check completed.

Test results 0.0T7AC 40.075 AC
10. Air blank completed.

11. When display reads Test Complete remove evidence card.
Attach the card te the completed checklist.

125 Return mode sslection switch #9 to off position after
2ll calibratien checks are completé ar type Q and enter

on vhoacrd.
Q.?. CM‘S

*WITH OR HITHO@E VAP RECTRCULATION AND WITH OR WITHOUT EEYBOARD

VRN R
FRAANAN XS

\

SIGHNATURE

DHS/DSL3/Form €116 (Rev. 7-93)

Pursuant to section 28-1327, Anzona Revised Statutes, this document is a cerified duplicate of the information contained in computer
stornge devices of the Tucson Police Department.
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Pursuant to section 28- 1327, Arizona Revised Statutes, this document is a certified duplicate of the informiation contained in computer

storage devices of the Tucsen Police Department.




