CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

I hereby certify that these documents are a true and correct copy Of‘[hE/{j\\
periodic maintenance® for the Intoxilyzer 5000 Serial Number

(- {)@jféfg_ﬁ} maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A.3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: /A/29/0% Call ¢.072§ AC Cal2 0-057 AC
Date:_y /2 (/05 Call g-077 AC Cal2 0.07F% AC
Date: /Y4 Cal 1 AC Cal2 AC
Between the dates of /2 /29 /0% and __ /fan /05

the instrument was working properly and accurately.

The instrument was out of service for repair from /4
to :

Irene Doran

ADPS QAS Permit # QAS 29586
SUBSCRIBED AND SWORN to before me this CP , day of

Fehruan 2003,
T‘Jrr’l}

5

S5 pIMA COUNTY

OFFICIAL SEAL

HOTARY PUBLIC-ARIZCHA—

My Camm. Exp. Sept. 4, 2008 ary Public

*Includes documents specified in A.A.C. RS-14-404.A.6

Pursuant to section 28-1327, Arizona Revised Statutes, this decument is & certified duplicate of the
information contained in computer storage devices of the Tucson Police Deparmment.
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Pursnant to section 28,1327, An _ )
Stalutes, this document is 2 certified duplicate of Q—""'
the information contained 0 computer storaze L
dievices of the Tucson Police Depariment.

TUCON FOLICE DE PARTME WT

INTOXILYZER SERVICE RECORD

/{:'U\

ae; f/,{/{)f ===
Latoxilyzer Senal Number: Y —0@&445?/##3)
QAS: Oeer Jerry Chara FRE35E FC [ -O
Oﬁjﬁg crrit 2 ATEE FE iy ed

Problem Descnprion:

Year 55:‘%7}?51 a0es not  gutomatically wpdafe

| Calibration Checlk completed prior to removal from service:

‘ SQAP completed prior to removal from service:

« || Corrective Action Taken or Repairs: ' ‘

‘ O Yes Date: O No | ‘

Date returned to service: A/ 4

If the mnstrument is taken out of service, complete the following:

Date out of service al/4

O Yes Dare: O No -

Open_side pane! and rofall yrar clial (unpls) 70 S




Pursuant to section 281327, Anzond Revised

Statules, this document 15 & certified duplicate of
{he information contained in compuler sloTages
devices of the Tueson Police Diepartment.
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THIS BEPOET PREPARED PURSUANT TO DUTY IMPOSED BY

STANDCARD QUALTTY ASSU EE
INTOXILYZER MODEL 5000

ene Doran Y33/

(BErinE Mames)

RGENCY Tucson Police O SPECTALIST

INTOXILYZER SERIAL *# {H— ;ga){ﬁgf( &

LocatIon  DUT HY
DAT Janu ﬂ#l{:;”.ﬁ ,,3 L2009  TIu [030
i

L Display r=ads “RE%DV TO START” or "PUSH BUTTON TO START

lu\-f FJ

TEST
&
DIAGNOSTIC TESTS )

o D¥M Test check. Setbing should be bstwssn .200 and '
.00 . Mode s=lection switech 32 on, Sl and 83 off or
keyboard msnu sslaction “HY. Rsading is if-’?sﬂ 3 i

< ODisplay Test chack. Mode sslection switch 51 an and 52
and 53 off or keyboard menu selection "W,

I Printetr Test check. Mode salection switch S1, 52, 853
ocff or kesyboard menu selscgion “B”

V/’ Clock time check. Mode selestion switelh 510 ‘oo az
Keyboard menu selsction “EM.

o Date eheck. Mode selection switch 311 on or keyboard

menu sslsctispn “ET.

OPERATICNAL TESTS
v Alcahol free subject Test result 0.4090 ac
Error recognition logic system functioning
Invalid test prinkted
,/f Proper sample recognition system
Invalid sample printed
Daficient sample printed ¢

N/RA Completensess of sample purge with collacticn tube**

Calibration standard 0. 0 aC
Results: 0. OFFAC. ~+ G.OFEAT
Instrument operating properly and accuratsly. YES bffHD

COMMENTS: 7 First=77rn € St st 12vmed 077 . J7 WES i
dlsplay mode (CYPH THOUG h Sy frivs Jﬁawmfﬁﬁ—"fwﬂaﬁ-—)
Eig cel Or 25, : 247
Fungcifron ﬁﬂdﬁtc:ufzr/ es17as
i s~

0. N/A =zlcohol concentration standard collected for subsequent
analysis.**

SIGHNATURE

*WITH OR WITHOOT VAPOR RECIRCULATION AND WITHE OR WITHOOT KETBOARD
**TETS STEP? IS ONLY REQUIRED IF TEIS DEVICE IS BEING USED FOR
SAMPLE CREPTURE.

DHS/DSLS/Form C117 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storages deviess of the Tusson Police Deparmment.
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e
EXHIBIT P a

TH1IS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
AA.CL RE~-14-404 (A)

ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000+

STANDARD CALIBRATION CHECK PROCEDURE /‘-:bh\

|

BRgency Tucson Pelice Department Date f/a?@fgﬁ‘ Tims fﬁig}
Intoxilyzer Serial £ qu_pgggge:;( ﬁf:‘j‘) Ldcation fpwf HEO
QA Specialist Lrene Doran Y33/

{Print MName)

i

! V/J 1. Pour a standard alcohol solution of kaown value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been mada.
Standard values: 0. J§D AC

( u/} 2, Turn on the simulator and allow the Cemperature to
reach 348C+. 2900

( u/] 3. Set Intoxilyzer mode selection in the ACH modse by
Switching mode selection switch £#9 on or seleoting “We
ol kevbeoard menu.

iL/] 4. Attach simulator to the simulator entrance port on the

‘/ Intoxilyzer.
{ v!’ 5. Intoxilyzer 5000 display reads “BEADY TO START™ or
“"PUSH BUTTOWN".

qu/:ﬁ . Push Start Test button or bress anter on keybosrd.
fv/J) 7. Insert card in response to display.

tu/;) 8. Air blank completed.

iv/ ) g Calibration check completed.

‘// Test results 0. g??‘-?yrﬂy-{]ﬁ'?f' AC
“/'w% 10. Rir blank completed.

i 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

i V{ﬁ 12. Return mode selection switch 45 to off position after
all calibration checks are complete or typs 0 and enter
an keyvboard.

SIGNATURE %(_M_,&,— g@W-m

o

*WITH OR WITHOUT VAPOR RECIHCULATION AND WITH OR WITHOUT REYBOARD

DHE/DSLS/Form C116 (Rew. 7-93)

Pursuant to sectlon 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Revised Statutes, this document i5 a ¢ertified duplicare of the information contained in computer

storage devites of the Tacson Police Diepartment.




