CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory @‘\{

I hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 3000 Serial Number

b¥-00 X654 @“/’3} maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404. A 3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: S/23/05 Call o.p025 AC Cal?2 o007 AC

Date: 3/R¢/05 Call & 07& AG Calz. 8.977F AC

Date: VA Call AC C=gl2 AC

Between the dates of  S/H3/05 and I Y05
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on ara
The instrument was returned to service on A4

Eﬁﬂba(%’}m

Irene Doran

SR Y5

ADPS QAS Permit # QAS 29586

SUBSCRIBED AND SWORN to before me this__ 24 , day of
— OFFICIAL SEAL Naceh 2005
"\ KATHY A. KINNEY =

=%\ NoTARY BUBLIC-ARIZONA
5/ PIMA COUNTY. WKt B iansat o

Notary Public

*Includes documents specified in A.A.C. R9-14-404. A6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Palice Deparmment.
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/77 bos
EXHIBIT ©Q

THIS REPORT PREPARED PURSUANT TQ DUTY IMPOSED BY
A A.C, R9-14-404 (R}

ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES ('-b\\
INTOXILYZER MODEL 5000%

AGENCY _ Tucsen Police QA SPECIALIST [“yepnc Porwsn %33y
{Print WName)

INTOXILYZER SERIAL § [%¥-002059 (;#fﬁ) LOCATION Dfi?iﬁﬁp
DATE MarihAY J,,Er Jope TIME 1/

u// Display reads “RERD& T2 STARTY '‘or “PUSH BUTTON TO START
TERTL

DIAGNOSTIC TESTS

[Vl DVM Test check. Setting should be between .Z200 and
L600. Mode selection switch S2 on, 51 and 853 off ar

keyboard menu selection “H". Rsading is Eﬁﬂ .

»./ Display Test check. Mode selection switech 51 on and 52
and 53 off or keyboard menu selection “V7.

- Printar Test cheack. Mogde selection switch 51, 52, 53
gff or keybozard menu selection “B".

.// Clock time check. Mode selection switch 510 on or
keyboard menu selection “E.

._// Date check. Mode selection switch 211 on or kevboard
menu selection “E".

OPERATTONAL TESTS

15 /  Alcohel free subject Test result 0.000 ac
Error recognition logic system functioning
Invalid test printed
L/ Froper sample recognition system
Invalid sample printed, -
Deficient sample pr:i_nl:e:t../
N/A& Completeness of sample purge with collection tube**
,iq? Calibration standard 0. 65D AC
Results: 0. 0FEAC. o« poteAdr— &D;#ﬂm_
N0

Instrument operating properly and accuratell ye?d YES

COMMENTS :

SIGNATURE Z@m&iw

0. N/A =&alcohol concentration standard collected for subseguent
analYSLs el

+WITHE OR WITHOUT VAFPOR RECIRCULATION AND WITH QR WITHOUT EEYBEOARD
**THIS STEP IS5 ONLY REQUIRED I1IF THIS DEVICE IS5 BEING USED FOR
SAMPLE CAFPTURE.,

DHS/DSLEForm C117 (Rev. 7-03)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Revised Starites, this document is a certified duplicare of the information contained in computer

storage devices

[ir
|



Ei@ I

SORT

Tucson Police Department Crime Laboratory N

sy

M1 A GRGL 3

QYD WAL ININIEIEN] (T2 KT 0N

SN BID/ ONY NOLSRUCE TeRE s

)

"N D R aaBL

,.‘E | Y HEIMIHA NI LSRR A AT OLN

11 T IO NOWDAAEDSN) d...aEE \
Bl b

UCYIEAD

\ﬂﬂﬁﬂ

[TAITE PN LTl

e

PN OGNS

AT LGHE

SE 12T aan ANEIa HIY
FeTel s HOJHT "TIEA
BE 2T Aaa " AHEIE HIY
JUIL 3NAgs D3 1531
ST S8 h2SED
6CIZEA-—hG HS pEas 13000 2
AAZAIHHYE TOHODTH - $3IZATIIXOLNI

NI 1HD / “de0d MURITE

H4303d

.wum4&¢¢huv+ __ -

vl &S

. o

by 3 YNETE WIY

crel pan 7
_mmumﬁ ale’ %23HI, T HD
gg 21 paa gz¢4m MY
UL nu:JE} av8 u.wmmy
ca/hE /LM

6CO20E- mwx p@Eag 113000 Z9

437 ABNY 0HNDTY — ¥3ZATTIROLNI

AN 1ud /A .mm_ﬁ_n_ AHNDIS Jﬁmmmum -r

tion containsd in compuisr

& informal

dupticare of th

=i

-1327, Arizona Revised Stanntss, this document js.a ¢

5 Dithe Tucson Palics Decanment

Pursuant to section 28
loraes dewvics

]




g b

<4

SH 54-0B2559 B3/24/85
EL7. 82 183 39
[HYALID TEST

SAHPLE [HTROOUCED #,(3

AT INPROPER  TIRE.

_. 'ﬁﬂ e ——
it

= TIE FIRGT ORSEINTL ra IN'FI'HIJMEhT iI:HJ-Tl:P‘J

=

*t‘/ﬁ-é.?' / ’

| = "

'1l=H!ﬂf‘“

JNWMLYIEHS‘INSFHUM:*.TPHJMCMk T ‘\‘_ ,_._' 7
i i

._n‘

b= .199& aMILING -
ﬁ by ¥ar

e L o —




59 4
EXHIEBETT D A

THIS REPORT PREPARED PURSUANT TOQ DUTY IMPOSED BY
A.8.C. RB-14-404(R)

ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY RSSURANCE PROCEDURES
INTOXILYZER MODEL 5000+%

STANDARD CALIBRATION CHECE PROCEDURE &ﬁk

Agency Tucson Police Department Date k}bQJVAESF Time

Intoxilyzer Serial # Q%’Q&Q{!fﬁj (#L.fj‘) Location Dﬂfﬁl'ﬁ?
= 4

QA Specialist Jrene Doran 833/

{Print Name)

{ w/# 1. Pour a standard alecehel seluticn of known walue inte a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has besn made.

Standard value: 0.0§0 AC

() 2. Turn on the simulator and allow the Temperature to
reach 34°C+.2°9C.

[ L/G 3. S5et Intoxilyzer mode selaction in the ACA mode by
switching mode sélection switeh 79 o6n or selecting “C*
on kevboard menu.

{ U/J 4. Attach simulator to the simulator entrance port on the
Intoxilyzer.

[wl/{ 5. Intoxilyzer 5000 display reads “READY TOC START"” or
“BEOSH BUTTON™.

6. Push Start Test button or press enter on keyboard.
7. 1Insert card in response to display.
{L/bx 8. PRir blank completed.
8. Calibration check completed.
Test results 0. OF% « O0.0F 7 AC

iqu% 10. Air blank completed.

{ Mb4 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

[ bff 12. RBeturn mode selection switech #9% to off position after
all gcalibration checks are complete or type 0O and enter
on keyboard.

SIGNATURE M W
{J-l'

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD

DHS/DSLS/Form Cl116 (Rewv. 7-93)

Pursuant to section 28-1327, Arizona Revised Stanutes, this document is a certified duplicate of the information contained in computer
storape devices of the Tucson Police Department.
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27, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.

Pursiant to section 28-13




