CERTIEICATION by CUSTODIAN of RECORDS

Tucson Police Departiment Crime Laboratory

T

[ hereby certify that these documents are a true and corrset copy of the
periodic maintenance® for the Intoxilyzer 5000 Serial Number

-002 ff’f}_?@.jj_ maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) testad the instrument on the following
dates. The acceprable accuracy limits, as defined in A.A.C. R9-14-404.A5,
for a 0.080AC solution are 0.070AC to 0.090AC,

Date:_¢/99/6S Call_@.079 AC Cal2 0050 AC

Date: A A Cal | AC Cal2 AC
Date: A4 Cal 1 AC Cal2 AC
Between the dates of AL ~+ and __A/A

the instrument was operating properiy and accurately.

The instrument was taken out of service for repair on 5/15/65
The instrument was retumed to service on C/RI/p5

S i

Irene Doran

/0S5

ADPS QAS Permit # QAS 29586

SUBSCRIBED AND SWORN to before me this £ . dayof
i ) sy 2005 .

GFFICIAL SEAL '

43\ KATHY A. KINNEY -

3| NOTARY PUBLIC-ARIZONA
PIMA COUNTY

%y Camm. Exp. Sept. 4, 2008 Notary Public

*Includes documents specified in A .A.C. R9-14-404 A6

Pursuant to section 28-1327, Arizona Revised Stamutes, this document is 2 camifisd duplicate of the
informardon contained in computer stornee devices ofthe Tucson Police Deparmmeant.



EXHIBIT Q fﬂ‘p(p

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY 'TSL’

T
=t

{RIZONA DEPARTMENT OF HEALTH SERVICES jﬁf

STANDARD QUA

ASSURANCE PROCEDOUHRES
LNTO? R

ITY
LYZER ‘HMODEL 5000

b

i

AGENCY  Tucson Police QA SPECIALIST ,.r‘-ff,lrrq (:L{ﬂi&ﬁ AP0+

TPrint nide)

INTOXILYZER SERIAL & é,l-,f CEJZ{; 59 @133) LOCATION
DATE  June 29 ‘}El. 27 005  TinE 18:06

- Vf__ Display reads “READY TO START"” or “PUSH BUTTON TO START
TEST . ™

DIAGNOSTIC TESTS
DVM Test check. Setting should be betwesn 200 and
.800. Mode selection switch 52 on, 51 and 53 off or
keyboazd menu selection “H". Reéading is 3@?— ’
Display Test check. Mode selecrion switch 51 on and s52
and 33 off or kevboard menu selection ™W7.

Printer Test check. Mode seleaction switch S1, 52, 53
off or keyboard menu selsct
Clock time check. Mode selection switch 510 en or
keyboard menu selection “E

\R\\ \

Date check:. Mode selection switch S11 on or keyboard
men selsction “E™.

CPEEATTONAL TESTS
v’ Aflconol free subject Test result 0.000 AC
Erxrror recognition leogic system functicning

Invalid test printed
pfff Proper sample recognitien system

Invalid sample printed L —
Deficient sample printed
N/R Completeness of sample purge with caollesction tuba*#
Calibration standazd 0.0P0 AC

Besults: 0. 0%4—6 + 0.080 AcC.
YES _{ND

Instrument operating properly and accurately.

COMMENT S

SIGNATURE (/_2'&/'/\4 (Lﬁﬁz{")r

#/A alcohol concentration srandard collected for subssguent
analysis.*®*

*WITH OF WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT REIBOARD
*#*THIS STEP IS ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
SAMPLE CAPTURE.

DHS/MSLSForm C117 (Rev. 7-93)

Pursusnt to seetion 28-1327, Arizona Revised Stanmes, this document is a certified duplicate of the information contained in computer
starape devices of the Tucson Police Department.



- . .
(R R A

[T MRN8 ANTIELESTT HIZANOLM

s IH B ONT NOUAHD 49 Tyl L IO

I EA L

LhRQC

TR LR LI AL

iy a0 s RSTEL SR

AR S TS

T+ I% T —wnQd

AHETIR M

Jaagl
S e L s3] - La3rsns
el SMHTE |IE
JUTL 30T, Qg k53l
Pt P == 2
£5arag-—h9 H5 BEas |_ﬂ_|...:u._._ e
5T TN THHY fH FEA T AR _.*._ ﬂ.
85 T 5 P e [~ A R SEMEAAA

S

.-I T ‘oeli vy Mot O

V[ =4

O ST ANFAINELEN BTE bl ]

T BT IR TV

THaeT

e ———
[ TRl B5HH AL

(I R | T

G

Frien G TS

2

1RED
. has i
||||||||||||||||||||||||| | £BED
\ 2RED
1111111111111111111111111 | GRED
S ~1 S9RED
i e e e e | ABED
HHHHHBHHHHHHHHHHHHHHHRHHHHHARHA
HHHHHHYHHHHHHHHHHHHHHHHHHHHHEHEH
WU HHHHHHHHHHHHHHHHHHHHHHHHHHEAHA
HHHHHHHHHHHHHHHHHHHHHHHHHHHHRHE
L HHHHHHHHHHHHHHHHHHHHHHHHHHHEHE
I HHHHEHHHHHHHHHHHHHHHHHHHREHRR
427933373933333333333339333333333
249233392332333333393333333333333
3333393333333333333333333333333
3339333333333333333333333333333
3333233933333393333333333333333
5292333379333339333333333333333333
£1:81 26" 2h3
=g fLoFRE-ha NS

= Ll _Jm_...,_.lu_u_.r.a_

i)

Pursuant to section 28-1 ; : : R
8-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.
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EXEIBIT P 755

ARTZONA DEPARTMENT OF HEALTH SERVICE

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000%

STANDARD CALIBRATION CHECK PROCEDURE

Agency Tucsen Police Department Date é} 2_? 2—005 Time _IE ﬂ{:‘

Intoxilyzer Serial ¢ _@7‘_&32:@ S9 (:#1'31 Location Lal
QA Specialist ’7’{,;/,21 J 0S 5?_889(;.

(Frint Name)

=
o

our 3 standard alcohol solution of known valus inte =a
clean dry simulator jar and assemble the simulator.
I'msure that a tight =eal has been: made:
Standard wvalue: 0.-0B0 AC
| 2: Turn on the simulator and allow ChHé temperatcure to

34 CH.25%C.,
Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or sl dimyy LR
on keyboard menu.
Attach simulator to the simulator entrance port an the
Intoxilyzer,
{quT 3. Intaxilyzer 5000 display reads “READY TO START” or
“PUSH BUTTON™.
8. Push Start Test button or press enter on keyboard.
(VYT 7. Insert card in response to display.
B
5

f1=1

R

- Alr blank completed:

_ - Calibration check completed.
Test results 0.0F4AC and 0.060 =2c

tffvf 10. Air blank completed.

(¢ Y] 11. When display reads Test Complete remove evidence card.

Lttach the card to the completed checklist.

{ wf? 12. Return mode selection switch #9 to off position after

all calibration checks are complete or type Q and enter

on kevboarg.
SIGNATURE (/7{1)(»/) &M
E [y

——

*WITH OR WITHOUT VAPOR RECIRCULHTQM AND WITH OR WITHOUT KEYBOARD

DHS/DSLS/Form Cll6 (Rewv. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is 2 certificd duplicate of the information contained in computer
storage devicss of the Tucson Police Department.
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754

TUCSON POLICE DEPARTMENT
CRIME LABORATORY

N
' INTOXILYZER SERVICE RECORD
s

QAS: 7:5’*’"”’% (?-,d{{%s 2884+
~ >

[ntoxilyzer Serial Number; é?’?{‘ 0024 59 é&‘f g)

Datz Returned to Service: é Zﬁf: 2005

Pursizant 1o section 28-1327, Arizona Revised Statutes; this dacument is a2 certified duplicaté of the information contaiced n
computar storage devices of the Tucson Palice Department.




1% {
a2
TWES @GN POLLICE BEPARTMENT
CRIME LABORATORY

[MTE XILY ZER FERVIEE REEGEREDR

o

Diate: &/ﬁ;’/‘ﬁg
aks: — Lrene Dordyy Y433 )

[ntoxilyzer Sernal Number: {f & — 0026 5-7 (ﬁ,{&)

Reason For Service: M1 5//?73;« 7_‘:27 ' ASDiemenl7
wos pulled Bow  Scriice fr  prevensive
Mainltronee. . The (alibrafions 4dre

reading a+ The O tnd o) The acunaly
f‘f’j LiresnenT

Date Out of Service: 5}’ ,ﬁfﬂfﬁ

Calibration Check completed prior to removal from service

Date: f)‘?f (/QT'

SQAP completed prior to removal from service

Date: 5’/,1 F’/ﬂ’i’F

Corrective Action: IE/S;; to Applied Electronics

Pursuant to section 18-1327, Arizana Revised Statutes, this documen |5 3 cenified duplicate of the information consined 0
computer storzge devices of the Tucson Polics Department.



=
NS MEMORANDUM

DATE: = May 19, 2005

TO: Applied Electronics FROM:. Irene Doran ‘l();:“"
448 Grand Avenue Tucson Police Department
Eagle. CO 81631 Crime Laboratory

270 S, Stone Avenue
Tucson. AZ 85701-1917

SUBJECT: Inwoxilyzer 5000 Maintenance and Repair

Enclosed is Intoxilyzer 64-002659 (#13). It was pulled from service for preventive maintenance, The
calibrations are reading on the low end of our accuracy requirements.

Please repair.

Pursuant to section 28-1327, Arizona Hevised Statutes, this document is a certified duplicate of the information contained in computer stormge
devices of the Tucson Police Departinent,




CUSTOMER SERVICE REPORT

RECEIVED FRDM | miE. S -24L-085 , SHIP TO

CUSTOMER /(¢ S “n.o i EE: — = CLSTOMER
DEPT, REC'D VIA |4 P¢ DEFT, z..ﬂ.h.,,,,..,._ﬁ“w%n o
STREET 2.7 €. Kara Bve [ STREET _a.iﬁ_ﬂ.ﬂ? &Eﬁwﬂ,&eﬁv
BT © Taisoyes LOD CHARGE CITY sttt 6ot Cy i Ot
sTaTE. ' Az ZIP ¥ 5 70 | STATE ;._,ﬁ,.““ﬂ,.%_,,,.,ﬁw.“m%E.;? Z1P
ATTEN: . P.0, MO, ATTEN: _,J”,,_._w_.,% of e
PHONE ( ) | PHONE ( )

E-E U 3l P=MaELN REEFE I'NVEDR I NVYENTORY
MODEL o S5 ey CARRY ING CASE ] EXTENSION CARLE [] xﬂmaﬁu\xgﬁﬂ @ar_l_
serIAL MO kst b0 Z(: B9 ECM_CABLE i} TUNING FORK POUCH O PAT BOX
ANTENMA SER N, , REMOTE LOCK [] TUNING FORK POUCH [] S IMULATOR _.I_
ANTENMA SER.NO. DASH BRACKET [] BATTERY PACK [ BREATH TUBE \ﬁ,
E.C.M./vM SER.NO. DECK BRACKET | BATTERY CHARGER ] B
TUNING FORK SER.NO, BAIL BRACKET L] A/C POWER @RD |\ Jopa [ L]

TUMING FORE SER (MO,

DESCRIFTION OF CHARGES ——| PART NO,

ary |uNiT PRICE! TOTAL

MISC, SER . MO,

= _‘ .R .w\m. T - h.L.GD_.__D |

CUSTOMER COMPLAINT / SERVICE REQUESTED Lews Joootz | 22—
Perdorm pretive MNowmt - G shat— \ 70089 Y
_n\uln..}% __Np.h__”__.m.*kﬁ o e \_.u__..rx. ﬂ\fﬁbu. b ___m-amﬁr ...____Dﬂ_n_.w

L i e

= o opi~ Motar—  [EHoo2S

7
_

v

Ca

CORRECTIVE ACTIDN TAKENM

ﬁﬁ.&mm L T _\. ..m|r,HI

TOTAL PARTS

L Cex

h_...lﬁu.__..jﬁjc&r E_Jﬁ.....,ﬂu__.l f

ENEanLhu h__::._,h k&bh?xﬁ_ _vauﬂ__m.___.p |
Lﬂ.:: oy Watbeend o m_,.rmlﬁ Vo s . L % e TOTAL rﬂmnh
A

II%T.?\M ._‘..\qu.n.v‘.r}nl}r.

45 |35

INSURANCE / SHIFP ING/HANDL ING

m\rﬂ;m@ﬁﬂk.fu..r -

TOTAL

_"_p.nﬂ:a AUTHORIZED WARRANTY

SERVICE FACILITY FORALL

OEH .pz:gﬂ-__l_ PRODUCTS

ST ?E..mn h_ —ILECTRONICS, INC. |

 dES

448 m:_...zu AVE « PO BOX 658 » EAGLE, CO 81631 » Fhona: |TH70D] 320-5420



CALIBRATION

This is to certify that the calibration of INTOXILYZER®
serial numberH 00205 » was tested and found to be in compliance
with the National Highway Traffic Safety Administration Standard
for Devices to Measure Breath Alcohol
(3.8 FR., No. 212 30459-30463 Nouv. 5, 1873.)

ate ;Mhﬂ _3f, 2005 5fgnedf£lu_§t (_\Jg_.: f:

Technician

=7
A\PPLIED | —ILECTRONICS |

Factory Autherized Service Facility For CMUMPH Products

CERTIFICATE OF | 4




: LECTRONICS ] | .

* FAGIE, &4 1IR3 Phong: (370} 32&-5-_12ﬂ

STATIMENT OF S1EVTER WARRANTY

Applied Electronics werrants Lhat any womponent having been
replaced, to be free of defects in material and workmanship

for a period of 90 days from date of delivery to its customer,
This warranty is limited ba anly compenents that have been
replaced during the riaair of ¥our prodact.  Applied Electronics

obligation is limited =00 TeRRI i a o 2pltacing as we may elect
of any component covered under Lhis sorvy=s warranty.

Any parts or compone il 3 cansiddoromd cove o0l by this warranty
shall be returned freighl propaid (o Ninlied Electronics.

Return freight shali 1o paid by Appliee Flectronics.

This warrnaty may be voldoed i 1 product has been adversely
effected or tampered with in VLEER gy

This service warranty is separiabte from Ehe original manufacturers
warranty. In no event shal] Applicd Electronics be liable for

any loss op damages arising onl rd Aany zwuch defective component
Or workmanship,

Pursunni to section 28,1 327, Anizona Revised
Statutes, this document is a certified duplicate of

the information contained in compuler storaze
devices of the Tucson Police Diepartment.



TUCSON POLICE DEPARTMENT

CRIME LABORATORY

INTOXILYZER SERVICE RECORD/.%
|

Diate: (f/f/ﬁf
0AS: Lorac Dovar  #633,

Intoxilyzer Serial Number: Vi CO2 (e T (ﬁ/’/_%D

Reason For Sevvice: L SPvumicdit- rece lved. 6 /5br
fn biting  Sevviced.: Oidt o Yor Gos

The thstwafrpt- would not fualsion prfpets
SCC Eoﬁréw-ﬁ @

Date Out of Service: J?L?‘/ff ﬁﬂ(/?!_f S 7%’(5'1"’1/1 5/7/&7&5#

Calibration Check completed prior to removal from service

Date;

SQAP completed prior to removal from service

Diate:

Corrective Action: E{_ent to Applied Electronics

Pursuant to section 28-1327, Arizonz Revised Stanutes this docoment 15 2 certified duplicars of the information contuned in
computer starage devices of the Tucson Police De ;|._:'.1-rem
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EAHIBIT B

-
ot
o

RELORT PREPREED PUBSUANT TO DOTY IMPOSED By
AcfL L R9-14-404 (A

ARTIZ0ONR DERPARTMENT OF H

Tl

tALTH SERVICES

STANDARD QUALITY ASSURANCE PROCENURES 1&%
NTOXILYZER MODEL 5000+

AGENCY  Tucson Police QA SPECIALIST Jf’/fﬁf_)ﬂr‘g;ﬁ 5/(9_:5_{3,‘

(Brint Name)
INTOXILYZER SERTAL ﬁy?‘" O02¢5 G (ﬁfﬁ) LOCATION
DaTE 'JUﬂfd? 9 2005 TIME OF/ o
. ' “a
o Display reads “READY TO START™ or “PUSHE BUTTAN TO START
TEST.™
DIAGNOSTIC TESTS
== DUM Test check. 3Ss=tting should be between .200 and
800 . Mode selection switch 52 on, $1 and S3 0ff or
keyboard nw selection MHY. Redding is "

v/f Lt check. Mode sfelection switech 51 on and 52
gnd 53 o0ff or keyboard menu selecrion Y7
v~ Printsr Test check. Mode seleceion: switch 51, 52; 5§53
off or kevbosrd menu selection “BY.
¢/ Clock Cime check. Mode selection switech 510 on or
kevboard menu selection “E".
. Date check. Mpode selection switch 511 on or Keyboard
menu selectign “EY,

fu

OQPERATIONAL TESTS
— Alcohcgl free subject Test résult 0. AC
Error recognition logic system functioning
Invalid test printed

—  FProper sample recognition system
Invalid sample printed
Deficient sample printed
N/ A Completeness of sample purge with collection tube**
Calibration standazrd B AC
Besulbsg: 0.
Ianstrument operating properly and accurately. YES MO

COMMENTS : {q_&,f/ﬂ’ﬁw’- (Orvigfe £¢ ACiar
LA et ﬂfﬂﬂ(ﬁf’?‘?ﬂrﬁ;ﬂ

SIGNATURE Mf/(g-f% s

0. N/A&_ alecchol concentration standard collected for subssquent
analysis.**

*WITH OR WITHOUT VAFPOR RECIRCULATION AND WITH OR WITHOUT EETBOARD
**THIS STEP IS ONLY REQUIRED IF THIS DEVICE IS5 BEING USED FOR
SAMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a cerified duplicate of the information contained in computer
storage devices of the Tucson Police Department.
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MEMORANDUM

DATE: June 9, 2005

TO: Applied Electronics FROM: Irene Doran 4{/—(
448 Grand Avenue Tucson Police Department
Eagle. CO 81631 Crime Laboratory

270 S. Stone Avenue
Tueson. AZ 85701-1917

SUBJECT: [Intoxilyzer 5000 Maintenance and Repair

Enclosed is Intoxilyzer 64-002659 (#13). 1t was pulled from service for preventive mainienance on
5/18/03. | received the instrument on 6/8/05. The instrument is not working properly out of the box. For
example, when performing a subject test, the instrument aborts the test and prints Sample Introduced at
Improper Time even though [ did not introduce any sample. Also, when :n DVM mode, it sounds like
the pump is turning on.

Please repair as needed.

Pursuant to section 18-1327, Arizona Revised Suututes, this document is a cert fied duplicate of the infarmation contained in computer stormge
devices of the Tucson Police Department.,



L e Wy e o:ﬂozmx SERVICE REPORT

RECEIVED FROM / e Mﬂ ____ o SHIP EI
- i B {my — = _._u.. —
WSTOMER— T esop Pl ica [ 2z £ CUSTOMER
DEPT, v REC'D VIA (¢ PS DEFT,
et 775 . K fana Ae g AR
CITY il__\lﬂx__ﬁ ean) i = SR, GG CITY __u,,ﬂﬁ,__m._”HM_.,ﬂ..__,_s.ﬂr,__.rﬂ._an.ﬂ_ ._,.___.”,__M_w_.ﬁn__.”._J_ﬁ_,.:_rq AL
y | e il i
STATE i ZIP mm.f_. P& STATE J#_.__q._. E___.n____=_...P._..+._m__”M_M.”..__ﬂ,.J__‘_ﬁs__Fh Sr,__:.i:.?s_..
ATTEN: _ NTTENT devioes of 1
PHOME 1 __HIEM { } J
EQUIPMENT RECETIVED INVENTORY
MODEL S He CARRY ING CASE L] EXTENSION CABLE [ KEYBOARD/CABLE | J o o~ ]
SERIAL MO, bY —oe 25 T ECM CABLE ] TUNING FORK POUCH ] PAT BIX  ——— [
ANTENNA SER.NO, , REMOTE LOCK 1] TUNING FORK POUCH L] S IMULATOR [
MNTENNA SER.NO, DASH BRACKET [0] BATTERY PACK E BREATH TUBE
E.C.M./VM SER.NO. DECK BRACKET ] BATTERY CHARGER L]
TUNING FORK SER.NO. BAIL BRACKET L] A/C POHER_CORD Zoaf/ﬁ 8
TUNING FORK SER.NO, DESCRIPTION OF CHARGES | PART MO, | QTY |UNIT PRICE! TOTAL
M15C, SER.NO, |
CUSTOMER COMPLAINT / SERVICE REQUESTED . :ﬁamh ure. Sl [Boesy | | AV
Sz eply (ny ...\ELH._ ad ot ylrong trme Svor
\u tﬁ.n__ﬁ._bﬁﬂ ..m..g.i 73l Lv_.n..,. \\ﬁ'ﬁzﬂ.ﬁw.ﬁj_ \\.
L iy
CORRECTIVE ACTION TAKEN .l oa wp (X { A€
Kﬂt.ﬁbﬁ H_u.uum r jo boo v L.uTm.m..m rre Siol ,.nn. m =
m.r ;q.\#m. b nu\% .h?ﬁw.»f: A 7T TOTAL PARTS
Coon [ d Eollledoine -4 Hes TOTAL LABOR
TAX
UE (i INSURANCE / SHIPP ING/HANDL ING
TOTAL

FACTORY AUTHORIZED WARRANTY

SUAVICE FACILITY FOR ALL

Og— AHL gﬁI PRACDULCTS

ﬁ_ d,_q_utmu pmﬂﬂuzﬁm INC. |

A48 GAAND AVE, PO m..ux 658 = EAGLE, GO A1 = Phone: {B70) 328-5420
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CERTIFICATE OF
CALIBRATION

This is to certify that the calibration of INTOXILYZER®
serial number (81 0020 59, was tested and found to be in compliance
with the National Highway Traffic Safety Administration Standard
for Devices to Measure Breath Alcohol
(3.8 ER., No. 212 30459-30463 Nov. 5, 1973.)
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